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Abstract
Magnetic Resonance Imaging (MRI) provides the capability of imaging tissue with ﬁne resolution and
superior soft tissue contrast, when compared with conventional ultrasound and CT imaging, which
makes it an important tool for clinicians to perform more accurate diagnosis and image guided therapy.
Medical robotic devices combining the high resolution anatomical images with real-time navigation, are
ideal for precise and repeatable interventions. Despite these advantages, the MR environment imposes
constraints on mechatronic devices operating within it. This thesis presents a study on the design and
development of robotic systems for particular MR interventions, in which the issue of testing the MR
compatibility of mechatronic components, actuation control, kinematics and workspace analysis, and
mechanical and electrical design of the robot have been investigated. Two types of robotic systems
have therefore been developed and evaluated along the above aspects.
(i) A device for MR guided transrectal prostate biopsy: The system was designed from components
which are proven to be MR compatible, actuated by pneumatic motors and ultrasonic motors, and
tracked by optical position sensors and ﬁducial markers. Clinical trials have been performed with the
device on three patients, and the results reported have demonstrated its capability to perform needle
positioning under MR guidance, with a procedure time of around 40mins and with no compromised
image quality, which achieved our system speciﬁcations.
(ii) Limb positioning devices to facilitate the magic angle eﬀect for diagnosis of tendinous injuries:
Two systems were designed particularly for lower and upper limb positioning, which are actuated and
tracked by the similar methods as the ﬁrst device. A group of volunteers were recruited to conduct
tests to verify the functionality of the systems. The results demonstrate the clear enhancement of the
image quality with an increase in signal intensity up to 24 times in the tendon tissue caused by the
magic angle eﬀect, showing the feasibility of the proposed devices to be applied in clinical diagnosis.
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Chapter 1
Introduction, Aims and Objectives
1.1 Introduction
The precise spatial information and high resolution three dimensional anatomical images provided by
Magnetic Resonance Imaging (MRI), has motivated the research of combining the high repeatability
and precision of medical robots with MRI for image guided therapy. Despite the advantages of MRI
bringing beneﬁts in diagnostic accuracy by presenting higher soft tissue contrast and imaging of any
cross section of a patient body without the need for repositioning; the strong magnetic ﬁeld and the
RF environment impose challenges on the development of MR compatible medical robots which is
still an ongoing research area. This chapter starts with two clinical motivations for the development
of compatible robots: (i) to perform better prostate biopsy for cancer diagnosis and (ii) to facilitate
the magic angle eﬀect for tendinous diagnosis, followed by the objective of the research work, and an
outline of the thesis structure.
1.2 Motivation for Research
1.2.1 MR guided Prostate Biopsy
Pathology of Prostate Cancer
The prostate shown in Figure 1.1 is a gland in the male reproductive system. Prostate cancer is a
disease in which cancer develops in the gland, and cells of the prostate mutate and multiply abnormally.
Related diseases can happen in bones, lymph nodes and other parts of the body to which cells have
metastasized from the prostate. Pain and diﬃcultly in urinating and erectile dysfunction are the
general symptoms for prostate cancers.
Prostate cancer is the most common form of cancer in men and is second only to lung cancer in
terms of mortality rates in the UK. As of 2008, there are approximately 27000 men in the UK diagnosed
with prostate cancer and 10000 people die of it annually [UKCancerResearch, 2008]. Prostate cancer
develops most frequently in men over ﬁfty and 80% of the diagnosed cases are men over the age of 65
[UKCancerResearch, 2008]. The occurrence of cancer becomes greater with increasing age.
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Figure 1.1: Male reproductive system showing the prostate gland located immediately inferior to the
urinary bladder
Figure 1.2: A doctor inserts a lubricated ﬁnger into rectum for Digital Rectal Examination [Line,
2005].
Examination Methods of Prostate Cancer
Regular prostate examination is imperative to prevent death from the disease. Two of the most common
examination methods are to test the amount of Prostate Speciﬁc Antigen (PSA) in the blood (which
is a substance released by the prostate gland) and to conduct a Digital Rectal Examination (DRE),
as indicated in Figure 1.2, in which a doctor inserts a lubricated ﬁnger into the rectum and feels for
any irregularities on the prostate [Line, 2005, ACS, 2005]. Prostate biopsy would be recommended if
the results of either of the two tests are positive in order to conﬁrm whether the suspicious tissue is
malignant or benign and what the current stage is.
Transrectal Ultrasound (TRUS) guided biopsy is a frequently used modality for image guided
prostate biopsy. An ultrasound probe is inserted into the rectum, next to the prostate, to capture
images there. With the help of real-time ultrasound imaging, a hollow core biopsy needle is pierced
through into the prostate to extract samples of the tissue for pathological analysis as shown in Figure 1.3
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Figure 1.3: TRUS guided prostate biopsy [Line, 2005].
[Line, 2005, Norberg, 1997]. However, the limited image resolution of ultrasound, results in diagnostic
inaccuracies and a number of biopsies have to be repeated on the patient in diﬀerent areas of the
prostate in order that cancerous tissue, if any, is more likely to be hit. Literature indicates that 15-
31% of prostate cancers are undetected in TRUS guided biopsy [D'Amico, 2000]. Also, as no anesthesia
is applied during the repeated biopsies, patients generally experience moderate to severe pain, with
immediate complications of feeling faint, rectal bleeding and hematuria.
The limitations of TRUS guided prostate biopsy have provoked interest for using MRI for tumour
diagnosis and image guided interventions. Compared with ultrasound scanning, MRI scans present a
superior image quality with no radiation exposure on patient bodies and no contrast agents required
[Gassert, 2006, Stark, 1999]. Organs of a patient can be rendered in three dimensions for preoperative
planning, pathological analysis and image guided surgery [Tseng, 2000]. MRI with use of an endorectal
coil can give a more precise image of the prostate and hence improve the accuracy of cancer diagnosis
during biopsy.
1.2.2 Diagnostic Imaging using the Magic Angle Eﬀect
Conventional MR sequences using available Time to Echo (TE), produce images that exhibit tissue
with a tightly bound structure, with very little or no signal intensity. Dense structure of tissue, such as
in a tendon, restricts the motion of water protons and hence increases spin-spin interactions between
excited nuclei [Marshall, 2002]. Spin-spin relaxation controls the decay of the signal in the transverse
plane and its characteristic time constant is called the spin-spin relaxation time. T2 is the notation
for spin-spin relaxation time, and diﬀerent tissue types have diﬀerent T2s. Technically, T2 is a decay
constant for the transverse magnetisation vector of the excited protons to drop to 37% of its original
magnitude [McRobbie, 2003]. Strong dipolar interactions in densely structured tissue, shorten the T2
relaxation time, causing a direct reduction of the signal intensity in an MR image [Erickson, 1993].
In nuclear magnetic resonance (NMR) spectroscopy, one of the factors governing the magnitude of
the spin-spin interaction is the orientation of the internuclear vector with respect to the main magnetic
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Figure 1.4: Large part of spin-spin interaction is proportional to a factor of 3 cos2 θ− 1 and the magic
angle eﬀect occurs when θ is equal to 54.7degrees where 3 cos2 θ − 1 = 0.
ﬁeld B0, such that a large part of the interaction is proportional to a factor of 3 cos2 θ − 1, where θ is
the angle between the main ﬁeld and the direction along which the spins are coupled in the structure
in which they are held; for example a tendon [Erickson, 1993]. From Figure 1.4, the factor becomes
zero at θ = 54.7 degrees and the dipolar interactions are then minimised. This particular orientation is
named the Magic Angle and the phenomenon is coined the Magic Angle Eﬀect, which refers to the
increased signal in MR images of a target tissue with a tightly bound structure in one direction, such
as tendon or articular hyaline cartilage [Xia, 2000]. The magic angle eﬀect occurs when the orientation
of the ﬁbers concerned is set to approximately θ = 55degrees relative to the magnetic ﬁeld, at which
point the T2 relaxation time can then increase about 100 fold [Ballinger, 1996], resulting in the tendons
being visible in images generated using ordinary pulse sequences. A bright signal from this eﬀect is
commonly seen in the rotator cuﬀ, Achilles tendon and occasionally in the patellar tendon [Ballinger,
1996]. Figure 1.5 demonstrates the magic angle eﬀect in the Achilles tendon at 55degrees with respect
to the main ﬁeld and compares it with the signal at 0degrees.
Recently research has been conducted on the application of the magic angle eﬀect on musculoskeletal
MR images [Hayes, 1996] and MR neurography [Chappell, 2004]. It is found that signal intensity of
the target tissue changes with orientation to B0, as a result of the magic angle eﬀect from the highly
ordered, linearly orientated collagen within these areas. The enhanced image quality can assist the
accuracy of diagnosis; however, exploration of the magic angle eﬀect for tendinous related diagnosis
is a diﬃcult task in the clinical environment. This arises from the spatial limitations of a closed bore
MRI scanner, the motion of a patient body during scans, and the diﬃculty in setting a target tendon
precisely at 55degrees considering that some tendons are not completely aligned in parallel with the
limb. A dialog with radiologists of MRI diagnosis has revealed the motivation of designing an MRI
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(a) (b)
Figure 1.5: MR images of an Achilles tendon (a) at 0degrees with respect to the main ﬁeld and (b) at
55degrees. Tendons with a dark colour in the image represent very weak or no signals, and vice versa.
mechatronic system to automate magic angle related experiments and tendinous related diagnosis.
1.3 Research Objectives
The objective of this research work is to provide a technological base for MR compatible robotics, and
this requires a literature survey and research into the area of testing the MR compatibility, special
actuator and sensor development or adaptation, system control and kinematic analysis. Driven by
the clinical motivations, two types of MR compatible systems will hence be developed for the speciﬁc
applications; one for MR guided prostate biopsy and the other for tendinous related diagnosis using the
magic angle eﬀect. Thus, the objectives of the research work comprises of the following main points:
 Research will be conducted to evaluate the MR compatibility of mechatronic components with
a series of tests to characterise their eﬀect on the MR environment. The selected components
will then adapted to develop MR robots with particular speciﬁcations. This testing process is
necessary and must be conducted to quantify the interference between the scanner and the robot
components before the robots are designed.
 Research will be conducted to develop control strategies for two selected actuators; one is with
high force and speed output, suitable for positioning with heavy loads such as limb; another with
high positional accuracy and fast response, suitable for accurate positioning and implementation
of force control related functions. Both actuators will be then characterised for their control
performance and usability for MR robots.
 Research will be conducted to design and develop a robotic system to perform transrectal prostate
biopsy. This device will assist clinicians to perform real-time image guided biopsy and target a
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suspected target tissue inside a 1.5Tesla (T) closed bore MRI scanner. This system will be used
on three recruited patients for clinical trials to verify its functionality.
 Research will be conducted to design and develop limb positioning devices to assist tendinous
related diagnosis inside a 1.5T closed bore MRI scanner. These devices are capable of orientating
and positioning tendons of upper or lower limbs to any location within the imaging volume to
assist magic angle related diagnosis and experiments.
The designed robotic systems have to be MR compatible to ensure that they can be used inside or very
near to the isocentre of a scanner. Image distortion and generated artifacts of each component need
to be concisely quantiﬁed. The systems should ﬁt alongside the patient inside the cylindrical bore of
a 1.5T closed bore MRI scanner, and provide an intuitive user interface. The procedures should be
performable without producing discomfort to the patient, and the systems should be safe for patients,
staﬀ and the MRI scanner.
1.4 Structure of the Thesis
Following the introduction of this thesis, a survey of the literature concerning the research area is
given in Chapter 2. It begins with a brief introduction of Magnetic Resonance Imaging, including
the principal components of an MRI scanner and a description of the diﬀerent types of MRI scanners
available. Following that is an overview about diﬀerent types of actuation methods implemented in
MRI devices in literature. To measure the position and force of the device, MR compatible sensing
technology is required and the current state of sensing technology found in literature is laid out.
Chapter 2 also provides a review of the state of the art in the research area of MRI robotics, where
engineering challenges imposed by the MR environment are addressed for particular interventions and
the solutions appearing in literature serve as a starting point for this thesis.
Chapter 3 discusses one of the most necessary criteria for the MRI robot design, i.e. MRI com-
patibility. Some important terminologies concerning MR safety are explained in this chapter with ﬁve
diﬀerent types of interferences due to the MR environment, aﬀecting the usability of a device in the
MR environment, i.e. (i) magnetically induced force and torque, (ii) artifact generation, (iii) signal to
noise ratio reduction, (iv) image geometrical distortion, and (iv) thermal eﬀect. Suitable mechatronic
components including actuators, position sensors and force sensors are selected and their capability
demonstrated with a detailed analysis in terms of those ﬁve aspects. The selected components are
a pneumatic rotary motor, a linear ultrasonic motor, an optical quadrature position sensor and a
piezoresistive force sensor.
Chapter 4 focuses on the engineering evaluation of the pneumatic and the ultrasonic motor actuation
control. The chapter starts with an introduction to the motor concepts and a description of the
corresponding hardware and electronics. Designs of test rigs are presented for proof of concept and
their functionality are then evaluated. The control issue of accurate positioning by a pneumatic motor
is discussed and the feasibility of the implementation of master-slave haptic control in the ultrasonic
motor is also studied.
Chapter 5 is a complete description of a robot for transrectal prostate biopsy under MR image
guidance. It starts with the system speciﬁcations and kinematic analysis of a conceptual robot design,
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followed by the mechanical design, prototype, and its control electronics and hardware. Integration of
an MRI tracking algorithm based on passive ﬁducial markers on the robot is discussed as well.
Chapter 6 is a detailed report of three clinical trials performed by the prostate biopsy robot and
discussions on them. It comprises of the evaluation of the MR compatibility of the whole system, the
control schemes for needle alignment to target lesion, descriptions of the graphical user interface, and
the clinical procedures, and three clinical cases reported.
Chapter 7 describes two limb positioning robots to facilitate tendinous related diagnosis using the
magic angle eﬀect; one for tendons in the upper limb; and the other for tendons in the lower limb.
Design speciﬁcations are ﬁrst summarised and the kinematics for tendon positioning in the lower limb,
including for the Achilles tendon, patellar tendon, and quadriceps tendon are deduced, followed by the
mechanical and control hardware design of the system. The pneumatic motors are used to provide
suﬃciently high power for limb positioning. The same approach is applied for designing the upper limb
positioning device with the prototypes presented. This Chapter also reports the MRI compatibility
of the two limb positioning robots, followed by a series of preliminary trials on diﬀerent tendons
from volunteers to verify its functionality. The data is then analysed, with results demonstrating the
capability of the two systems to enhance magic angle related tendinous study by way of their accurate
positioning.
The ﬁnal Chapter of this thesis is about the conclusions and future work in relation to this research
topic.
Chapter 2
Literature Survey of MRI Robotics
2.1 Introduction
Computer-aided robotic systems combined with high resolution image quality from MRI not only
provide clinicians with detailed preoperative planning, but also increase the accuracy and safety of an
operation. This has driven the development of MRI compatible robots and the technology required
for mechatronic components working in MR environments without mutual interference.
In this Chapter, a brief introduction of MRI principles, scanner structure, and the key components
in a scanner are presented to equip readers from diﬀerent backgrounds with a fundamental knowledge
in MRI and so be able to understand the engineering challenges in MRI robotics which is the objective
of this research work to overcome. After that, a review of the state-of-the-art technology for MR
compatible actuation, position sensing and force sensing are presented; as they are the fundamental
components for general MRI robots. Followed is an overview of MRI robots designed for percutaneous
interventions.
2.2 MRI System
The engineering challenge and the constraints of the MRI environment have led to diﬀerent tech-
nologies, developed and adapted for MRI robot designs. The general principle of magnetic resonance
imaging and the scanner structure are ﬁrst presented, which then leads onto the issue of the constraints
in mechatronic components due to its imaging principles.
2.2.1 Magnetic Resonance Imaging
MRI is a complicated technique involving the combination of advanced science in quantum physics,
classical mechanics, cryogenics, superconductivity, electromagnetism and computer technology as well
as other special areas of knowledge [McRobbie, 2003]. A complete description of this technique would
exceed the pages available for this thesis as a whole, and hence only the basic principles are described
here.
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Spin or magnetic moment is an intrinsic property of nuclei in magnetic resonance imaging. The
nuclei of atoms align with the main ﬁeld B0 and stop spinning randomly in every direction, when they
are in a strong magnetic ﬁeld. The nuclei align in the direction of B0 in the parallel or anti-parallel,
and the majority of nuclei magnetic ﬁelds cancel out each other, resulting in a net magnetisation of
the imaging volume [McRobbie, 2003].
When a radio frequency (RF) pulse is applied to the imaging volume, some of the magnetically
aligned nuclei revert to a temporary non-aligned high energy state. Subsequently the excess energy
given by the RF pulses is released as the nuclei return to their original alignment. These two processes
are called excitation and relaxation. RF receive coils detect the energy released during relaxation
and the signal from each relaxation contains information used to construct the image. Voxel is a basic
volume element representing image data in MRI. When a plane of voxels is excited, the acquired signals
can be used to construct an image of the investigated tissue. Distinguishability of a variety of tissues
is achieved based on the fact that tissue with diﬀerent water proportions presents a speciﬁc relaxation
curve. Multi-dimensional imaging is achievable by an implementation of gradient coils to shape the
magnetic ﬁeld in such a way that the ﬁeld strength is diﬀerent anywhere within that imaging volume.
Based on the sensitivity to the presence of water, a suspected tissue is made visible in MRI as
pathology can change its water content relative to the adjacent healthy tissue, and this principle
demonstrates a very good tissue contrast. MRI oﬀers an imaging technique to provide high quality
image resolution without requiring an injection of contrast agents into the body, and is capable of
scanning at diﬀerent orientations in the imaging volume and three dimensional image reconstructions
for diagnosis without moving the subjects. Interested readers in this area are referred to the following
literature for further details [McRobbie, 2003].
2.2.2 MRI Scanner Structure
The principal components of a typical MRI machine are shown in Figure 2.1 and 2.2, which primarily
consist of (i) the main magnet, (ii) RF transmit and receive coils, (iii) magnetic gradient coils and (iv)
a computer system.
Main Magnet
The basic unit to describe the strength of a magnetic ﬁeld is the Tesla (T) and 1 Tesla represents
10,000 Gauss. In an MRI scanner, a strong and static magnetic ﬁeld is provided by the main magnet.
Superconductive magnets are commonly used nowadays in which winding wires are bathed in cryogenic
liquids to cool down their temperature and hence reduce the resistance of their wires to practically
zero, allowing a high current to circulate and hence provide a strong magnetic ﬁeld [Brown, 1995,
Friedman, 1989]. Magnetic ﬁeld strengths of 1.5T and 3T are commonly used in clinical environments,
although higher ﬁeld strengths such as 7T are used mainly for research purposes [Hyder, 2000].
RF Transmit and Receive Coils
RF transmit coils are to transmit RF pulses to excite protons in the scanned area, whereas RF re-
ceive coils are to detect the MR signal during the relaxation period of the excited area for image
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Figure 2.1: Cross section of an MRI scanner , shown its principal components
constructions. Body coils can be used to transmit or receive the MR signal, and smaller receive coils
surrounding certain parts of the body, such as head coils, spine coils and neck coils, can be connected
to the scanner for imaging special regions. They are designed to be placed as close as possible to the
imaged anatomy to maximise the reception of the very weak MR signals and to minimise EM noise
picked up from the environment.
Gradients Coils
The function of gradient coils in the scanner is to generate spatial variations of the magnetic ﬁeld
strength in the imaging volume to achieve spatial localisation of the MRI signal. Gradients are pro-
duced by three sets of gradient coils in Cartesian directions, in which large current pulses pass through
the coils in a carefully controlled sequence to produce the required ﬁeld variations; it is through this
that a loud clicking sound comes from during scan. This noise together with a fairly long tunnel (bore)
in a closed bore MRI systems can be a troubling experience for patients, particularly those with even
mild claustrophobia and as such they are sometimes unable to tolerate a long duration of an MRI scan.
Computer system
Due to the complicated and multi-tasking nature of magnetic resonance imaging, there are many
subsystems to process the commands from the host computer. Typically, the host computer is in charge
of interfacing with the operators in terms of the required pulse sequence, its timing, scan orientation
and position geometry factors, etc. These commands will be transferred to a microprocessor system,
called the pulse programmer (PP) to control the hardware including synchronisation of RF, gradients
and data acquisition. After that, the array processor will construct the images and send them to the
host computer for image display and additional processing, for example windowing and archiving.
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Figure 2.2: Schematic diagram of key components of a typical MRI machine.
2.2.3 Scanner Types
MRI scanners can be classiﬁed according to the conﬁguration of the main magnet; i.e. closed bore
scanner and open scanner, as shown in Figure 2.3 and 2.4. The former is able to support a higher
magnetic ﬁeld strength with the capability of providing better image quality, and is most commonly
used in hospitals with the magnetic strength ranging from 1.5T to 3T. The long tunnel of around
150cm in a close scanner and its narrow diameter of around 60cm in the bore enforce a necessary
separation from the imaging volume (near the isocentre) and the entrance of the tunnel which is the
closest place a clinician can access a patient. This separation makes direct free hand interventions very
diﬀerent and solutions have to be found to develop manipulators for particular interventional tasks.
In contrast, open scanners are ideal for interventions because of their open magnet conﬁguration
where the imaging volume is accessible during scanning as illustrated in Figure 2.4, and these types of
scanners are more suitable for patients with claustrophobia, although these advantages are antagonistic
to the magnetic ﬁeld strength. Special designs in open scanners are commercially available, such as a
small scanner with a moveable base for use in clinics (Figure 2.4(b)) [Dotmed, 2009], and an upright
type open scanner convenient for spinal scanning (Figure 2.4(c)) [Brunswick, 2009]. Modern clinical
open scanners have ﬁeld strengths ranging from 0.2T to 1T, meaning a sacriﬁce of image quality for
better patient accessibility.
2.3 Challenges in MRI Environment
2.3.1 Magnetically Induced Force and Torque
MRI brings advantages in medical imaging and diagnosis but its working principle poses great chal-
lenges in designing medical devices to work in the MR environment. Conventional robot components
such as steel bearings, screws and motors contain a certain amount of ferromagnetic or paramagnetic
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Figure 2.3: (a) Conventional closed bore scanner (3T Siemens Trio MRI scanner) [Siemens, 2009]
(a) (b) (c)
Figure 2.4: Open bore scanners: (a) Philips Mid-Field Open MRI system Panorama, 0.6T [Hamstring,
2009]. (b) ESAOTE Hologic scanner, 0.2T permanent magnet [Dotmed, 2009]. (c) East Brunswick
Open Upright MRI scanner, 0.6T [Brunswick, 2009].
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Figure 2.5: (left) Commercial optical encoder (HP HEDL-5540) (right) Image artifact caused by the
magnetic metal component in the encoder.
materials which induce an elevated force or torque due to the strong magnetic attraction [Schenck,
1996, Elhawary, 2006]. The attractive force can present a high risk to both patients and clinicians
if adequate safety procedures are not applied [Shellock, 2002]. Accidents have even occurred where
an unﬁxed metal object, such as a pan or paper clip has been attracted and accelerated towards the
scanner bore like a missile when a patient was being scanned [GE, 2005].
2.3.2 Image Artifact and Geometric Distortion
Magnetic materials possess high susceptibility and aﬀect the distribution of the magnetic ﬁeld, causing
image artifacts in a region of interest, which is a signal void in the image. For example, stainless steel
with austenite crystal structure is a commonly used engineering material and it is a magnetic material
as it consists of 10-15% nickel [AISI-F2119, 2004]. Even if magnetic materials are placed outside
the imaging volume, it is still possible to cause warping in the image known as image geometric
distortion. Conductive materials near the imaging volume can potentially provide signal voids and
signal degradation of the images due to RF interference [Sled, 1998, Armenean, 2004]. Figure 2.5
shows an MR image of a commercial optical encoder (HP HEDL-5540), in which a magnetic metal
component involved generated an image artifact a few times larger than the body of the encoder in
the image and voided the image signal around it.
2.3.3 Degradation of Signal to Noise Ratio
Electromagnetic ﬁelds induced by electronic components interfere with the MR environment, reducing
the Signal to Noise Ratio (SNR) of an image [Schenck, 1996, Shellock, 2002]. Conventional electro-
magnetic actuators and electronic sensing components generate substantial signal deterioration in the
scanner. Figure 2.6 shows MR images of a patient prostate in transverse plane: (a) is the image taken
when an electronic ampliﬁer was not powered but placed near to the scanner bore entrance; (b) is the
one taken when the ampliﬁer was powered, showing a severe SNR reduction in the image. Research
has been conducted on technologies for non-electromagnetic actuation principles in the MR environ-
ment such as application of pneumatic systems and ultrasonic motors [Muntener, 2006, Stoianovici,
2007a]. However, the power generated by ultrasonic motors is limited by their own frictional actuation
principle and the voltage and current they are operated at. Additionally, their power consumption is
proportional to the EM interference generated. For pneumatic actuation, system delay is the intrinsic
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(a) (b)
Figure 2.6: (a) MR image of a patient prostate taken when an electronic ampliﬁer placed near to the
scanner bore entrance was not powered. (b) Image taken when the ampliﬁer was powered.
problem. Even though the solution of using high pressures up to 8.3bars is found in literature to
minimise the delay, this can be a potential danger to clinicians and patients in the case of air leakage.
For position sensing, non-metal versions of optical encoders have been developed based on optical
ﬁbres, to transmit optical signal pulses to and from the scanner room. More detail will be provided
in the following section reviewing the state-of-the art technology in actuation and sensing to minimise
artifacts and EM interference to the scanner.
2.3.4 Magnetically Induced Thermal Eﬀect
An eddy current is induced when a changing magnetic ﬂux passes though a conductive material.
That can occur when (i) switched gradients and RF pulses from the scanner interfere with a metal
component, or (ii) a metal component is designed to rotate and move at speed in the scanner ﬁeld
which can impose a large changing magnetic ﬂux on the component itself, potentially causing a thermal
heating eﬀect and damage. Thus, not only magnetic but also conductive materials, if necessary, must
be considered carefully in the design of MR robots. This restriction makes it a tough task to select a
suitable material for the body of the robot, considering that most of the commonly used rigid materials
such as stainless steel and carbon ﬁbre are either conductive or magnetic.
2.3.5 Workspace Limitation
The limited space in a scanner bore is also a challenge in designing an MR robot. Cylindrical MRI
scanners are prevalent in medical applications due to their strong magnetic ﬁeld, and consequent higher
imaging resolution capability compared to open type scanners. However the cylindrical scanner, for
example a 1.5T Siemens MAGNETOM Avanto scanner, has a bore diameter of just 60 cm (actual 55 cm
when considering the space taken by the bore plastic cover) whilst most of the area is already occupied
by the a patient body [Gassert, 2006a, Tsekos, 2008]. Figures 2.7 and 2.8 indicate the workspace of
a cylindrical MRI scanner when patient is in supine position. Figure 2.9 shows a patient placed in
the left decubitus position in a mock scanner which is a common posture for the transrectal biopsy, in
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Figure 2.7: Workspace of a scanner with diameter of 60cm [Sie, 2005]
Figure 2.8: Cross sectional view of the scanner with a patient's proﬁle, showing a very limited workspace
for image guided procedures and even for the location of the device [Tsekos, 2008].
which very limited space is left for location of a biopsy device. Therefore, an MRI compatible robot is
required to be compact and functional speciﬁc in order to optimise the limited working area to perform
procedures.
2.4 MRI Compatible Robot
MRI robotics contribute to a wide range of research activities including interventional radiology stud-
ies, neuroscience, and elastography; in which they are utilised and coupled with MRI scanners to
produce accurate and controllable procedures. It provides an essential tool in research areas including
generation of precise mechanical vibration to understand the density of deep underlying tissue for
tumour diagnosis in MR elastography study [McKnight, 2002a]; simulation of complex virtual envi-
ronments, with a haptic motion interface coupled with functional MRI, to study human motor control
in neuroscience [Gassert, 2006b]; and execution of real-time image-guided therapy in interventional
radiology such as biopsy, brachytherapy and image guided focused ultrasound ablation [Krieger, 2005,
Kaplan, 2002]. The following sections review the state-of-the-art technologies of actuation, position
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Figure 2.9: Life size mock-up of an MRI scanner with a human subject placed in the left lateral
decubitus position (a common position for transrectal biopsy). The space available for the manipulator
is displayed.
and force sensing in MR robotics, followed by a detailed summary of currently developed MRI robots
for various percutaneous interventions.
2.4.1 Actuation Technology
Choosing a suitable actuation method in an MR robot design for particular interventions is of paramount
importance. Compared with other electrical and electronic components, such as force sensors and po-
sition encoders, actuators with use of electricity drive a relatively large amount of current, meaning
the potential of EM interference to the scanner is relatively higher, and therefore selection of suitable
actuators is of paramount importance to guarantee the MR compatibility of the designed robot.
Ultrasonic Motor
Ultrasonic motors have been commonly used for actuation in MR compatible robots. Linear and ro-
tational designs are available and based on piezoelectric technology. As shown in Figure 2.10, The
actuators generally consist of two main parts: (i) a stator made from piezoelectric material, which
generates directional and well controlled high frequency vibration when a corresponding voltage is ap-
plied; (ii) a dynamic body, which contains frictional material and which when pressed on the vibrating
stator will transform the vibration into a directed movement. As ultrasonic motors do not use the
electromagnetic principle for actuation, it is a good solution for actuation in MRI robotics.
Shinsei Corporation Inc. developed a few versions of the magnet free motors including the USR60
traveling-wave ultrasonic motor [Shinsei Corporation Inc., 2004], which has been proved to be MRI
compatible and is widely used in MRI robotics [Chinzei, 1999, Chinzei, 2000a, Chinzei, 2000b, Gassert,
2007]. The USR60 is usable in the MR environment for actuation but it is recommended to be
kept at least 0.3m-1m from the imaging volume as the use of high-frequency currents still causes a
certain amount of image distortion [Muntener, 2006, Chinzei, 2000a]. Chinzei et al. developed a
robot for general image guidance therapy in an open doughnut-shaped intraoperative MRI scanner.
Ultrasonic motor USR60 was adapted to actuate the 5DOF systems and was placed above the head
of the practitioners as shown in Figure 2.11 to separate the actuators, motor drives, and all necessary
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Figure 2.10: Cross sectional view of a magnetism free USB60 ultrasonic motor [Shinsei Corporation
Inc., 2004]
electronics from the imaging volume by at least 1m. Two extension arms are used to transmit movement
from the mechanical body above the scanner to the end eﬀector in the imaging volume. All cables and
electronics were properly shielded and grounded to the earth ground of the scanner, and wires were
ﬁltered to minimise EM interference.
Pneumatic Actuator
The pneumatic principle is an alternative actuation method, as pneumatic cylinders and motors can
be made from non-ferromagnetic material and pressurised air supplies are generally available in MRI
suites. Pneumatic actuators use the energy of compressed air to generate translational or rotational
motions and hence they can be designed to be totally MR compatible without the necessity for the
use of any electrical or electronic components. MR mechatronics with pneumatic actuation methods
can be found in literature [Dresner, 2004, Bensamoun, 2006, Talwalkar, 2008], due to the good MR
compatibility and relatively simple and inexpensive designs that they present, allowing a separation
of the magnetic components and electronics control system from the scanner room and transmission
of airﬂow via air pipes through the waveguide. However, the phase lag and low bandwidth of the
mechanical output are the intrinsic problems of a pneumatic system as air is an easily compressible
medium. A low bandwidth, generally of less than 10Hz, is reported in MR devices with the pneumatic
actuation principle [Gassert, 2006b]
Generating linear movement is possible with the use of pneumatic cylinder and piston systems and
they are generally classiﬁed into single action and double action pistons, depending on the number
of eﬀective directions. The generated force and speed are subject to the air pressure and the airﬂow
applied to the cylinder barrel. To allow a deﬁned movement or to keep the piston in a selected position,
the control system has to regulate the pressure and airﬂow, and controllable motion is possible with
the aid of more sophisticated cylinder design. DiMaio et al. developed an MR compatible robot for
transperineal prostate biopsy and brachytherapy in a 3T closed bore MRI scanner [DiMaio, 2006].
The robot with 5DOF as illustrated in Figure 2.12 was actuated by custom designed double action
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Figure 2.11: A robot for general purpose image guided inventions was develop by Chinzei and inte-
grated with an open intraoperative scanner. Ultrasonic motor USR60, motor drives, and all necessary
electronics are placed at a meter away from the imaging volume and mounted to the top of the scanner.
Figure 2.12: A 5DOF robot designed for transperineal prostate biopsy under MR image guidance and
actuated by custom design double action pneumatic cylinders [DiMaio, 2006].
pneumatic cylinders made from glass, with piston seals made of graphite. This cylinder design has
inherently low friction, and is able to provide smooth linear motion. It is also coupled with a pneumatic
brake against the piston rod once the position required is achieved, which is an improvement over
conventional double action cylinders where the holding force of the device depends on an applied
opposing pressure and is generally not very strong due to the compressibility of the air. Piezovalves
were adapted to regulate the airﬂow and as they are not based on the electromagnetic principle, they
are usable inside the scanner room with the added beneﬁt of reduced hose length to mininise the
problem of delay present in most pneumatic systems.
Apart from cylinder and piston mechanisms, pneumatic rotary actuators are an alternative seen
in literature in the area of MRI robotics. Compared with linear cylinders, pneumatic motors can
achieve a higher positioning accuracy. A pneumatic stepper motor was designed by Stoianovici et
al. for accuracy control and minimised phase lag [Stoianovici, 2007b]. Figure 2.13 and 2.14 show
the design of the pneumatic stepper motor and its working principle respectively. The motor consists
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(a) (b)
Figure 2.13: (a) PneuStep, an MR compatible stepper motor driven by compressed air (b) CAD
drawing of the motor showing the central nut-shaped gear head connected to a screw threaded rod to
convert a rotary motion to a linear motion.
of three linear actuators arranged around the circumference of the harmonic gear mechanism. The
three pneumatic ports connected to the actuators are sequentially pressurised resulting in a rotary
step motion (Figure 2.14). It can produce torques of several hundred Nmm with angular accuracy
of 3.33o. This motor was specially designed for a transperineal prostate intervention device called
MR-Bot, which is reviewed in the next section. To convert the rotary step motion into a linear step
motion, a central nut-shaped gear head is attached to the rotor and used to drive a screw-threaded
rod as shown in Figure 2.13(b). A custom ﬁbre optical quadrature encoder is embedded and allows
closed loop control with each motor step of 0.055mm (linear direction) and maximum speed of 16.6
mm/s, and its control electronics are described in Figure 2.15.
Electromagnetic Coil with the Main Field
Electromagnetic coils are used as an alternative to induce actuation in the strong magnetic ﬁeld of
an MR scanner room by utilising the electromagnetic principle; when a tiny current passes through a
coil, which is similar to the principle of conventional DC motors except with use of a much stronger
main magnetic ﬁeld. A maximum torque is induced on the coil when the normal vector of its plane
is perpendicular to B0 and the induced torque is directly proportional to the number of turns in
the coil. In reality the number of turns adapted is optimised in a design to achieve an adequate
strength of actuation. Rossman 1999 developed a device for generation of mechanical excitation for
MR elastography study [Rossman, 1999]. Figure 2.16 shows the device with two breast compartments
linked to individual coils where torque is induced by an applied current. Mechanical vibration is
achieved by driving with an alternating current through the coil.
Electromagetic coils provide a simple and inexpensive method for actuation in the scanner. A
drawback of this method is that the actuation direction is always limited to be perpendicular to the
main magnetic ﬁeld and additionally its actuation characteristics such as force and speed will change
with the orientation of the coil and its location relative to the scanner. As such, examples of this
actuation principle are as far found only in the area of MR elastography where the location of coil and
orientation are relatively ﬁxed.
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Figure 2.14: Schematic diagram of the pneumatic stepper motor, showing the sequential airﬂow to the
three linear actuators individually.
Figure 2.15: Control electronics of the pneumatic stepper motor: a custom optical encoder is embedded
into the motor for position tracking, adapter to convert optical signals to electrical signals, a stepper
motion control cards to generate sequential control signals, and pneumatic valves to regulate airﬂow
to the motor.
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(a) (b)
Figure 2.16: (a) Single unit of electromagnetic driver. (b) A MRE motion generator for mechanical
excitation of human breast [Rossman, 1999].
(a) (b)
Figure 2.17: (a) A general purpose MRE motion generator, in which piezoelectric actuation is used
with a simple level mechanism to amplify the vibration magnitude up to 1mm. (b) 250mm long
piezoelectric stack from PI [PI, 2009].
Piezoelectric Stack
Another approach of generating actuation is the use of piezoelectric material for a short range of
motion. Piezoelectric stack elongation is in the range of hundreds of micro meters when an electric
potential is applied. This material possesses the properties for actuation with a high accuracy and fast
response. Although piezoelectric ceramics can generate high forces, the small displacement amplitudes
increase the complexity of the design and mechanical ampliﬁcation mechanisms must be applied to
achieve suﬃcient displacement. Uﬀmann et al. developed an actuation device indicated in Figure 2.17
for general MR elastography applications [Uﬀmann, 2002]. A very long piezoelectric stack with a length
of 247 mm and diameter of 18.5 mm was implemented as shown in Figure 2.17(b), which generates
a 200μm displacement. A lever mechanism is coupled to the stack to provide motion ampliﬁcation of
1:5.
Although the small displacement produced by a piezoelectric stack makes it function-speciﬁc for a
particular range of motion, it is potentially a good actuation method for force and stiﬀness displays
on haptic medical devices, such as those which incorporate the vibrotactile principle [Verrillo, 1963,
MacLean, 2000]. Also, by implementing a mechanical ampliﬁer design and by connection of multiple
piezoelectric stacks together, a range of motion up to a few millimeters can be generated and it can be
suitable for generating a short range motion in medical robots such as in microsurgery or in thermal
therapy for laser positioning [GlobalSpec, 2009].
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Summary of Actuation Technology
In the area of MRI mechatronics, the commonly used actuation principles available in literature were
reviewed and can be summarised into categories of: (i) ultrasonic motor, (ii) pneumatic actuator, (iii)
electromagnetic coil, and (iv) piezoelectric actuator.
Actuation with the use of ultrasonic motors appears to be prevalent in MRI robotics. This type of
actuator produces motion based on resonant vibration of the piezoelectric materials and their use has
been found in many MRI mechatronic devices. Due to the use of electrical cables in the motor, it is a
common strategy to keep the motor 0.3-1m from the scanner isocentre to minimise EM interference.
Pneumatic actuation allows the placement of the necessary electronics and pneumatic valves outside
the scanner room and transmission of airﬂow to the actuator in the scanner with air pipes via a waveg-
uide. This method is able to eliminate the MR constraints to the necessary electrical and electronic
components, and has successfully demonstrated its feasibility in diﬀerent MRI devices [Moser, 2003,
Ganesh, 2004]. Despite the intrinsic problem of system delay and diﬃculty in smooth and controllable
positioning, these issues have been addressed by special pneumatic actuator designs [Krieger, 2007,
Stoianovici, 2007].
Actuation with an electromagnetic coil is an alternative, and it is a simple-to-use and cost-eﬀective
approach. With the use of the strong magnetic ﬁelds in the scanner, a current passing through a coil
generates force perpendicular to the direction of the magnetic ﬁeld. As the actuation characteristics
will change according to the orientation and position of the coil, this method is found applicable in
MR elastography [Rossman, 1999, Ehman, 2008, Braun, 2003].
Actuation with piezoelectric stack possesses the capability of high accuracy and fast response,
although this working principle only allows a small displacement up to hundreds of micro meters. In
any case piezoelectric stack incorporated with suitable mechanical ampliﬁers is ideal for force display
and accurate positioning [GlobalSpec, 2009].
2.4.2 Position Sensing Technology
Optical Encoder
In terms of position sensing, only two diﬀerent types of position encoders have been identiﬁed in MRI
robotics; that is the form in which the position signal is counted by the relative optical encoders or
that where the absolute position is directly shown. Optical encoders are typically reﬂective, consisting
of light emitting diodes (LED) and a photo detector, both of which are directed towards an encoder
code-disc or encoder code-strip. The LED emits light and the photo detector measures the light pulses
reﬂected by a moving code-element which consists of alternating reﬂective and non-reﬂective surfaces.
A pattern of light and dark can be recognised by the sensor, so that the position and direction of the
movement can be measured incrementally relative to the initial position. With a more complex design
it is possible to determine the absolute position. Figure 2.18 illustrates this operating principle [Avago,
2003].
To avoid image quality degradation due to EM interference and artifact generation due to magnetic
material used, custom designed MR compatible position sensors have been developed based on the
principle described above. Virtanen designed a magnetic free, absolute position encoder, in which the
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Figure 2.18: Optical position encoder [Avago, 2003].
light source and photo detector were placed in the control room but the light signals were transferred
to and from the device body in/near scanner bore with a bundle of optical ﬁbres [Virtanen, 2003]. The
schematic diagram of this design is described in Figure 2.19. Light transmission through optical ﬁbres
allow the placement of all necessary electronics from the scanner room and this method has been proven
highly MR compatible [Virtanen, 2003]. This approach was also found in Chapuis's design shown in
Figure 2.20 [Chapuis, 2004]. Anyway, it is reported in literature that carefully selected commercial
optical encoders have been used for position sensing. With the proper shielding of all electrical cable
and ﬁltering, image quality degradation and artifact generation can be minimised [DiMaio, 2006]. This
is a cost-eﬀective, simple and robust approach, so long as a compromise of image quality is within an
acceptable level for a particular intervention.
Summary
Position sensing technology has been developed and oﬀers high MRI compatibility in robot design.
These include incremental and absolute position sensors with the use of optical ﬁbres for signal trans-
mission and with placement of electronic components outside the scanner room. Even though the
technology has been implemented in MRI robots, the sophisticated design of the position sensor such
as the one demonstrated in Figure 2.19 increases the robot design complexity and cost of manufac-
ture. Unlike actuators optical encoders generally do not consume much electricity, and this property
intrinsically limits the potential SNR reduction due to EM interference to a low level, and such a high
degree of MR compatibility is required only if the sensors are to be placed very close to the ﬁeld of
view.
2.4.3 Force Sensing Technology
Optical Force Sensor
Force measurement is an important ability for a robotic device required to perform tasks with adequate
force, and force sensing forms a fundamental element in haptic technology. Haptics refers to the
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Figure 2.19: Schematic diagram of an MRI compatible absolute position encoder design: optical signals
are transmitted to and from the LED and photo detector placed outside the scanner room to avoid
EM interference [Virtanen, 2003].
Figure 2.20: Device based on a MR compatible sensor where optical signals are transmitted to and
from LED and photo detected based in control with optical ﬁbres [Chapuis, 2004].
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Figure 2.21: Principle of force sensing by detection of the displacement of the hinge spring with
light-intensity measurement [Moser, 2003].
technology that interfaces to the user via the sense of touch by applying forces, vibrations, and/or
motions to the user. This mechanical stimulation has been used to assist in the creation of virtual
environments, and to enhance the remote control of devices (teleoperation). This capability has found
useful applications in a variety of research areas including percutaneous and tissue removal procedures
[Cobb, 2006, Howe, 1999] and neuroscience rehabilitation [Gassert, 2006b]. In the area of MRI robotics,
there is a strong demand for the development of MR compatible sensing technologies for neuroscience
studies, although the combination of haptic feedback to medical instruments can also beneﬁt MR
guided interventions [Gassert, 2006a, Riener, 2005].
By adding force sensors, haptic control can be implemented in a positioning robot to perform
functions related to force control. In conjunction with fMRI, a haptic interface brings advantages in
neuroscience and rehabilitation by improving the study of the neuromuscular response in the brain
when a patient is required to perform tasks with limb motions and interact with a virtual environment
using a haptic manipulator [Gassert, 2006a].
Designs of MR compatible force sensors have been seen in literature [Gassert, 2006a, Riener, 2005,
Flueckiger, 2005]. An optical sensor designed to detect the displacement of a ﬂexible hinge spring
using light-intensity measurement, was proposed by Gassert as a system for force sensing. A light
beam is reﬂected on a mirror in a ﬂexible polymer probe and transmitted via optical ﬁbres, out of
the scanner room. This concept of force measurement allows a compact design with only two ﬁbres
per DOF required and can be applied in torque measurement as indicated in Figures 2.21 and 2.22.
Gassert incorporated this design in a haptic interface in the form of a handle (Figure 2.23), to study
the neuromuscular response when a patient was required to perform motion tasks with his arm.
Tada developed an optical 2DOF force sensor shown in Figure 2.24 and the principle is based on a
measurement of the variation of light intensity onto photo sensors on four diﬀerent quadrants. A light
source is mounted on an elastic frame located at the centre of the four photo sensors. When a force
is applied to the frame, the light is deﬂected away from the central area and so the magnitude and
direction of the exerted force can then be calculated from the distribution of light intensity measured
by the four sensors [Tada, 2002]. This concept was further improved upon by placement of the light
emitting and receiving electronics outside the scanner room and by application of the principle of two-
dimensional optical micrometry between two lenses to produce accurate and sensitive displacement
measurement as indicated in Figure 2.25 [Tada, 2004]. The proposed sensor is capable of measuring
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Figure 2.22: Conﬁgurations of (a) a force sensor based on a hinge spring and (b) a torque sensor based
on a torsional spring [Gassert, 2006a].
(a) (b)
Figure 2.23: (a) A haptic interface mounted on a large aluminum frame, which was developed to
investigate the neuromuscular response in human brains [Gassert, 2006a]. (b) The system setup.
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Figure 2.24: An optical 2DOF force sensor [Tada, 2002].
Figure 2.25: Principle of the two-dimensional optical micrometry. The 2DOF sensor consists of emit-
ting and receiving electronics, ﬁbre optics and lenses. Electronics are located outside of the scanner
room [Tada, 2004].
forces from 0N to 6N with accuracy of 0.06N.
Summary
MR compatible force sensors allow the possibility of implementing force control algorithms in medical
devices and applications are mainly found in neuroscience research where a haptic motion interface
coupled with functional MRI is used to understand human neuromuscular response. Currently devel-
oped MR compatible force sensors make full use of the variation of light intensity onto photo sensors
for the force measurement.
Whilst force sensing technology is evidently signiﬁcant in medical robotics, applications in MR-
guided interventional devices are still very rare. With force feedback in MR guided therapy, clinicians
are able to retrieve partly the sense of touch during the procedure even if they are physically separated
from the target tissue in the imaging volume, and it has been reported that the haptic information can
enhance clinician's performance, especially when cutting and piercing tissues are involved [Gerovichev,
2002 , Marti, 2003].
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2.4.4 Medical Robots for Percutaneous Interventions
MR compatible robots open up a new category of minimally invasive surgery and gives rise to many
possible concepts for image-guided interventions, especially in percutaneous interventions where robots
combined with high resolution MR images provide the capability of highly precise and repeatable
targeting. This section provides an overview of the state-of-the-art percutaneous devices developed for
use in conjunction with MR imaging, and their functionality and mechanical designs are presented.
Robot for Liver Biopsy
Conventional liver biopsy with the ultrasound guidance is a diﬀerent task. As the liver is in motion
due to the heart beat and breathing, the clinician must manually track the liver movement during
a procedure, whilst ultrasound imaging does not provide suﬃcient clarity to adequately indicate the
target location. In addition to manually tracking the liver, the clinician must also perform the needle
insertion and triggering for the biopsy. This step has to be performed quickly and accurately to
minimise the pain suﬀered by the patient and reduce the deformation of the target tissue. This
demanding procedure requires the expertise of a skilful radiologist, although there is still a possibility
to make mistakes and compromise the accuracy of the needle placement [Hata, 2005].
Hata developed an MRI compatible robot to assist in the performance of liver biopsy as shown
in Figure 2.26. The device is capable of tracking the liver motion from the MRI image and keep the
needle aligned accordingly [Hata, 2005]. The device consists of a body structure made from aluminium,
and a needle positioning unit to guide the needle orientation, which is actuated by ultrasonic motor;
to provide a needle alignment. Once the alignment is conﬁrmed by the tracking image, the needle
positioning unit stops in its motion as long as the clinician is ready to insert and ﬁre the biopsy needle.
This liver tracking provided by the device, assists the clinician to automatically align the biopsy needle
to the target point, shorten the time for the procedure, and have demonstrated a high and repeatable
accuracy of needle placement. Motion tracking is an interdisciplinary research area, combining the
technology of MRI robotics, MR tracking sequences and image processing [Hata, 2005, Hata, 2004].
Robot for General Proposal MRI Guided Therapy
With the increase of publications in the ﬁeld of MR guided interventions, a growing number of uni-
versities and research institutes are investigating MR compatible systems for diﬀerent procedures such
as breast biopsy and prostate brachytherapy [Gassert, 2008]. A general propose 7DOF robotic system
was proposed by Tsekos for multi-functional MR guided interventions. The system is equipped with
ultrasonic motors USR60 for actuation and commercial optical encoders for position tracking. The
system consists of a gantry with 3DOF in Cartesian coordinates for global positioning and an exten-
sion arm carrying an end eﬀector. Figure 2.27 illustrates the whole system where the extension arm
is connected to the gantry. The arm itself has another 3DOF in the 3 Euler angles for targeting and
one additional linear DOF at the end eﬀector for insertion of an interventional tool for a task such
as biopsy or thermal ablation [Tsekos, 2008]. The design criteria for a general purpose interventional
device means that the extra DOF are required to ensure the ﬂexibility and suﬃcient maneuverability
for diﬀerent applications, however this causes a trade oﬀ in accuracy due to the bending of the system
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(a) (b)
Figure 2.26: (a) MR compatible robot for liver biopsy with the ability of real-time liver tracking. (b)
Needle alignment is performed according to the information from the liver tracking.
and backlash of around 2-3degrees in the 3 Euler DOFs in the extension arm.
A safety check algorithm is implemented in this system to avoid collision between the end eﬀector
and the patient or scanner bore. A robot trajectory is checked before being implemented, to ensure
that the robot movement is always within the allowable maneuvering zone (scanner bore subtracted
by the proﬁle of a patient body). This system is coupled with a hardware user handle to allow the
user to control the movement of the end eﬀector and the extension arm. The kinematics of the master
handle is similar to the extension arm with 3DOF in Euler angles as shown in Figure 2.28. This is
the MR robot, out of a handful, for general purpose interventions that has been seen in literature
and also the one with the use of a hardware user interface for control (as a master-slave system),
although force feedback is still not available. In any case, controlling the orientation and position of
a target movement requires the coordination of 6DOF and one can imagine the diﬃculty of manually
controlling the robot, given that MRI anatomical images are the only visual feedback for the user to
maneuver the master handle.
Robot for Transperineal Prostate Therapy
Figure 2.29 shows a 5DOF surgical robot, MR-Bot, specially designed for transperineal prostate ther-
apy. The system is actuated with the use of a custom design pneumatic stepper motor, as reviewed in
the section of actuation technology in this Chapter [Stoianovici, 2007a]. The use of pneumatic motors
and optical encoders ensures its MR compatibility. A clinician controls the robot to target a suspicious
tissue and observes the alignment of the biopsy needle in MR images. Besides the biopsy needle, the
tool housing in the robot was designed for multiple prostate related therapies, such as brachytherapy
seed placement, in which radioactive seeds are inserted in a cancerous area to destroy a malignant
tissue. As it is designed for transperineal therapy, the needle must be swiftly punctured through to the
prostate target via the perineum skin between the legs at the pubic symphysis. This therapy is a more
painful therapy compared with transrectal prostate biopsy and only a limited region of the prostate
can be targeted with this method.
CHAPTER 2. LITERATURE SURVEY OF MRI ROBOTICS 48
(a) (b)
Figure 2.27: (a) A general proposal MRI interventional robot consists of a Cartesian gantry for gross
position and an extension arm with 3DOF in Euler angles for targeting. (b) The system was placed at
the front entrance of the scanner with the extension arm toward the image volume above the patient.
Figure 2.28: The master handle (hardware user interface) is used for control the robot in master/slave
mode where the extension arm replicates the motion of the master handle. The master handle and the
extension arm have the same kinematics for ease of control.
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(a) (b)
Figure 2.29: (a) CAD rendering of MR-Bot performing prostate biopsy on a patient and (b) its photo
[Muntener, 2006].
Manipulator for Transperineal Prostate Therapy
A transrectal prostate biopsy manipulator was designed by Krieger et al. at John Hopkins University
and the device is shown in Figure 2.30 [Krieger, 2007]. This device is completely manually actuated and
therefore does not have the problem of EM interference with the scanner. The manipulator consists
of a 3DOF positioning arm mounted on the scanner table and a needle actuation mechanism. It is
fabricated mainly from non-magnetic phosphor bronze and plastic. In spite of the simple mechanism,
manual actuation can avoid the problems of image degradation and the complicated control issues
generated by system backlash and friction.
The positioning arm comprises of two ball joints in the arm body and an aluminium rail at the
bottom which allow a range of movement for the rectal sheath. The sheath, with a diameter of 23mm
was designed to be inserted into the rectum of the patient and consequently be supported by the
prostatic tissue during the procedure. Within the rectal sheath is a needle guide which is allowed
to rotate around its own axis and move into and out of the rectum without moving or stretching
the rectum tissue therefore minimising the chance of deforming the prostate. An RF receive coil is
embedded in the sheath to enhance the image quality of the prostate. Active ﬁducial markers, which are
made from micro coils connected to the scanner imaging channel, are included in the device for position
tracking, allowing an update rate of around a second in combination with a special imaging sequence.
The position reading, showing the position and orientation of the needle trajectory is then used to
calculate the amount of movement in each joint required to reach the target by inverse kinematics,
and the clinician can adjust robot accordingly with a set of knobs in which the knob rotation is geared
down and transmitted to actuate in each DOF.
Although the method of encoding and actuation make the system very simple to use, it is therapy-
speciﬁc, for prostate biopsy only, and the function of the device is not quite expandable to perform
other prostate related therapy.
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(a) (b)
Figure 2.30: (a) A manual actuated transrectal prostate biopsy manipulator consists of two ball joints
and one linear rail to allow the workspace to target the suspected tissue. (b) Inside the rectal sheath is
a needle channel which allows the channel movement for needle alignment with no shear stress exerted
to the prostate [Krieger, 2007].
Summary
This section presented the designs of currently developed robots which have been combined with the
beneﬁts of high resolution MR images for accurate percutaneous interventions. They are capable of
accurate positioning with good MR compatibility, and most importantly, they have included some key
features for interventional devices, which includes: (i) target motion compensation by online tracking,
(ii) design unit separation, (iii) hardware user interface, (iv) special pneumatic actuator design for
better control performance, and (v) manual actuation for design simplicity. Those approaches provide
good insights in designing MRI robots in multiple aspects.
A system for liver biopsy was reviewed which is able to track the liver movement from the MR
images, and control the needle insertion unit to follow the motion. This technique of motion com-
pensation reduces the diﬃculty of the procedure and allows clinicians to perform accurate biopsy. A
robotic system was proposed by Tsekos for general proposal MRI therapy, and the robot featured the
use of two separate units for gross and ﬁne positioning. As the two units are located at diﬀerent
distances from the imaging volume, they can be designed according to their own acceptable compat-
ibility levels, and therefore have less MR restrictions on the design. This is also the ﬁrst MR robot
integrated with a hardware user interface for manipulation of the end eﬀector. Despite a number of
MR compatible systems being developed, only a handful have incorporated a hardware user interface,
and none of them are designed with force feedback for MR guided surgery thus far. Force feedback
is important for piercing, cutting of a target tissue and tissue palpation, especially in MR guided
interventions where the imaged area is at the centre of the scanner and is out of the workspace where
the clinician can access [McKnight, 2002b, Ophir, 1991, Brown, 2003]. Stoianovici el at. proposed
a pneumatic actuation system for transperineal prostate therapy. This system features the use of a
special motor design allowing highly controllable positioning and smooth movement with accuracy of
3.33degrees in rotational motion, which was not commonly seem in pneumatic systems. A diﬀerent
design approach was taken by Krieger el at. to develop a simple and manually actuated manipulator
for transrectal prostate biopsy, with 3DOF joints connected mechanically to knobs and actuated by
the clinician according to the tracking image display of the position of the needle projected relative to
target point. This approach negates the MR compatibility issues aroused from electronic components,
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and have successfully demonstrated its functionality and accuracy in clinical trials.
2.5 Conclusion
MRI is a conventional imaging technique for diagnosis and is commonly used in hospitals due to its
capability of producing high imaging resolution, good tissue contrast and ability to produce scans of
any 2D slices or 3D volume without the need for any repositioning of the patient. Combination of
this imaging capability with medical robotics to provide precise and repeatable therapy image-guided
therapy, is the driving force of this research. However, its method of imaging relies on the use of a
strong magnetic ﬁeld, switched gradients and RF ﬁelds which impose many challenges for development
of medical devices suitable and safe to operate in the MR environment.
This chapter began with an introduction of the MRI principle and the scanner structure to explain
the concepts required for a better understanding of the stringent environment it presents for mecha-
tronic devices and the engineering techniques developed to alleviate those problems. The challenges
can be classiﬁed into: (i) magnetically induced elevated forces and torques, (ii) image artifacts (image
voids) and geometric distortion, (iii) signal to noise ratio reduction, (iv) magnetically induced thermal
eﬀect and, (v) the workspace limitation for use of devices inside the scanner bore.
To tackle the engineering challenges, technologies have been developed for actuation, position sens-
ing and force sensing speciﬁcally for MRI robotics. Ultrasonic motors and pneumatics are dominantly
adapted in MRI mechatronics due to their non-electromagnetic working principles. Ultrasonic motors
make use of the tiny elongation of piezoelectric materials and the frictional design in the rotor to gener-
ate actuation with high accuracy and fast response. Pneumatic actuators are also commonly adapted
due to their MR compatibility, as all necessary metal components and electronics can be placed away
from the scanner room. Actuation principles with the use of electromagnetic coils and the main ﬁeld,
and piezoelectric stacks, were also reviewed. The fast response and accurate positioning performance
of a piezoelectric stack, and the simplicity and cost-eﬀectiveness of an electromagnetic coil are the
driving force for researchers to design more sophisticated hardware for their applications in general
MRI devices. In terms of sensing technology, custom design position sensors and force sensors are
generally based on an optical approach, in which a light source and photo detector are kept away from
the scanner room and signals are transmitted via optical ﬁbres through a wave guide in the scanner
room wall. Although MRI compatible sensing technology has been developed, commercial sensors with
no magnetic or minimal magnetic parts are reported to be usable in MR robots as long as the SNR
reduction in image quality is within an acceptable level for particular interventions. Adaptation of
commercially available components is a simple and cost-eﬀective approach. MR robot design is always
a compromise between the image quality required and the design simplicity.
The currently developed MR robots for percutaneous interventions were also reviewed in the aspects
of their mechanical design, actuation methods and functionalities. In general, the use of electronics and
cables in actuators, position sensors and force sensors, if necessary, have to be shielded and grounded
to the scanner ground, and signals carried on wires have to be low-pass ﬁltered to minimise EM
interference.
Chapter 3
Testing MR Compatibility of
Mechatronic Components
3.1 Introduction
Before designing an MR compatible robot, the individual components to be used, including actuators,
sensors and peripheral electronics, should have their MR compatibility tested to guarantee that their
presence does not signiﬁcantly aﬀect the image quality for particular applications, and that they
can function adequately as in standard operating conditions. This Chapter begins by presenting a
few concepts related to MR safety and compatibility, followed by an introduction of susceptibility, an
important criteria to determine the usability of a material in the MR environment. To further evaluate
the eﬀect a mechatronic component can cause to the scanner, individual tests were carried out to
quantify the interference between a test subject and a scanner with respects to: (i) magnetically induced
force and torque, (ii) signal to noise ratio reduction (iii) artifact generation, (iv) image geometric
distortion, and (v) thermal eﬀect. Based on these ﬁve criteria, a pneumatic rotary motor, linear
ultrasonic motor, optical encoder, and a piezoresistive sensor were tested with the result showing their
usability for MR compatible robots.
3.2 MRI Safety and Compatibility
For medical devices used inside the MRI scanner, a set of criteria have to be fulﬁlled in order to ensure
the safety of both clinicians and patients, and their usability in the MR environment. The American
Society for Testing and Materials has deﬁned a few key terms to clarify the standard of the equipment
working in an MR environment and which also cover the use of general medical robots for image guided
therapy [ASTM-F2119, 2004, FDA, 2005].
1. 5 Gauss Line: This is a border line around the MR scanner within which the static magnetic
ﬁeld is higher than 5 Gauss. The area outside this line is below 5 Gauss and is considered to be
safe for the general public. Gauss is a unit of magnetic induction. 1 Tesla is equivalent to 10,000
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Gauss.
2. MR Environment: This term describes the magnetic characteristic of the environment inside
the 5 Gauss Line including the area inside and surrounding the scanner. This term is extended
to include everywhere in the procedure room to avoid ambiguity in MR safety protocols. This
magnetic characteristic is made up of three electromagnetic ﬁelds, i.e. the static magnetic ﬁeld,
the switched gradient ﬁelds, and the Radio Frequency (RF) ﬁelds.
3. MR Safe: This refers to the safety of people within the MR environment including both patients
and clinicians, when the device in question is used inside the environment. This implies that
devices do not become a safety hazard to the people when introduced into the MR environment;
the term does not refer to general safety standards for areas outside the MR environment, because
the general safety standards are supposed to be met before considering MR Safety.
4. MR Compatible: The term applies if the device in question fulﬁlls the following three criteria
when inside the MR environment: (i) MR safe, (ii) the device operates as intended with no
performance degradation, (iii) there is no signiﬁcant eﬀect on the image quality.
It should be noted that devices are accepted as MR safe or MR compatible when they have
produced evidence through a variety of tests. With this evidence, the MR environment, in which the
tests took place, must be identiﬁed along with the testing procedure and results [ASTM-F2119, 2004].
Therefore, when a device is considered to be MR safe or MR compatible, the MR environment
must be speciﬁed.
Following this section is an introduction of an important criterion for material selection in MRI
robot design, that of magnetic susceptibility. After that, ﬁve individual tests are presented to quantify
the adverse eﬀects of interference between the imager and a test subject in the MR environment, and
which are then applied to quantify the MR compatibility of the actuators and sensors selected.
3.3 Susceptibility and Design Guidelines
Guidelines for designing MR compatible mechatronic devices and selection of suitable materials have
been published in the area of MRI robotics [Schenck, 1996, Chinzei, 1999]. Schenck presented a
detailed account of describing magnetic susceptibility as an factor in MR compatibility [Schenck,
1996]. The susceptibility of a material is a quantitative measure of its tendency to interact with an
applied magnetic ﬁeld, and is represented by the letter χ, a dimensionless parameter. This property
is of a fundamental importance in selection of compatible materials for use in the MR environment,
and this parameter is associated to the size of the artifact generation from a subject and the level of
magnetic attraction caused by the main magnetic ﬁeld. Susceptibility χ of most materials is associated
to their magnetisation M , by the following equation:
M = M0 + χH
whereH is the external applied ﬁeld,M0 is the inherent magnetisation that is present in some materials
even in the absence of an applied magnetic ﬁeld, and the term χH represents the magnetisation in a
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Material Magnetic 
attraction 
Influence to image 
quality  
Susceptibility  Example 
Ferromagnetic Strong magnetic 
force or torque 
experienced 
Image distorted and 
degraded even when 
the subject is located 
far from the imaging 
region 
χ > >0.01 Iron, steel 
Paramagnetic  No  Image distorted and 
degraded when the 
subject is located close 
to the imaging region 
0<χ<0.01 Titanium, 
aluminium 
Diamagnetic No Negligible even if the 
subject is located 
located near and in the 
imaging region 
-1<χ<0 Copper, 
zirconia 
 
Table 3.1: Description of ferromagnetic, paramagnetic, and diamagnetic materials [Schenck, 1996]
material induced by an external ﬁeld. Therefore it is important to consider the susceptibility when
selecting a suitable material [Schenck, 1996]. Materials can be classiﬁed according to their susceptibility
into categories of (i) ferromagnetic, (ii) paramagnetic, and (iii) diamagnetic and the deﬁnitions of these
classiﬁcations are listed in Table 3.1 [Schenck, 1996]. Figure 3.1 indicates levels of susceptibility in
diﬀerent materials, and a susceptibility region with which a subject is regarded as MR compatible.
Although susceptibility provides a quantitative parameter to evaluate the usability of a test subject
in the MR environment, it is not the only criterion. The switched gradients and the RF ﬁelds of a
scanner interact with electrically conductive materials, and image artifacts can also be generated by
the eddy currents induced [ASTM-F2182, 2002, Kugel, 2003]. Electrical conductivity is therefore as
relevant to MR compatibility as magnetic susceptibility is [Peters, 2000]. Ideally materials chosen
for mechatronic devices inside the MRI scanner should not degrade the image quality, but MR robot
design is always a compromise of acceptable degradation of image quality, design complexity and
cost-eﬀectiveness.
A descriptive and practical guide to MR safety and compatibility was presented by Chinzei, and a
description of selection of both active and passive components which could be introduced into the MR
environment is listed [Chinzei, 1999].
1. For passive mechanical devices such as gears, cams, bearings, ball screws, and linear guides etc,
a range of plastic parts are commercially available in the case that rigidity is not the main design
concern. For friction reductions in movable mechanisms, plastic and ceramic bearings can be
adapted and they are commercially available. Non-magnetic metals are relatively applicable, if
necessary, for friction reduction provided that they are not moved or spun at fast speed which
can potentially induce eddy currents.
2. For active mechanical devices such as actuators and brakes, electromagnetic devices can generate
a large EM interference and are not preferable inside the scanner room, even outside the 5 Gauss
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Figure 3.1: Full range of magnetic susceptibility value in susceptibility Spectrum (Top). The region of
MR compatibility (bottom) [Schenck, 1996]
Line. Ultrasonic motors, hydraulic, and pneumatic actuators may be an adequate substitute for
conventional EM actuators, and they can be made from non-magnetic materials.
3. For sensors, optical encoders can be custom designed, where the light source and the photo
detector are placed outside the MR room; with signals transmitted to and from the scanner
room through ﬁbre optic cables. Conventional sensors generate EM noise and can potentially
distort the images, as such their use in MR environment may compromise the image quality.
3.4 Testing MR Compatibility
RF pulses, static magnetic ﬁeld and switched gradient ﬁelds impose a strict limitation for mechatronic
components used in the MR environment. This section presents ﬁve diﬀerent types of interference
between the scanner and the applied electrical and mechanical component, including: (i) magnetically
induced force and torque, (ii) artifact generation, (iii) signal to noise ratio degradation, (iv) image
geometrical distortion, and (v) thermal eﬀect. These ﬁve areas are the fundamental considerations
required for the evaluation of MR compatibility and they are directly associated to the eﬀect on image
quality, the normal functionality of the components and most important, the safety of patients and
clinicians.
3.4.1 Preliminary Screening
Engineering plastics, such as Delrin® and Ertalon®, are ideal structural materials for an MR robot
if high rigidity is not a main requirement. Plastic exhibits properties of good MR compatibility,
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Figure 3.2: (a) Piezoleg, a type of ultrasonic motor based on the piezoelectric technology for actuation.
The motor body is made from non-magnetic stainless steel, and the linear rotor is made from a ceramic
material [Piezoleg, 2009].
reasonable cost, acceptable mechanical strength, and easy machining properties [Tsekos, 2007]. For
MR compatible actuation and sensing technology, solutions are found in literature for commercially
available components with acceptable compatibility. Alternatively it is possible to custom design the
components to fulﬁll particular speciﬁcations.
Preliminary screening of commercially available actuators and sensors was conducted based on the
criteria of (i) the use of non magnetic materials, (ii) the operating current and voltage rating, and (iii)
the amount of conductive materials involved. The ﬁrst criterion singles out those components with no
or minimal magnetically induced force and torque, artifact generation, and geometrical distortion; the
second criterion singles out those components with minimal SNR reduction; and the last one singles
out those components with no or minimal thermal eﬀect.
Based on the three screening criteria, an ultrasonic motor, a position sensor and a force sensor were
selected from commercially available mechatronic components; and a pneumatic rotary motor, which
was previously designed by Aleksander Zivanovic and Michael Lamperth in the research team, was
adapted for applications with higher required power. The selected commercially available actuator
is the Piezoleg motor (Figure 3.2), a piezoelectric ceramic motor from PiezoMotor AB Ltd, with
small size, reasonable price and good accuracy [Piezoleg, 2009]. Its speed and torque are limited,
with speeds of up to 17.6mm/s and linear forces of around 7.3N. MR compatible actuators with high
maximum torque and fast speed, are not commercially available, and therefore the in-house pneumatic
actuator design was adapted on the basis of a pneumatic motor coupled with an air turbine and a set
of adjustable modular gearboxes. Its rotor and motor housing were rapid prototyped, and its speed
and torque can be easily scaled up or down by changes of the gear ratio as well as the operating air
pressure. Figure 3.3 indicates the parts of the pneumatic motor. A quadrature optical position encoder
(Figure 3.4(a)) and a piezoresistive force sensor (Figure 3.4(b)) were selected because of their tiny sizes
and minimal amount of magnetic materials involved.
As this chapter focuses on the evaluation of MR compatibility, engineering descriptions of each
component will be discussed in Chapter 4. The following section presents a detailed analysis of ﬁve
individual tests to assess the levels of MR compatibility of the selected components after the preliminary
screening.
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
(a)

(b)
Figure 3.3: (a) The pneumatic rotary motor consists of an air turbine and a set of modular gearboxes.
The rotor and the motor housing are manufactured by rapid prototyping. (b) CAD drawing of the air
turbine.

(a) (b)
Figure 3.4: (a) A quadrature optical position encoder (left), the encoder surface mounted on a custom
design PCB board to form a robust unit (right) (b) piezoresistive force sensor.
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Figure 3.5: Schematic diagram of the test for assessment of the magnetically induced force experienced
by the test subject. F is the induced force, mg is the gravitational force of the component, and B0 is
the static magnetic ﬁeld strength [ASTM-F2052, 2004a].
3.4.2 Tests for Magnetically Induced Force and Torque
According to the test guidance of the ASTM F2052 standard, provided by the American Society for
Testing and Materials, magnetically induced force can be evaluated by hanging a test subject at the
entrance of the scanner with a string and then measuring the deﬂection angle from the vertical direction
[ASTM-F2052, 2004a]. During the experiment, the deﬂection angle is measured by suspending the
subject from a string at the magnet-bore entrance where a static spatial gradient ﬁeld is created. The
schematic diagram of the test is demonstrated in Figure 3.5. With the angle measured, the magnetic
attraction force can be deduced from the equation F = mg tanα, where F is the magnetically induced
force, m is the mass of the subject, g is the gravitational ﬁeld (9.81s2/m) and α is the deﬂection angle
measured from vertical line with a plastic protractor. An angle higher than 45degrees means that the
magnetically induced force is higher than its gravitational force, and extra safe handling is required in
this situation to ensure their immobility in the scanner room. The test for evaluation of magnetically
induced torque is based on a similar approach. A torque can potentially be induced on a ferromagnetic
component by the main ﬁeld, acting to align the long axis of the subject with the ﬁeld [ASTM-F2052,
2004b]. This eﬀect can be qualiﬁed with a torsional pendulum method (Figure 3.6), in which the test
subject is placed on a holding platform suspended by a torsional spring, and located at the isocentre
of the scanner for uniformity of the magnetic ﬁeld [ASTM-F2052, 2004b]. The deﬂection angle of
the platform is measured relative to the ﬁxed base, and the induced torque can be deduced from the
equation τ = kβ, where β is the deﬂection angle, and k is the spring constant. The test is repeated
a few times, with each of the principle axes of the test subject placed in the vertical, to look for the
maximum magnetically induced torque.
For a movable test subject, they should be examined and assessed for the amount of magnetically
induced force and torque, if any, to guarantee that their existence in the MR environment will not
pose any risk to patients and clinicians due to unintended movements. For ﬂoor and ceiling mounted
devices, they must be installed with a proper ﬁxation to that can withstand the induced force and
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Figure 3.6: Schematic diagram of the torsional pendulum method [ASTM-F2052, 2004b]
torque. A thorough instruction of safety handling is provided in the ASTM F2052 .Test subjects, which
experience an induced force or torque, have to be ﬁrmly anchored to a ﬁxed supporting structure, and
for those which do not experience any induced force and torque, they may present a certain degree of
compatibility, but there are still other required tests in diﬀerent aspects before being used inside the
scanner room.
The test for magnetically induced force was conducted on the components chosen with the results
showing no detectable forces measured for either of the two actuators or the optical position encoder.
The force sensor, however, was deﬂected slightly to an angle of 10degrees in the static spatial gradient
magnetic ﬁeld because of a tiny amount of ferromagnetic materials within it, but the corresponding
induced force was only around 0.07N. This test demonstrated that the magnetic attraction was minimal
in the force sensor and its use in the MR environment would be acceptably safe when it was mounted
ﬁrmly on a ﬁxation. No magnetically induced torque was observed on any of the test subjects. The two
actuators and the optical position encoder, do not contain any ferromagnetic material and therefore
did not experience any induced torque. For the force sensor, the only ferromagnetic part is a spherical
steel ball with a diameter of 0.7mm, and the corresponding attractive force was shown to be very tiny.
Considering the symmetric geometry of the steel ball, the magnetically induced torque on the force
sensor, if any, was negligible.
Besides the magnetically induced force and torque on ﬁxed components, it was also noted that large
electrically conductive components involving high speed motion can potentially experience dynamic
magnetically induced force according to Lenz' law [Shellock, 2002, Shellock, 2003]. However, the
conductive parts tested were either intended to be stationary (in position and force sensors) or to
involve only slow motions (in the two actuators), as such there was no noticeable induced force or
torque measured in the scanner room.
3.4.3 Tests for Signal to Noise Ratio Reduction
Electrical and electronic components emit electromagnetic noise that can be picked up by the receive
coil of the scanner, causing degradation of the image quality. EM interference can generate redundant
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Figure 3.7: Calculation of signal to noise ratio: SNR = PCentreSDCorner , where PCentre is the mean signal of
a 40×40 pixel region at the centre of the phantom (Region 1), and SDCorner is the standard deviation
of the signal at a 40×40 pixel region at a corner of the image (Region 2) [Chinzei, 2000a].
spots in the image, aﬀecting the clarity of the image and thus undermining diagnostic evaluation.
Therefore, to evaluate the MR compatibility of the components, it is important to quantify the Signal
to Noise Ratio (SNR) reduction of the image quality when an individual test subject is presented to
the scanner. This result is useful in evaluating the usability of each component in robot designs. The
protocol for evaluation of SNR reduction that has been adapted, was proposed by Chinzei for electrical
and electronic components, and the steps are listed in Table 3.2 [Chinzei, 2000a].
Reduction in SNR of up to 10% is generally considered as an acceptable level of EM interference
between the equipment and the MRI machine [Chinzei, 2000a]. However, it is not a strict indicator of
compatibility. An image for diagnosis in identifying an abnormal soft tissue may only tolerate the level
of SNR reductions mentioned by Chinzei, however, a larger decrease in SNR is acceptable if an image
is used only for the purpose of image guidance and gross positioning. The nature of the application
that the image is used for, and how high the resolution is required to be for a particular application,
are all factors that determine the deﬁnition of an acceptable level of SNR reduction.
SNR tests were performed individually to the selected mechatronic components used in robot design
together with their connected electrical circuitries. To avoid EM interference between the circuitries
and the scanner, all electronics were placed in a tightly shielded aluminium enclosure as shown in
Figure 3.8, which was located 2m away from the entrance of the scanner bore. This served the purpose
of placing the potential noise sources inside a Faraday cage grounded to the scanner shield and thus
electromagnetically isolate them from the scanner.
All cables connected from the Faraday cage to the test components can act as antennas which
pick up the RF signals from the scanner or emit EM noise from the noise sources in the Faraday cage
to the scanner receive coil. To tackle this problem, all cables were shielded, and hardware low-pass
ﬁlters (TUSONIX 4209-053) with 55dB attenuation at the cut-oﬀ frequency of 64MHz were installed
at the wall of the shielded enclosure to each cable (Figure 3.9). The purpose is two fold; ﬁrst it is to
attenuate the high frequency noise close to the Larmor frequency of a 1.5T MRI scanner (64MHz) from
the electronics in the Faraday cage and secondly it is to suppress the high frequency noise induced
by the scanner RF pulses in the cables which may potentially damage the normal operation of the
electronics. In this test, lead-acid batteries were used as a clear power source, and images were taken
with TSE and True FISP image sequences with parameters listed in Table 3.3.
The SNR tests were carried out on all the components with the image sequences mentioned and
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Step Description 
Phantom 
Preparation 
A bottle filled with CuSO4 solution is used as a phantom to provide a control 
image. CuSO4 solution is adapted as it is an easily accessible chemical which 
is a paramagnetic substance, and it allows tailoring the concentration to obtain 
any desired T1.  
Control 
Image 
The phantom is placed at the isocentre of the scanner and scanned with spin 
echo and gradient echo image sequences. 
Test Subject 
Presented 
The test subject is introduced to the imaging volume alongside the phantom 
but with power and cable disconnected. Images are then taken with the two 
sequences respectively. 
Powered, 
No actuation 
The test object is powered but not actuated. Images are taken with the two 
sequences respectively. 
Powered, 
actuated 
The test object is then powered and actuated in its full range. Images are 
taken with the two sequences respectively. 
SNR 
Calculation 
SNR is calculated as followed: 
Corner
Centre
SD
PSNR =  
PCentre: The mean signal of a 40x40 pixel region at the centre of the phantom  
SDCorner: The standard deviation of the signal at a 40x40 pixel region at a 
corner of the image. As MR signals from the phantom should theoretically 
presents nothing  at that corner, any signals measured at that point must be 
contributed by EM noise, and so the standard deviation at that corner area 
quantifies the level of noise.  A schematic diagram about SNR calculation is 
shown in Figure 3.6.  
Comparison 
of SNR 
Variation 
The SNR variation of each condition above is compared to the SNR of the 
control image with equation: 
%100×−=
Control
ControlCondition
SNR
SNRSNR
nDegradatio  
SNR variation is subject to different image sequence applied and so the 
degradation is calculated individually for both gradient echo and spin echo 
sequences. 
 
Table 3.2: Procedures for calculation of signal to noise ratio Reduction
 TR 
(ms) 
TE 
(ms) 
FA 
(degree) 
No. of 
slice 
Thickness 
of slice 
(mm) 
Spacing 
(mm) 
Resolution FOV 
(mm) 
BW 
(Hz/px)
TSE  3600 120 180° 15 5 5 256 × 256 300 130 
True FISP  22 10 30° 15 5 5 256 ×256 300 130 
 
Table 3.3: Details of the image sequences
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(a) (b)
Figure 3.8: (a) The aluminium enclosure acts as a Faraday cage to electrically isolate the noise source
from the scanner room. (b) Its internal view.
(a)

(b)
Figure 3.9: (a) A group of low-pass ﬁlters mounted at the wall of the aluminum enclosure to attenuate
RF interference at the Larmor frequency of 64MHz. (b) Attenuation characteristics of the low-pass
ﬁlters
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 TSE True FISP 
  Power  
off 
Power 
on 
Actuated Power  
off 
Power  
on 
Actuated 
Pneumatic 
motor 
SNR 
Reduction 
0.11% N/A 0.12% 0.10% N/A 0.10% 
Piezoceramic 
motor 
SNR 
Reduction 
0.54% 1.5% 2.1% 1.6% 3.9% 4.2% 
Force sensor SNR 
Reduction 
0.76% 0.91% 0.91% 2.5% 2.7% 2.62% 
Encoder SNR 
Reduction 
0.3% 0.67% 0.72 0.2% 2.4% 2.4% 
 
Table 3.4: SNR degradation under diﬀerent test conditions
the results are shown in Table 3.4. The maximum SNR reductions in the pneumatic motor, ultrasonic
motor, optical position encoder and force sensor were 0.12%, 2.1%, 0.91%, and 0.72% with the TSE
sequence, and 0.10%, 4.2%, 2.7%, and 2.4% with the True FISP sequence. Even though the SNR
reduction varies in diﬀerent scan conditions, they are all within the acceptable level of 10% proposed
by Chinzei [Chinzei, 2000a], showing good compatibility of the individual components. This experiment
demonstrated the usability of individual electrical and electronic components in the MR environment,
and the tests would be required to be conducted again when the assembled robot prototype was
available to quantify the combined eﬀect of the all components together.
3.4.4 Tests for Artifact Generation
Components with high magnetic susceptibility materials or electrically conductive materials involved
are the potential sources of artifact generation. An image artifact is any feature which appears in an
image which is not present in the orginal imaged object. Intentionally created artifacts generated by
RF interference with special design resonating coils coupled with signal amplifying circuitry, can be
used for active device tracking in MR interventions [Zhang, 2001]. However, unintended artifacts can
void signiﬁcant information in the images, and are generated in three dimensions from the component;
this can happen even if the robot is placed away from the imaging volume. Artifacts appearing in MR
images generally do not aﬀect patient safety; however, can present a critical obstacle for target position
identiﬁcation; especially for needle insertion or other interventional procedures where exact positions
are required. Artifacts can aﬀect the image quality by voiding information, and cause a shift in the
depicted position of a device in the MR image, potentially leading to diagnostic misinterpretation
[Bartels, 2002].
Selection of low susceptibility materials, for example, Delrin® and Ertalon® for the structural
materials in a robot design can minimise the chances of artifact generation [Schenck, 1996]. However,
plastic parts may contain hydrogen protons leftover from the manufacturing procedure, thereby still
causing unwanted artifacts. Therefore, it is paramount to conduct artifact tests on the selected com-
ponents at an early stage of the robot design to determine if they can be used within or close to the
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Figure 3.10: Artifact measurement suggested by the ASTM standard F2119. The artifact width is
measured from the subject body to the artifact fringe where there is a 30% change of pixel intensity
relative to the reference image where the subject is absent [ASTM-F2119, 2004].
imaging volume.
The ASTM standard F2119 was used to quantify the image artifacts generated by each test subject
(pneumatic motor, ultrasonic motor, optical encoder, and force sensor) [ASTM-F2119, 2004]. Each of
them was placed in a container of CuSO4 solution with their power source disconnected. The subject
was orientated in three diﬀerent directions with the imaging plane aligned with the coronal plane,
sagittal plane, and transverse planes in each consecutive scan. The spin echo and gradient echo image
sequences were used with the same parameters shown in Table 3.3. As deﬁned in the ASTM standard
F2119, the size of an artifact (artifact width) is measured from the body of a test subject to the
artifact fringe. An artifact is deﬁned as a region in which the pixels exhibit a 30% change of intensity
compared with the corresponding pixels of the reference image, where the test subject is absent, as
illustrated in Figure 3.10. The results of the artifact measurements are indicated in Table 3.5, and
the images showing maximum size of artifacts among diﬀerent orientations and image sequences are
demonstrated in Figure 3.11 for each of the test components.
Among diﬀerent orientations and image sequences, the maximum artifact size is 14mm for the
pneumatic motor, 39mm for the ultrasonic motor, 42mm for the piezoresistive force sensor, and 20mm
for the optical encoder. The force sensor generated the largest artifact as it consists of a 0.7mm stainless
steel ball with a content of ferromagnetic material. The artifact sizes indicated the minimum and
necessary separation of the component from the imaging volume to avoid producing image artifacts.
One can also observe that the gradient echo image sequence (True FISP) is more sensitive to the
susceptibility of materials as larger artifacts were displayed compared with the spin echo (TSE).
3.4.5 Tests for Image Geometrical Distortion
Presence of a high susceptibility material near or in the scanner can cause distortion of the main
magnetic ﬁelds, and this can potentially cause geometric distortion, i.e. warping of the image, leading
to misinterpretation of a target point in an intervention [Maurer Jr, 1996]. To quantify the degree
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Size of artifact Coronal plane Sagittal plane Transverse plane 
 TSE 
Pneumatic motor 12mm 12mm 12mm 
Piezoceramic motor 36mm 15mm 15mm 
Force sensor 40mm 40mm 40mm 
Optical encoder 17mm 16.5mm 16.5mm 
 True FISP 
Pneumatic motor 14mm 14mm 14mm 
Piezoceramic motor 39mm 16mm 16mm 
Force sensor 42mm 42mm 42mm 
Optical encoder 20mm 19mm 19mm 
 
Table 3.5: Artifact size measured from diﬀerent orientations according to the ASTM standard F2119

(a) 14mm

(b) 39mm
(c) 42mm

(d) 20mm
Figure 3.11: MR images showing size of image artifacts generated by: (a) pneumatic motor (14mm),
(b) ultrasonic motor (39mm), (c) piezoresistive force sensor (42mm), and (d) encoder (20mm). The
sizes of artifact were quantiﬁed by the ASTM F2119 standard. All the largest artifacts appeared in
the True FISP image sequence.
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Figure 3.12: A phantom with geometric patterns and ﬁlled with CuSO4 ﬂuid was used to quantify
geometry distortion, if any, induced by a test subject.
of geometrical distortion, tests were performed on the components placed along with a phantom with
geometric patterns and ﬁlled with CuSO4 ﬂuid as shown in Figure 3.12. As the purpose of this test
is to quantify the geometrical distortion produced by a test subject, rather than the image artifact,
the components were placed alongside the phantom which itself occupied the centre of the imaging
volume, such that their generated artifacts were not overlap the scanned region. The position of the
test subject from the phantom was at a distance suggested by the size of its artifact generation. The
images were taken whilst the test objects were powered and actuated. The same image sequences were
applied as in Table 3.3. The scanned images after the introduction of the subject were subtracted from
the control images, and it was found that the geometric patterns in the images remained clear and
undistorted for all tested components with both spin echo and gradient echo sequences. As the images
taken and the subtraction images produced before and after a test subject was introduced are very
similar in the case of all test components, Figure 3.13 only demonstrates the images in the case of the
piezoresistive force sensor with the TSE image sequence. It was concluded that the test components
produce no noticeable geometrical distortion in the image.
3.4.6 Tests for Thermal Eﬀect
Before a medical device is used in the MR environment, it is necessary to conduct tests to evaluate the
thermal eﬀect on the device that may be caused by interaction with the RF pulses and the switched
gradient magnetic ﬁelds. The frequency of RF is in the order of tens of MHz, and is generally the more
signiﬁcant source of the thermal eﬀect, when compared to the switched gradient magnetic ﬁeld which
is at frequencies in the order of kHz [ASTM-F2182, 2002, Dempsey, 2001]. It is a necessary precaution
as electrically conductive materials in a medical device can be susceptible to induced voltages and eddy
currents, which can cause sparking due to high voltage and skin burns to the patients and clinician
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(a) (b) (c)
(d) (e) (f)
Figure 3.13: (a) TSE control image with ﬁne geometrical patterns shown, (b) TSE image with the
force sensor introduced and actuated with load applied to the force sensor, and (c) subtraction image
between (a) and (b). Images (d)-(f) are the same images but with the True FISP image sequence
[Dempsey, 2001]. Analysis of RF heating is a complex issue and an ongoing research area. The eﬀect
is governed by many parameters; as far as the test subject is concerned, it is related to the electrical
conductivity, the geometry, its location in the MR environment, and its loop-closing contacts etc; for
the scanner concerned, it can be associated with the placement and orientation of speciﬁc MR coils,
the image sequence parameters, its magnetic strength, and the scanner room design etc [Armenean,
2004, Sled, 1998].
As far as the robot design is concerned, an endorectal probe for prostate localisation in the prostate
biopsy robot (refer to Chapter 5) is the component most likely to experience a thermal eﬀect compared
with other components during imaging, as the probe consists of a receive coil and an inductor-capacitor
(LC) circuit tuned to resonate at the Larmor frequency. Moreover, taking into consideration the
function and placement of the probe which was designed to localise the MR signal from the prostate
and to be inserted into a patient's rectum, it is most necessary to evaluate the thermal eﬀect in the
probe, if any, for the safety of patients.
The thermal test were conducted using the ASTM F2182 standard which is the current standard
for RF heating testing [ASTM-F2182, 2002]. The probe was set up in its approximate operational
orientation and position, and was placed into a rectum phantom which comprised of plastic bags
ﬁlled with CuSO4 to mimic the situation in which the probe was inserted into a patient rectum and
surrounded tightly by the rectal tissue. Additionally, two large phantoms (ﬁlled with CuSO4) were
placed close to probe and were arranged in the shape of a human torso to simulate the tissue properties
of a patient body. The endorectal probe was scanned with a modiﬁed FLASH 2D sequence for 30mins
and its temperature was recorded using a ﬁber optic thermometer. The implemented image sequence
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Figure 3.14: Temperature variation of the endorectal probe during a 30min scan with FLASH 2D
image sequence, demonstrating no noticeable thermal eﬀect recorded.
was speciﬁcally designed for probe tracking and has been used in the clinical trials of the prostate
biopsy robot as described in Chapter 8.
The temperature versus time graph is presented in Figure 3.14 with the result showing no per-
ceivable change of temperature observable over the 30min scan. In reality the imaging time with the
use of the endorectal probe is always within 5mins during a prostate biopsy. The tests were repeated
individually with the pneumatic motor, ultrasonic motor, force sensor, and optical encoder, and no
noticeable thermal eﬀect was observed.
In the research area of RF heating, computational analysis of the interaction between the test
subject and RF pulses requires the information of the speciﬁc setup of an MR machine, such as which
coil and pulse sequences produce which RF output, and how the speciﬁc absorption rate (SAR) is
calculated, measured, and adjusted in the built-in scanner programme [Nyenhuis, 1999]. It is still an
ongoing research area to investigate how electromagnetic ﬁelds, RF pulses and SAR aﬀect each other
[Ibrahim, 2001, Chen, 1998].
3.5 Conclusion
This chapter has presented the technical background of MR compatibility and magnetic susceptibility
together with terminologies relating to MR safety, although some of the concepts mentioned are still
being reﬁned from time to time. Five diﬀerent types of interactions between the scanner and the
introduced test components; magnetically induced force and torque, SNR reduction, artifact generation
, image geometrical distortion and thermal eﬀect , have been discussed in detail, and the corresponding
tests have been performed to quantify the level of MR compatibility of the selected components. The
discussed tests have provided a systematic way to assess and select suitable mechatronic components
for designs of MR compatible robots.
The test for magnetically induced force and torque is designed to determine the maximum amount
of attractive force and torque that might be encountered by the test subject in the MR environment,
and to determine if a modiﬁed use is necessary in a robot design to counteract the magnetic attraction
. The SNR reduction test provides a good insight of how the EM interference from the introduced
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component aﬀects the image quality. The result gives a good engineering approximation of the image
quality degradation that might be expected when several tested components are to be adapted in a
robot design together. The artifact generation test presents an important role to measure the size of
an artifact and evaluate the minimum and necessary separation from the imaging volume that the test
subject can be placed at without aﬀecting the image quality . The image geometrical distortion test
is a further veriﬁcation if the presence of the component at the distance suggested from the artifact
generation test is suitable, by assessing if it will still cause a warping eﬀect in the image. Last but not
least, the thermal eﬀect test quantiﬁes the temperature variation of a test subject caused by the RF
pulses and the switched gradient magnetic ﬁelds. This test is of paramount importance to evaluate the
MR safety of a medical device particularly when it is close to or in touch with the patient body, such
as in the case of the endorectal probe, as high voltages can potentially be induced and cause sparking,
skin burns and even ﬁre.
Low susceptibility materials, such as engineering plastic, Delrin® and Ertalon® , can be used
for the structural components of an MRI robot, but actuators, position sensors and force sensors
compatible with the MR environment are still desirable. Two types of motors based on piezoelectric
and pneumatic technologies respectively were selected and had their compatibility tested in the ﬁve
aspects mentioned. An ultrasonic motor, which is based on a piezoelectric principle and made from
paramagnetic stainless steel, was selected, and it is suitable for ﬁne positioning with fast response.
For applications with higher power requirements, a pneumatic rotary motor was adapted. Both ac-
tuators demonstrated that their presence in the imaging volume provided an SNR reduction within
the acceptable level of 10% [Chinzei, 2000a]. They also had their artifact sizes measured and found
to be 39mm for the ultrasonic motor and 14mm for the pneumatic motor. These are the minimum
necessary distances they have to be kept away from the imaging volume. Their performance in the
ﬁve individual tests, has demonstrated their excellent compatibility in the MR environment.
In terms of sensing technology, a small surface mount optical encoder was selected for position
sensing in the scanner; whilst a small piezoresistive force sensor was chosen for the use of force sensing.
Only a tiny amount of magnetic material was contained in the sensors and hence their generated
artifacts were within an acceptable size of 22mm for the position sensor and 42mm for the force sensor,
and both demonstrated a small amount of SNR reduction of 2.4% (position sensor) and 2.7% (force
sensor). Despite the current technology making it possible to custom fabricate sensors without the use
of electrical based sensing principles, the availability of the two selected commercial sensors brings the
beneﬁt of cost-eﬀectiveness, high accuracy, and excellent robustness.
The tests performed act as qualitative measures which can enable the drafting of mechatronic
components for MR compatible devices. However they do not assure MR compatibility in all cases.
Testing of speciﬁc robot prototype is the only way to demonstrate its MR compatibility. In any case,
the proposed testing methods were used to select the actuators, position and force sensors for the
robotic systems mentioned in Chapter 5 and Chapter 7, which were later demonstrated to be MR
compatible.
Chapter 4
Actuation Control and Evaluation
4.1 Introduction
MR imaging provides high resolution anatomical images and is ideal for image guided interventions.
However, challenges are raised to both passive and active components in the MR environment. Selection
of suitable mechatronic components for MR robot designs and evaluation of their MR compatibility
are two critical steps to ensure their usability, as was covered in detail in Chapter 3. Conventional
motor control has generally focused on industrial related actuators; commonly of those based on the
electromagnetic principle, being ferromagnetic, driven by high currents and therefore noisy to the
scanner and potentially a source of eddy current generation. This chapter focuses on characterisations
of control performance, and evaluation of control strategies for the two MR compatible actuators; the
linear ultrasonic motor; and the pneumatic rotary motor.
The linear ultrasonic motor consists of four piezoelectric ceramic legs and actuation is achieved
when they are excited by a set of sequential signals. This motor features high accuracy and fast
response, but its actuation is restricted by its limited speed and force. This actuator is ideal for
light duty applications and ﬁne positioning, for example, positioning in percutaneous interventions
and creation of force feedback to the clinician during the interventions. Despite its fast response, its
nonlinearity and non-backdrivability impose practical challenges in applying the motor in master-slave
haptic control. A control strategy making use of a neural network based speed model is proposed
to improve the control performance, and experiments with a 1DOF master-slave haptic test rig has
demonstrated the usability of the ultrasonic motor and its control strategy.
The pneumatic motor consists of an air turbine and a set of modular gearboxes, in which the speed
and torque are adjusted by changes to the gear ratio or the operating pressure. This feature makes it
very suitable for heavy duty applications and gross positioning, for example movement of a limb. The
actuator has been characterised with respect to its control performance in open loop tests and closed
loop tests respectively. A self-tuning PID control algorithm was implemented to the motor for use in
diﬀerent load situations and was proven to be robust enough to guarantee the position accuracy of
0.25degrees in the pneumatic motor control. This control strategy has been veriﬁed with a 1DOF test
rig to orientate a palm and diﬀerent load conditions at a particular angle, and has been demonstrated
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the feasibility of the use of the pneumatic motor with the control strategy for limb positioning.
4.2 Actuation Speciﬁcations
Actuators used in the MR environment should be considered in a few diﬀerent aspects for suitability.
MR compatibility is the ﬁrst and prerequisite, followed by its torque and speed generation, its accuracy,
and its response. These four requirements are subject to the conformation of particular interventions;
however, they must generally be compromised with each other. Pneumatic principles are an ideal
solution for interventions requiring high torque and speed, although delays in the actuator are always
an intrinsic problem due to the compressibility of air. For the application of limb positioning, the ca-
pability of generating enough power to move a heavy limb and orientate target tissue are the priority
function, and the pneumatic motor is therefore assigned for the use of limb positioning. Due to the
actuation principles of the ultrasonic motor based on piezoelectric technology, it features an short rise
time and high position accuracy. These characteristics suit the use of the motor for implementation
of force control related schemes and ﬁne positioning in robot designs more appropriately when com-
pared with the pneumatic system. The following section discusses the use of the MR compatibility
tested pneumatic and ultrasonic motors mentioned in Chapter 3 to match up diﬀerent robot design
requirements.
4.3 Ultrasonic motor
4.3.1 Principle of the Ultrasonic Motor
Ultrasonic motors are a type of actuator based on piezoelectric technology and have been used in
several previously developed MR compatible devices to replace conventional DC motors for actuation
[Chinzei, 2000b, Larson, 2004, Hata, 2005]. Figure 4.1 shows the general structure of a ultrasonic
motor, with a stator (piezoelectric ceramic) and a rotor (dynamic body). The piezoelectric ceramic
generates ultrasonic vibration, when excited by a control signal, to provide movement in the rotor and
hence achieve actuation with no use of coils or magnets as driving source. The model of ultrasonic
motor USR60 is a commonly used motor in MR devices, however, this actuator is not entirely MR
compatible with the scanner and requires a 0.3-1m separation from the imaging volume to avoid
electromagnetic disturbances [Muntener, 2006].
The solutions found in literature to avoid signal to noise ratio reduction by the USR60 are that:
1. The motor is located far away from the isocentre of the scanner (for example, mounted on top
of the scanner), and the robotic system requires a long mechanical transmission to link the
motor and the end eﬀector. The disadvantage in this design is that it is generally large and
inconvenient for installation on a scanner [Chinzei, 2000a]. Also long mechanical transmission
leads to unwanted bending and backlash in the device, and aﬀect the positioning accuracy.
2. For particular applications, the device only needs to be placed at the entrance of the scanner to
interact with a patient's limb, for example in rehabilitation research study in which the actuator
is designed to be used only outside the scanner bore. In this speciﬁc application, a low-level of
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Figure 4.1: A cross section of a general structure of a ultrasonic motor. The stator (piezoelectric
ceramic) generates ultrasonic vibration to push the rotor [Shinsei Corporation Inc., 2008].
MR compatibility is still acceptable, but this is generally not the case for MR guided therapy
robots as the target tissue for operation is always in the imaging volume around the isocentre
[Flueckiger, 2005].
Piezoleg- A highly MR Compatible Ultrasonic Motor
Instead of using USR60, Piezoleg, a linear ultrasonic motor, was sourced. Previous experiments,
described in Chapter 3, demonstrated its desirable performance in the isocentre of a scanner; with
negligible SNR reduction, and an acceptably small artifact. The actuator as shown in Figure 4.2
contains four piezoelectric ceramic legs, a ceramic rod with well polished surfaces on two opposing
sides, and a linear guide with a pair of brass bearings, and an adjustable brass spring to press the
rod into a tight contact with the ceramic legs. The compressive force is around 100N. Each leg is
basically an individual bimorph of piezoelectric ceramic materials. Diﬀerent combinations of current
directions and magnitudes applied to the two layers are able to produce overall motions of bending,
extension and retraction of the legs at diﬀerent degrees. Extension and retraction of the ceramic legs
are the functions that brake and release the ceramic rod; whilst bending is the function that pushes
it for motion. Therefore, the actuator can provide a linear pushing/pulling motion when the legs are
excited with repeated sequential signals. A schematic drawing of the Piezoleg working principal is
shown in Figure 4.3, demonstrating the movement of two groups of legs, A and B, where they are
driven by the same voltage signal within each group. In Step 1, group of legs A extends, holding the
ceramic rod tightly, in preparation to push the rod by bending themselves to the right, in the next
step. Then, in Step 2, group A pushes the rod, whilst group B bends itself in the opposite direction
(left) in preparation to push the rod in the next step. In Step 3 and Step 4, group B gives a full
stroke to the ceramic rod by bending from one direction to the other (from the left end to the right
end), whilst group A prepares for the next cycle by bending its body to the left. The motor can be
programmed to lock the motion of the rotor by full extension of the four legs.
This mechanism can provide a maximum force of 14.6N when a pair of motors are used and
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(a)
(b)
Figure 4.2: (a) CAD rending of the Piezoleg, showing its components including a well polished ceramic
rod, a pair of brass bearings, a adjustable brass spring, and four piezoelectric ceramic legs. (b) Its
photo.
actuated with a sinusoidal signal with a 50V magnitude. The generated force can be multiplied by
linking of further actuators together. By changing the frequency, amplitude and phase diﬀerence of
the waveforms to the piezoelectric ceramic legs, the speed of the actuator can be controlled from 0 to
a maximum speed of 17.6mm/s.
4.3.2 Control Electronics for Motor Synchronisation
The force required for general percutaneous procedures is subject to the needle size, the properties of
the tissue involved and the nature of the procedures, but it is generally around 10N or less, as suggested
by the literature [DiMaio, 2003, Hing, 2007, Podder, 2006]; for example a maximum force of 8.9N was
reported for the transperineal biopsy needle procedure and 5N was reported for a penetration of the
prostate capsule [Podder, 2006]. In the previous section, it was discussed that the motor pair is capable
of generating 14.6N which according to these references is suﬃcient for the required application. As
such, the actuation method was designed to allow two ultrasonic motors to be linked up along the
ceramic rod to multiply the generated forces as illustrated in the CAD drawing in Figure 4.4. An
experiment was conducted to evaluate the feasibility of the concept with the results showing that high
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(a) (b)
Figure 4.3: (a) Schematic drawings of the Piezoleg working principle [Piezoleg, 2008]. (b) Motion
is achieved by exciting the four ceramic legs with repeated waveforms 1, 2, 3 and 4. The speed of
the linear motion can be controlled by the amplitudes, the frequency and the phase diﬀerence of the
voltage waveforms to the ceramic legs.
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Figure 4.4: CAD drawing of a pair of Piezoleg connected together to form a stronger actuation link
frequency mechanical vibrations were produced by one motor and interfered with the operation of the
second motor. The actuators did not work eﬀectively in this situation due to mechanical destructive
interferences and resulted in a loss of force and speed output. As destructive interferences are due to
the phase diﬀerence of the individual signal sources driving each motor, a synchronisation circuit was
set up to drive the motor group together with the same source for elimination of the phase diﬀerence
in the signal, and it was observed that synchronisation of the motor group successfully doubled the
actuation force and maintained the same motor speed.
A circuit based on four non-inverting ampliﬁers was designed for synchronisation of multiple Piezo-
leg motors. Four high power operational ampliﬁers (LM1876 National Semiconductor, bandwidth of
100 kHz) were obtained to amplify the signal from a motor drive and provide synchronised signals
with an amplitude of 50V, in which the motor drive works solely as a function generator, creating four
sinusoidal waves, the phase diﬀerences of which are 0, 90 180 and 270degrees. The synchronisation
circuit is presented in Figure 4.5 with its circuit diagram schematic shown in Figure 4.6. The magni-
tude of the output signal in the circuit is adjustable by changing the gain of the ampliﬁers
(
1 + R2R1
)
,
providing an additional method to control the speed of the motors by changing the signal magnitude,
besides the frequency and the phase diﬀerence of the four sinusoidal waveforms.
4.3.3 Characteristics of the Piezoleg
Linear and Nonlinear range in Piezoleg
To characterise the motor, experiments were conducted to drive the motor with the design circuit and
signal generator at its working frequency ranging between 0 to 200 kHz under varying load conditions
from 0N to 8N. The results, shown in Figure 4.7(a), indicate that the speed-frequency relationship
was rather linear in a frequency range up to 80kHz, but became nonlinear in a range from 80kHz to
200kHz. Figure 4.7(b) shows the speed-frequency relationship with a load of 2N applied. The data
points ﬂuctuate seriously without an obvious trend after 80kHz, and do not ﬁt any polynomials from
second order to fourth order for regressions. The ﬂuctuation of the motor performance results from
the constructive and destructive interferences where the frequencies of the ceramic leg vibration reach
the natural frequencies of the motor structure in which a long ceramic rod acts as a beam absorbing
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Figure 4.5: The synchronisation circuit mounted on a motor drive (four-channel signal generator).
energy from the vibration.
Neural Network based Speed Model
The Piezoleg motor possesses a linear and nonlinear range of speed characteristics due to mechanical
vibrations caused by its working principle. Giving up the use of the nonlinear region will lose around
one third of the speed range and is not preferable.
The Piezoleg maintains a linear speed performance in the low speed range, and one of the ap-
proaches to keep the high controllability, inclusive of the high speed range, is to model the nonlinear
region. Devising an analytic model for the motor involves study of tribology between the surface of the
piezoelectric ceramic materials and the ceramic rod, study of vibration and expertise of piezoelectric
ceramic bimorphs. All of these require knowledge of a number of parameters regarding the character-
istics of the ceramic materials, ﬁctional coeﬃcient and the motor structure. It is thus impractical to
analytically model the motor due to its complexity. A Neural Networks based speed model was there-
fore proposed to empirically model the characteristics of generated force, velocity, and input voltage
frequency. The motor is considered as a black box, whilst its performance can be eﬀectively predicted
provided that a suﬃcient amount of data sets are taken for neuron training, and suitable number of
layers and neurons are adapted [Nelles, 2000]. As the velocity of the motor pair is related to the phase
diﬀerence of signals to each ceramic leg φ, the voltage amplitude V , the driving frequency f , and the
load applied to the motor F , the mathematical relationship can be presented as follows:.
x˙ = G1 (φ, V, f, F )
In a speed model, it is desirable to investigate the frequency of the input signal required to cause the
motor to have a desired velocity of x˙ under a load condition F. Hence frequency f is set to be the
subject of the equation, and force is known from the reading of a force sensor. Voltage amplitude V
and phase φ of the driving signal are controllable by the motor drive, and are set to be constant for
model simplicity. Therefore, we have:
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Figure 4.6: Diagram of a synchronisation circuit with magniﬁcation
(
1 + R2R1
)
for signal supplies to a
group of Piezoleg motors.
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(a) (b)
Figure 4.7: (a) the speed-frequency relationship of the Piezoleg motor under diﬀerent load conditions
and (b) under a load of 2N, showing its nonlinear characteristics. Polynomial regressions from 2nd to
5th orders do not ﬁt well the nonlinear range of the curve from 80kHz onward in (b)
Symbols Definitions 
ijW ,1  Weight of the corresponding connection between the input of the network 
and the log-sigmoid layer 
iW 2  Weight of the corresponding connection between the log-sigmoid layer and the linear layer 
ib1  The bias vector for the log-sigmoid layer 
2b  The bias vector for the linear layer 
p  A vector with elemental entry velocity and load, 
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Neuron of the corresponding position in the log-sigmoid layer 
f  Neuron of the linear layer, which is also an frequency output of the neural 
network to drive the motor at desired velocity 
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1)(1 , Log-sigmoid transfer function used in a log-sigmoid layer 
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xxF =)(2 . Linear transfer function used in a linear layer 
 
Table 4.1: List of symbols in the neural network
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Neuron at the log-sigmoid layer a1i = F
1
(∑2
j=1
(
W 1j,i + b
1
i
))
Neuron at the linear layer f = F 2
(∑n
j=1
(
W 1j + b
2
))
Figure 4.8: The Architecture of the Neural Network with n = 30 neurons in the log-sigmoid layer and
a single linear neuron in the linear layer.
f = G2
( 
x, F
)
The architecture of the neural network is presented in Figure 4.8, and the deﬁnitions of the symbols
used are shown in Table 4.1. Neurons are the basic element in neural networks and work in parallel in
a layer. The neurons are linked to previous layers with weighted connections W , and F 1 and F 2 are
their corresponding transfer functions. A backpropagation algorithm was used to train the neurons to
achieve each value of weight W in the networks [Nelles, 2000, Kim, 1999]. The convergence rate and
performance index of the backpropagation algorithm can be optimised by choosing a suitable number of
neurons and layers in the networks. 30 neurons and 2 layers were adapted with a log-sigmoid function
and a linear transfer function, and 1000 epochs was computed in the backpropagation algorithm.
4.3.4 Haptic Control
Haptic Technology in Master-Slave System
Haptic technology and haptic control are often referred to as master-slave systems. A master-slave
system forms a method of communication, by way of such as motion and force feedback, between a
user and a controlled device. 'Master' refers to a control interface to interact with the user, whilst
'slave' refers to a remote controlled device used to interact with a remote environment, away from
the user. Haptics in a master-slave system, allows eﬀective remote control of devices with real time
touch sensation [Ganesh, 2004, Gerovichev, 2002]. This is an advanced form of teleoperation, with the
controls to perform remote manipulation tasks dexterously, whilst creating the feeling that the user
exists in the remote device in the remote environment. An example of a situation in which this would
be useful is in minimally invasive surgery, in which direct access to the target tissue is not available
[Howe, 1999]. Much eﬀort has been made for the development of teleoperation, through use of haptic
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Symbols Definitions 
x&  Velocity of the motor 
φ  Phase difference of the four input signals to the Piezoleg motor 
V  Voltage amplitude of the input signals 
f  Frequency of the input signals 
F
 
Load applied on the motor 
HF  Load applied from the human hand 
TF  Reaction force from a biopsy needle against a target tissue 
measured by a slave force sensor  
Mx&  
Master velocity  
Sx&  
Slave velocity 
Mf   Frequency of the input signals to the master motor 
Sf  Frequency of the input signals to the slave motor 
Mx  
Displacement of the master measured by an encoder 
Sx  Displacement of the slave measured by an encoder 
MSP  Speed controller for the motor group in the master 
SSP  Speed controller for the motor group in the slave 
 
Table 4.2: List of symbols used in the haptic control
information which a remote device has acquired, to provide the user with a real time sense of touch.
Impedance Control and Admittance Control
Impedance control and admittance control are two general control schemes for haptic devices. Impedance
control is suitable for systems with light-weight and backdrivable actuators [Seraji, 1994, Hashtrudi-
Zaad, 2001]. A user moves the device a certain distance and a corresponding force is mechanically
displayed back to the user; the general rule is position in, force out in the control interface. Input cur-
rent to the motor (at the master end) can be used as a control parameter to estimate the force/torque
exerted to the user. For non-backdrivable systems such as the Piezoleg, admittance control is applied.
When a user applies a force to the motor, force sensors are needed in both the master and slave parts
to measure the force applied on the master by the user as well as the force applied on the slave by a
subject. Force exerted on the user does not form an obvious relationship with the input current and
voltage, as the motor is held rigid against any movement during power oﬀ [Flueckiger, 2005, Volpe,
1993]. Even though the Piezoleg is a good alternative for actuation with fast response and has proven
MR compatibility, its inherent hard brake of the friction motor makes it a challenge for implementation
of force control in the non-backdrivable actuator; especially in the situation of haptic control where the
master system (user control panel) is required to be moved freely by the user, when the slave system
(robot end-eﬀector) is not in touch with any object or material.
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Figure 4.9: Block diagram of admittance control implemented in the master-slave master
Figure 4.10: Speed model consists of a neural network model of the Piezoleg motor
Force Control in the Master
The proposed control scheme as shown in Figure 4.9 consists of (i) force control in the master and
(ii) position control in the slave. Table 4.2 indicates the symbols used in the control scheme. For the
force control, the force diﬀerence between FH and FT becomes a velocity signal to go into a speed
model (SPM ) which computes an adequate frequency to drive the motors in the master for the desired
velocity x˙M under load FH . The speed model consists of the neural network based model, as indicated
in Figure 4.10.
Position Control in the Slave with Feed Forward
For position control in the slave, the displacement of the master xM becomes a setpoint of the slave
system, and is compared to the displacement of the slave xS to compute the velocity value for the PID
controller. After that, the speed model (SPS) works out a suitable driving frequency fs for the slave
motors by considering the sum of a k1+k portion of signal fed forward from the force control and a
1
1+k portion from the position control. A feed forward loop connecting directly from the force control
in the master to the position control in the slave, is beneﬁcial for the slave to spontaneously follow
the movement of the master, hence to improve the response of the slave. k is adjustable in the range
from 0 to +∞ to control the portion of the feed forward signal from the master. The larger the k
is, the faster the slave follows the movement of the master, but the position control in the slave is
compromised, meaning that tuning the k is important to balance the response following the master
and the position accuracy of the slave.
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Figure 4.11: Master control interface
4.3.5 Speciﬁcations of a Master-Slave Test Unit
Functionality Speciﬁcations
A 1DOF master prototype and slave prototype were fabricated to experiment the proposed control
scheme described in Section 4.3.4, and the designs are shown in Figure 4.11 and 4.12. Both prototypes
consist of force sensors, optical position encoders, and motors, and their bodies were made from
Delrin® and Ertalon®materials. Piezoresistive force sensors and reﬂective surface mount incremental
optical encoders, were adapted and their speciﬁcations are referred to in Table 4.3. .
Control Tuning Speciﬁcations
The PID tuning in the master-slave test unit was based on the Zieglar-Nichols method. The PID gains
were ﬁrst tuned in the position control of the slave, and then in the force control of the master. The k
term in the feed forward loop was tuned manually to further improve the response of the slave system.
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Figure 4.12: Slave prototype and its CAD drawing
 
 
Slave-Master System 
Motion Range 100 mm 
Position Sensor  
Resolution 
80 mµ  
Max. Holding Force 14.6 N 
Max. Speed 17.6 mm/s 
Sensitivity of Force 
Measurement 
0.1N 
Max. Measurable 
Force Range 
15N 
Table 4.3: Speciﬁcations of the system
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 10mm/s 2mm/s 
Force [N] 2 4 10 12 
Speed Error [mm/s] 0.21 0.24 0.25 0.24 
 
Table 4.4: Speed errors of the model under diﬀerent load conditions
As the choice of suitable PID gains aﬀects the stability and response of the master-slave system, the
design parameters follow the criteria below:
 The response of the master-slave system was qualiﬁed by measurement of the phase lags in (i) the
force response and (ii) position response, between the master and slave. To achieve a realistic
haptic response, the phase lags have to be minimised, and the control parameters should be
tuned to reduce both phase lags within 50ms. The normal human response to a perceivable force
of 1N is around 10Hz (100ms) [Hamed, 2009], and therefore the phase lag criterion here was set
to be half of the response for good quality of haptic realisation.
 The position control in the slave should avoid overshoot, as the master-slave control was designed
to be applied in a prostate biopsy system (in Chapter 5) in which the slave, as a needle ﬁring
unit, was to drive a biopsy needle to a target tissue. Also, the steady-state position error in the
master-slave system should be within a count of 80µm for accuracy of positioning.
4.3.6 Discussion
Evaluation of the Neural Network based Speed Model
To verify the validity of the neural network based speed model, an open loop control test was conducted
to control the motor velocity solely with input parameters x˙ and F .
To evaluate the performance of the model in both the linear range and nonlinear range, tests were
set up to control the velocity of the motor at (i) a high speed of 10mm/s under the load conditions
of 2N and 4N which were within the nonlinear range, and (ii) a low speed of 2mm/s under the load
condition of 10N and 12N which were within the linear range. The corresponding driving frequencies
to the motor drive were computed to control the speed under diﬀerent load conditions and the actual
speed of the motor was then measured, the results are shown in Figure 4.13. In the condition (i), the
speed model computed the corresponding frequencies (c), for the load conditions of 2N and 4N (b),
to control the motor speed, at 10mm/s (a). Similar to condition (ii), the computed frequencies from
the speed model are shown in (f), for the load condition of 10N and 12N (e), to keep the motor speed
at 2mm/s (d). The maximum errors that occurred in each of the tests are listed in Table 4.4. The
proposed neural network based speed model was veriﬁed to adequately model the motor speed under
diﬀerent load conditions, with maximum errors of 0.25mm/s in both the linear and nonlinear speed
ranges, and thus it was shown that the model is useful in linearisation and regulation of the motor
speed.
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Figure 4.13: Open loop velocity control of the ultrasonic motor with the neural network model: (i)
under low load conditions of 2N and 4N (b), with a controlled speed of 10mm/s (a). The computed
driving frequencies are shown in (c) and is in the nonlinear speed range; (ii) under high load conditions
of 10N and 12N (e), with a controlled speed of 2mm/s (d). The computed driving frequencies are
shown in (f) and is in the linear speed range.
(a) No neural network speed model
(b) Neural network speed model
Figure 4.14: Force and displacement responses in the master-slave system with (a) no speed model,
and (b) with the speed model
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Evaluation of the proposed Haptic Control
An experiment was set up to evaluate the control scheme implemented in the master-slave test unit.
The objective of this experiment was to evaluate the system performance by comparing the system
phase lags with and without the use of the speed model.
The PID gains in the haptic control were selected by the Zieglar-Nichols method and the k term in
the feed forward loop was tuned manually to optimise the response of the slave system. The system
was tuned according to the speciﬁcations in Section 4.3.5 with (i) the selected PID gains Kc = 30.2,
Ti = 0.032, Td = 0.0056 at the force control in the master, (ii) Kc = 34.3, Ti = 0.041, Td = 0.0061
at the position control in the slave, and (iii) k = 0.34 at the feed forward loop. The steady-state
position error in the master-slave system was within a count of 80µm. A user was asked to use the
master-slave test unit to palpate a prostate tissue phantom and the force and displacement of the
master and slave were recorded. The force and displacement responses under the proposed control
scheme are illustrated, with no neural network speed model in Figure 4.14(a), and with the use of
the model in Figure 4.14(b); a phase lag improvement of 20ms was observed in the system position
response, from 30ms (without the speed model) to 10ms (with the speed model), and an improvement
of 23ms was observed in the system force response, from 35ms (without the speed model) to 12ms
(with the speed model). It was concluded that the presence of the speed model compensated for
the nonlinearity caused by the varying load during probing in the palpation. The speed model has
demonstrated its functionality for linearising the ultrasonic motor and has hence improved the response
of the master-slave system by shortening the phase lag to about 10ms.
4.3.7 Summary
This section has studied the feasibility of applying haptics to an MR robot with the use of the Piezoleg,
an MR compatibility proven ultrasonic motor. It started with an introduction of the motor's working
principle with the use of four piezoelectric ceramic legs to generate diﬀerent actuation modes of the
motor, followed by the electronics required to synchronise the motor group to work in synchrony with
the same driving signals. The Piezoleg motor was investigated in terms of its speed performance under
diﬀerent driving frequencies and load conditions, and the nonlinear characteristics of the motor were
modelled by a neural network based speed model, which was veriﬁed with an open loop test showing a
maximum error of 0.25mm/s. A haptic control scheme was proposed with the use of the speed model,
and their functionality was demonstrated, verifying the concept of implementation of haptic control in
MR robots.
4.4 Pneumatic Rotary Motor
4.4.1 Principle of the Pneumatic Motor
The MRI environment imposes huge challenges on actuators with an electromagnetic principle. The
main ﬁelds, RF pulses, and switch-gradients from the scanner interfere with the normal operation of
the actuator, whilst its use in the scanner room can cause image degradation due to its EM noise
emission. [Chinzei, 2000b, Larson, 2004, Tsekos, 2005]. All of these reasons have driven the research
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(a) (b)
Figure 4.15: (a) CAD rendering of the pneumatic air motor. (b) Photo of the air motor with its
components.
to develop the capability to accurately control a magnetism-free pneumatic actuator, especially for the
purpose of generating high torque and speed for heavy duty applications, such as limb positioning.
A pneumatic air motor shown in Figure 4.15 was previously developed by the research team. Air
is introduced to the motor housing through converting nozzles to speed up its velocity before hitting
a turbine rotor. The compressed air drives the air turbine at around 1bar, after which a gear set is
adapted to provide a high torque up to 0.3Nm and maximum speed of 24rpm. The schematic diagram
is shown in Figure 4.16(a) to illustrate the working principle. Plastic ball bearings with polyacetal
races, glass balls, and nylon cages are added to the air turbine shaft to reduce friction . The design of
the turbine shaft assembly is demonstrated in Figure 4.16(b).
A commercially available modular gear set from Tamaya® (Planetary Gearmotor - Tamiya 72001)
was modiﬁed to couple with the air rotor. The planetary gear train comprises of multiple gear modules
and an aluminium output shaft. The necessary gear ratio is determined by the actual turbine speed
and by the desired motor output speed. As far as the torque required to move and position a human
limb was concerned, a gear ratio of 2000:1 was set, which could be easily scaled up or down by changing
the number of gear modules in the gear set. The internal structure and components of the gear set is
described in the CAD drawing in Figure 4.17. For the operating pressure, it was designed to operate
at a low pressure of around 1-2bar to ensure the patient safety even if an air leakage was to occur near
the patient.
4.4.2 Control Electronics
The pneumatic motor was controlled by two solenoid valves, one for each direction. To implement
open loop and closed loop, the motor was coupled with an optical quadrature position encoder , and a
circular code-disc mounted on a plastic wheel. The code-disc resolution was 0.25degrees in this setup
but increase in resolution can be achieved by printing a higher resolution code-disc if necessary. A
block diagram of the system is presented in Figure 4.18. The electronic pulses (channel A and B) from
the encoder were transmitted to the motion controller (NI CompactRio 9004), to decode the pulses
into a position signal, and position control was implemented with a PID algorithm programmed in
the LabView® graphical programming software, which subsequently adjusted the air supply to the
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
(b)
Figure 4.16: (a) Schematic diagram of the working principle in the pneumatic turbine. (b) CAD
drawing of the turbine shaft assembly.
(a) (b)
Figure 4.17: (a) CAD drawing of the planetary gearbox and pneumatic turbine assembly [ServoCity,
2009]. (b) Its side view [Tamiya, 2009]
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Figure 4.18: Block diagram of a simple close loop control in the pneumatic motor

Figure 4.19: Test unit consists of a pneumatic motor with gear ratio 2000: 1, and an optical quadrature
encoder with its code-disc.
air turbine by pulse-width modulating (PWM) the solenoid valves. The test unit is demonstrated in
Figure 4.19. This unit formed a simple closed loop control pneumatic system and assisted to evaluate
the control performance and characterise the pneumatic motor.
4.4.3 Control Performance and Characteristics
Open Loop Tests
In this section, the pneumatic motor performance was characterised with open loop tests to quantify;
(i) its speed characteristics: rise time, maximum speed in step response, and speed-duty cycle rela-
tionship, and (ii) torque characteristics: maximum torque and speed-torque relationship. The motor
was operated at 1.3bars in the open loop tests.
I. Speed Related Characteristics In the test of step response, the aperture of the valve controlling
the airﬂow to the motor was set to be fully open, which was equivalent to the case of a step from 0%
to 100% duty cycle in the PWM airﬂow, and the angular velocity was calculated from the encoder
reading.
The plastic wheel attached to the motor was connected to a reel of string which allowed adjustable
load to be placed on the motor. The step responses of the pneumatic motor are indicated in Figure
4.20 under the condition of no applied load and 25N (approximating the force required to move a limb).
The average steady state speeds of 15.5rpm and 13.2rpm were obtained from the encoder reading with
the rise time measured to be 82ms and 130ms, unloaded and loaded respectively. The rise time, which
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Figure 4.20: Step response of the pneumatic motor at 100% duty cycle at an operating pressure of
1.3bar
was the time taken for the angular speed to change from 10% to 90% of its steady state average speed,
indicates the level of delay in the system response to a step reference signal. The rise time indicated
shows an increase of 58% when a load was applied to the plastic wheel which eﬀectively increased
the inertia of the system; while steady state speed was reduced by 14.8%. This data shows that the
system response and the steady state speed changes according to the load conditions in the open loop
test, but the changes are within an acceptable level. The steady state speed shown in Figure 4.20
ﬂuctuated slightly around the average speed for both conditions, and this result probably arises from
the resolution of the encoders, the slight mechanical misalignment, and the vibration of the test unit
during the motion rotation.
The rotational motion of the pneumatic motor is driven by the incoming airﬂow which is pulsewidth-
modulated by the valve. Therefore, it is useful to know how the motor speed is related to the duty
cycle of the airﬂow pulses and the pulse period. Experiments were performed on the test unit to
investigate the speed-duty cycle relationship for diﬀerent duty cycle periods, and the result is shown in
Figure 4.21. The experiment was conducted in the condition of no applied load. It was observed that
a longer duty cycle period, such as T=200ms and 300ms, had a duty cycle covering a wider range of
speed, and had a quite linear speed-duty cycle relationship. However, long cycle periods in the PWM
traded oﬀ in the motion smoothness of the motor, as observed during the experiment. Irregular motion
is unfavorable for control, stability and positioning, especially in medical devices. In contrast, short
duty cycles, such as T=30ms provided smooth motion in the motor, but a short range of linearity in
the speed-duty cycle relationship also made them unfavorable for motor control. For periods of 30ms,
40ms, 50ms and 60ms, it was observed that the motor did not move if the duty cycle was lower than
10%, which was due to the friction in the gearbox and also due to the fast mechanical response time
required for those duty cycles being beyond the bandwidth of the pneumatic valves. Based on these
considerations, a cycle period of 150 ms was selected as a compromise between motion smoothness and
linear range of motor speed.
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Figure 4.21: Relationship between speed and duty cycle under diﬀerent periods for pulse width mod-
ulation of air supply (No load, operating pressure of 1.3bar)
II. Torque Related Characteristics To consider the maximum torque generated by the pneumatic
motor, diﬀerent weights were loaded to the motor to investigate how the rotary speed was aﬀected
by diﬀerent load situations. The valve was fully open during the experiments and the loads were
applied in each test iteration until the motor was ﬁnally stopped by the weights. The speed and
torque relationship were also recorded with similar setup and the result plotted in Figure 4.22. The
motor possessed a quite linear relationship between the speed and the torque, and its nonlinearities
(deﬁned as the ratio of the largest diﬀerence to the least square straight line ﬁt to the range [Chapuis,
2004]), are 3.2%, 12.2%, 12.3%, 13.1% and 10.4% at the operation pressure of 0.8bar, 0.9bar, 1.0
bar, 1.1bar, 1.2bar and 1.3 bar respectively. The nonlinearities of the speed-torque relationship are all
below about 13% at diﬀerent operational pressures, and a simple closed loop control design is probably
robust enough for good position control. The maximum torque of the motor is 2.2Nm at the operation
pressure of 1.3bar, which is equivalent to 55N at the movement arm of 40mm, and is suﬃcient for most
of medical applications. Also the generated force can be scaled up or down by an adjustment of the
gear ratio according to the requirement.
Closed Loop Tests
I. PID Control The proposed pneumatic motor has been characterised in the open loop tests in
the previous section and the speed of the motor was found to be quite linear to the torque applied.
The next step is to attempt a closed loop control on the motor with practical control strategies and
to characterise its closed loop position control performance. The ProportionalIntegralDerivative
controller (PID controller) is a generic closed loop feedback control method and is widely used in
industrial control systems. Due to its simplicity and practical usefulness, it was implemented in the
pneumatic motor for position control. The general discrete equation of PID control is as follows:
u(t) = Kce(t) +
Kc
Ti
(
t∑
i=0
e(i)
)
TM +KcTd
(e(t)− e(t− 1))
TM
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Figure 4.22: Relationship between torque and speed under diﬀerent operating pressures.
Then,
u(t) = u(t− 1) +Kc [e(t)− e(t− 1)] + KcTd
Ti
[e(t)− 2e(t− 1) + e(t− 2)]
where e(t) is the error between setpoint and the process variable u(t); Kc is the controller gain; Ti is
the integral time; Td is the derivative time; T4 is the time interval between each sample.
II. Control Tuning Speciﬁcations The choice of design parameters in PID gains plays a crucial
role in the achievement of good performances and stability of the closed-loop position control system.
Design parameters must ideally satisfy three principal requirements:
 The pneumatic motor should be controlled to keep the level of its overshoot minimal, and ideally
to achieve its percentage overshoot (PO) within 5%, that is, 3 degrees in the range of a 60-
degree rotation. In medical devices, unexpected overshoot in the end-eﬀector trajectory can be
dangerous to the patients and its surrounding hardware. In applications of needle alignment
in prostate biopsy described in Chapter 5, and limb positioning described in Chapter 7, a PO
within 5% is an acceptable range. However, a small PO always compromises the rise time of a
system.
 The pneumatic motor should have a rise time ideally within 15s for a rotation from 0degrees to
60degrees, which would ensure that the robotic systems actuated by the motors in Chapter 5
and 7 have a short response time for positioning. This point should be considered together with
the ﬁrst point to optimise the system performance.
 The pneumatic motor should be able to provide a positioning accuracy within a count of 0.25de-
grees to ensure its precision in the biopsy needle alignment and the limb positioning. It is
preferable that the PID controller is insensitive to disturbances from the surroundings, such as
patient movements.
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Controller Kc Ti Td 
P 0.13K N/A N/A 
PI 0.13K 0.8T N/A 
PID 0.15K 0.5T 0.12T 
 
Table 4.5: Tuning formula under PID control
III. Auto-Tuning PID Controller Even though the three parameters in PID control, Kc, Ti and
Td are possibly calculated in analytical forms, this requires modelling of the pneumatic actuator, the
system dynamics, and the performance of related components, and hence is impractical in reality.
Instead, the PID can be tuned manually or with the help of software tools. The ZieglerNichols
method is a widely used method, which can systematically provide a good estimation of the tuning
parameters and ﬁne tuning can be followed to further revise the parameter for better performance.
The PID controller was implemented in the test unit with an embedded PID auto-tuning feature from
the PID toolkit, in the LabView® software. Based on the Ziegler-Nichols method, and the condition
of higher damping ratio was selected in the programme to minimise overshoot. The tuning formulae
are listed Table 4.5 in which K and T are the ultimate gain and the oscillation period at this gain.
IV. Step Response under Diﬀerent Load Conditions A second test unit as shown in Figure
4.23 was implemented to: (i) evaluate the step response of the pneumatic motor under diﬀerent load
conditions with the PID controller and (ii) verify the concept of using the purposed motor for limb
positioning where the load condition varies according to the compliance of the test limb at particular
orientations and gestures. The design of this test unit was based on that of the previous test unit,
with the same motor and encoder, but the plastic wheel was connected to a limb platform with a
plastic linkage. The limb platform (adapted for hand motion), base board, plastic wheel and the
plastic linkage, form a four bar linkage system, so that the inclination of the palm platform is known
by tracking the angular movement of the wheel and solving the kinematics. The platform was designed
to move a palm, by ﬂexing of the wrist, from 0 to 90degrees.
Step response tests were repeated with a tuned PID closed loop controller. A setpoint of 60degrees
was deﬁned and motion was initiated when the limb platform was horizontal. The system response
was recorded under the conditions of: (i) no load applied; (ii) a palm placed on the limb platform, as
a load varying to its compliance at diﬀerent orientations and (iii) with 25N load applied to the plastic
wheel; as shown in Figure 4.24. The rise time changed from 8.3s, 11.2s to 13.9s under diﬀerent load
conditions, meaning that the load had altered the system characteristics and that new PID parameters
may be necessary for diﬀerent load conditions. In the test in which a palm was placed on the platform,
the convergence and the stability of the system was not much aﬀected by the varying load conditions,
showing the feasibility of the use of the proposed pneumatic motor and controller for positioning.
Although it took a few seconds more for the system to achieve the set point, it is still quite acceptable
as a device for positioning..
The step response tests were also conducted to observe the system performance with the PID value
tuned in each load condition, with the results shown in Figure 4.25 and Figure 4.26. It is observable
that the response of the motor can be largely improved with auto-tuned PID parameters in each load
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Figure 4.23: Test unit II consists of a pneumatic motor, optical position encoder, and plastic wheel
and limb platform. The platform, base board, wheel plastic and the plastic linkage forms a four bar
linkage system.
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Figure 4.24: Step response of the closed loop PID control in the pneumatic system under the condition
of no load, a palm and load of 25N at the operation pressure of 1.3bar. The PID parameters were kept
unchanged in each condition.
condition, and that a PID controller coupled with the pneumatic motor is good enough for positioning
under a large range of load conditions from 0N to 50N, if a matched PID parameter is provided. The
set of PID parameters deduced in this experiment provided a reference for the manual or auto PID
tuning of the pneumatic motor controller in which the motor was adapted in two types of MR robots,
as mentioned in Chapter 5 and 7.
4.4.4 Summary
A pneumatic motor with its MR compatibility tested in Chapter 3 has been presented with its working
principle, supporting electronics and control strategy. The actuator was characterised with a series of
open loop and closed loop tests, in terms of its speed, torque, rise time performance, and an auto-
tuning PID controller was proposed for the control system. The motor coupled with a 2000:1 gear ratio
has been demonstrated to generate a speed of 15.5rpm and a suﬃcient torque of 2.2Nm (55N at the
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Figure 4.25: Step response of the closed loop PID control in the load conditions of 0N, 10N, 20N, 30N,
40N and 50N (1.3bar). The PID parameters were auto-tuned in each condition.
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in LabView®.
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moment arm of 40mm) with the achieved positional accuracy of 0.25degrees. Finally, the positioning
capability of the pneumatic motor under a variety of load conditions, and its functionality to position
a limb to a speciﬁc angle, have been veriﬁed in the presented test unit. The control information
and design experience acquired provide a foundation to implement this actuator for a complex and
sophisticated robot design, which will be discussed in Chapter 5 and Chapter 7.
4.5 Conclusion
This chapter covers the evaluation and implementation of two proposed actuators based on piezoelectric
and pneumatic principles which have had their MRI compatibility evaluated in Chapter 3. Performance
tests and characterisations have been conducted using two separate test rigs; one for realisation of
sensing and haptic control in needle therapy, and the other for positioning purposes.
Due to the spatial constraints of a closed bore MR scanner, a robotic system incorporating a force-
position control located within the bore, is useful to assist clinicians accessing the imaged tissue inside
the MR scanner during the intervention. Therefore, the ﬁrst focus of this chapter is an investigation
of the feasibility of implementing Piezoleg, an MR compatibly proven actuator with fast response,
to reconstruct the sense of touch in the MR environment. A master-slave prototype together with
its electrical circuitries for motor synchronisation was presented. A neural network based controller
was developed for speed control based on the driving frequency to the motor and the applied load,
and was subsequently used to linearise the ultrasonic motors in a proposed haptic control scheme. Its
functionality was demonstrated to improve the response of the haptic control.
The second focus is to control an MRI compatible actuator developed based on the principle of
a pneumatically driven turbine motor coupled with a modular gear set. The feasibility of the motor
concept has been proven and its performance has been evaluated with respect to the open loop and
closed loop control. To evaluate the concept of using pneumatic principles for limb positioning in
MR robot, a test unit for orientating a palm at angles from 0 to 90degrees, has been developed with
an auto-tuning PID control algorithm implemented. The test unit realised the concept successfully
to position a range of load conditions from 0N to 50N at a particular orientation, demonstrating its
robustness for good positioning.
Chapter 5
System for MR Guided Prostate
Biopsy
5.1 Introduction
Currently Transrectal Ultrasound (TRUS) imaging is the main technique to guide prostate biopsies.
The problems with this technique are its low tissue contrast and poor image resolution, which often
lead to samples being taken not in the area of the suspected target tissue but in the surrounding
tissues of the prostate capsule; leading to reduced accuracy in lesion detection. As such, many biopsy
samples are often required in order that one is successfully taken from the suspected area [Carroll,
2008]. In comparison to TRUS, MRI demonstrates good soft tissue contrast, sensitivity and speciﬁcity,
and hence presents a potential channel to provide better guidance during biopsy.
This chapter begins with the design guidelines and speciﬁcations of the MR robot for transrectal
prostate biopsy, including the use of MR compatible materials and components to avoid EM inter-
ference, the robot workspace and kinematics required to perform the biopsy, and the design of the
control strategy and image display. Based on those speciﬁcations, a prostate biopsy robot design is
presented, and the issues of its kinematics, registration, workspace analysis in the scanner bore, and
real-time needle tracking with the use of ﬁducial markers are investigated. Following this is a detailed
discussion of the engineering design of a pneumatic actuated Cartesian positioning robot and of an
ultrasonic motor actuated haptic needle ﬁring unit, as two main parts of the prostate robot. At the
end of the chapter the system electronics used in the scanner room and the methods for scanner, robot,
and control PC communication are studied.
5.2 Design Speciﬁcations and Guidelines
The following are the objectives and speciﬁcations of the prostate biopsy robot which were set with
our radiologist Prof. Nandita deSouza at the Royal Marsden Hospital, Surrey, UK. They are based
on the clinical considerations in transrectal prostate biopsy, and the robot is intended to be designed
with its work ﬂow similar to existing interventions with the ultrasound guidance. The objectives and
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speciﬁcations are shown as follows:
5.2.1 General Objectives
The system is designed to perform prostate biopsy under image guidance in a 1.5T closed bore MRI
scanner, the procedure of transrectal prostate biopsy is chosen because of its beneﬁt of requiring no
anaesthetic injections for the patient and its direct adaptation from the conventional TRUS biopsy.
In any case, the complexity in this procedure, in that an endorectal probe is inserted into a patient
rectum and pivoted by the rectal sphincter, means that a robot kinematics related to the sphincter
position for biopsy, has to be taken into consideration, and is more complicated than its alternative as
transperineal biopsy (in which the robot is not connected to the patient body and the biopsy needle
is inserted through the perineal wall).
It was requested by our radiologist that the biopsy should be performed manually such that the
radiologist could take control at anytime during the procedure. The robot design should be such that
the user can control the scanner host computer and the robot itself in the scanner room near to the
patient, which allows the user to monitor closely the patient as well as the robot movement. As the
system is designed to be non-autonomous, its main functionality is (i) to track the real-time position of
the biopsy needle relative to the target point, (ii) to resolve robot kinematics to provide calculated sets
of joint movement in the robot to align the needle to the target point at three dimensional space, and
(iii) to provide a graphical user control interface and a hardware needle insertion interface, such that
the robot can perform needle alignment and insertion, following the command from the radiologist.
The control interface should be easy to use, intuitive, and have caused no unfavourable interference
within the MR environment. It is anticipated that the procedure time could be within 30-40mins,
similar to its ultrasound counterpart.
5.2.2 Acceptable Level of MR Compatibility
The robotic system has to be designed to be MR compatible at a level that its presence will not aﬀect
the image quality for the biopsy procedure including real-time tracking. The acceptable level of SNR
reduction is set to be below 10%, as with diﬀerent MR robots seen in literature and image artifacts
should not be generated in the imaging volume. This implies the use of non-magnetic materials for
the structural components and non-electromagnetic actuation, position sensing, and force sensing. As
cables and electronics are potential sources of EM noise as well as thermal induction, they are required
to be shielded, connected to the ground of the scanner and prevented from direct contact with both
patients and operators for their safety.
5.2.3 Required Workspace
The prostate is a small sized gland in the male reproductive system, with the average dimensions of
50mm in the lateral direction of a man, 35mm in the anterior-posterior direction, and 40mm in the
foot-head direction. This gland is located 150mm from the perineal wall and 100mm from the rectal
sphincter. If the prostate gland is approximated in shape by an ellipse with the dimension speciﬁed
above, the range of motion required by the robot is illustrated in Figure 5.1, where the patient is
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Figure 5.1: Schematic diagrams of (a) posterior-anterior view and (b) foot-head view, showing the
required workspace covering the prostate.
in left lateral decubitus position, a common gesture for transrectal prostate biopsy. In the robot
speciﬁcation, the workspace of the robot should allow targeting of any point in the prostate, especially
the adenocarcinomas area, which is located mostly close to the periphery of the capsule. Figure 5.2
shows the MR image of the adenocarcinomas area in the prostate, in the posterior-anterior view and
the head-foot view.
5.2.4 Spatial Availability for Robot Movement
The patient is positioned in the left lateral decubitus position during the prostate procedure which is
a common gesture for transrectal biopsy. The patient body is placed right in the middle of the scanner
as shown in Figure 5.1, for two reasons: (i) it is important to have the prostate, rectum and anus
within the imaging volume and as close as possible to the isocentre, to acquire a good image quality of
the prostate and related geometry for needle tracking; (ii) putting the patient body at the centre of the
scanner axis allows a large robot working area approximated by a trapezoid with the height of 30cm
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Figure 5.2: MR images of (a) posterior-anterior view and (b) foot-head view, showing the adenocarci-
nomas area in the periphery of the capsule.
in posterior-anterior direction (Figure 5.1(a)), which is about 55% of the diameter of the semi-circle
in the cross sectional view of a scanner bore (Figure 5.1(b)).
5.2.5 Robot kinematics
The device is designed to be ﬁxed to the scanner table with an adjustable mount that allows for
diﬀerent patient body sizes and ﬂexibility in positioning of the patient. The patient is positioned on
the scanner's couch in the lateral decubitus position. For a transrectal procedure, an endorectal probe
is required as the end eﬀector which is inserted into the rectum and contains the needle. Once inserted
into the rectum, the probe must be moved to a suitable position and orientation for an alignment of
the biopsy needle to the target area. In this application, the device should have at least 4DOF of
actuated motion, as indicated Figure 5.3: (i) a translation for the movement of the endorectal probe
front and back; (ii) pitch and yaw about the rectal sphincter to align the needle to the target; (iii)
and another translation for the needle insertion; the 4 DOF are the basic kinematics for the needle
alignment. Additionally the robot should have enough ﬂexibility to allow the end eﬀector to be placed
close enough to the patient's rectal sphincter, which requires an adjustable support for diﬀerent size
of patients.
5.2.6 Robot Control and Tracking
Assistive Robot Strategy
Autonomous robotic systems are widely used in industry to reduce manufacture cost and time, achieve
standardised quality of product, and hence boost up productivity. However, this is not comparable
to the situation in medical robotics where each patient is individual and the practices are patient
oriented. A dialogue with our radiologist reveals that clinicians prefer to be involved in the procedure
and have robots designed for an assistive role to help perform simple but repetitive tasks. Therefore, a
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Figure 5.3: Robot kinematics for transrectal prostate biopsy: at least 4 actuated DOF for the needle
alignment and insertion, and a support frame to place the end eﬀector close to the patient anus. [Blue,
2009, Harald H. Quick, 2005].
clinician-in-the-loop approach is taken when designing the control strategy, in which the user controls
the movement of the robot and inserts and ﬁres the biopsy needle manually with the corresponding
interface; whilst the robot works as a slave manipulator to follow the command of the user to align the
biopsy needle in three dimensional space, and provide stable holding of the needle. In addition to this,
the control interface provides instructions of robot movements to the user for the needle alignment to
a user deﬁned target, and provides simulation of the robot trajectory whilst avoiding collision with the
scanner bore boundary. These goals are achievable by derivation of the robot kinematics.
Real-time Image Display
As the robot is designed to be assistive to the user, a real-time image display of the prostate target
lesion and the relative needle position are necessary for the user to control and monitor the needle
alignment. It was requested by our radiologist that a display of the real-time MR images be made
available inside the scanner room, so as to allow monitoring of the patient and the procedure closely,
and implementation of an immediate stop if necessary.
Spatial tracking
The spatial tracking of the robot and needle localisation are both achieved by the optical position
encoders embedded in robot joints and MRI ﬁducial markers embedded in an endorectal probe. The
ﬁducial markers appear as a bright spot in MR images, and are attached to the head of the endorectal
probe for position tracking. When the markers are within the linear region of the magnetic ﬁeld in the
DSV, they are able to provide ﬁne position measurements. Therefore, position control of the robot
relies on the optical encoder reading, when the end eﬀector is in a region far from the isocentre of the
scanner, and on the ﬁducial markers when it is close to the centre.
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5.3 Design Overview
Figure 5.4 presents the design of the biopsy robot and the overview setup of the whole system including
the control interface. The robot design consists of: (i) a Cartesian positioning robot actuated by the
custom design pneumatic motor, (ii) an extension arm, (iii) a haptic needle ﬁring unit coupled with
gimbals, which is connected to the extension arm, and (iv) an endorectal probe attached to the unit.
The needle ﬁring unit is actuated by the Piezoleg motor, and attached to the gimbals which allow the
unit to be set in pitch and yaw direction.
During the biopsy procedure, an endorectal probe is inserted into the patient's rectum, and his
rectal sphincter works approximately as a pivot, supporting the probe. The cooperative movement of
the three axes of the Cartesian robot allows the rotation of the probe in pitch and yaw, as well as,
translational movement of the probe towards and away from the rectum. Pitch, yaw, translation of
the endorectal probe and needle insertion are the minimum necessary motion for transrectal prostate
biopsy, and they are similar to the required probe movement in TRUS prostate biopsy.
Attached to the gimbals is the needle ﬁring unit which comprises of 2DOF: one is a linear needle
insertion axis; another is a needle ﬁring trigger. The former is in charge of the insertion and retraction
of the biopsy needle when a needle alignment in terms of the pitch, yaw, and translation of the probe
is conﬁrmed ; the latter is to ﬁre the biopsy needle to obtain a prostate sample in which only a forward
movement is required and can be achieved with the use of a pneumatic cylinder. In terms of the
speciﬁcations of each axis, a thorough discussion is presented in the next Section of Robot Kinematics
Analysis.
5.4 Robot Kinematic Analysis
5.4.1 Forward Kinematics
Forward and inverse kinematic problems are fundamental to the study of robotics. For relatively simple
robots, with few degrees of freedom, both of these kinematic problems can usually be solved directly
and without much diﬃculty. However, for more sophisticated robots, it is useful to apply a more
general and systematic approach that can be applied to most kinematic conﬁgurations and obtain the
forward kinematic equations of any multi-link robot; to determine both position and orientation of the
end eﬀector relative to the robot base.
The objective of forward kinematics is to determine the end eﬀector position and orientation as a
function of the joint variables and link lengths [Lewis, 1993]. In the case of the prostate biopsy robot,
the position of the needle notch is calculated with the given movement of each joint in the Cartesian
robot and in the gimbals, which are either encoded by the position encoders or the ﬁducial markers.
Denavit Hartenberg (D-H) coordinate transformation, is the most common technique to construct the
forward kinematic equations of a manipulator and hence is adapted in analysis of the robot kinematics
[Lewis, 1993].
The kinematic diagram of the prostate biopsy robot is illustrated in Figure 5.5. Frame 0 is the
base frame of the robot; and frame N is the frame of the end eﬀector corresponding to the centre of
the needle notch near to the tip of the needle, to which a biopsy specimen will be stored after the
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Figure 5.4: (a) CAD drawing of the robot design consisting of a Cartesian positioning robot, an
extension arm, a gimbals mechanism and a haptic needle ﬁring unit with an endorectal probe attached.
(b) The setup of the biopsy robot with its control interface.
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Figure 5.5: Kinematic diagram of the prostate robot design.
needle is triggered. A list of symbol notations used in the kinematic calculation is listed in Table 5.1.
The DH transformation matrices deﬁning the geometric relation between each connected frames from
frame 0 to frame N are indicated in Table 5.2.
Multiplication of all the DH transformation matrices from frame 0 to frame N can result in a
transformation matrix representing the coordinate of the end eﬀector (needle notch centre) with respect
to the robot base frame 0 and the matrix is listed in Table 5.3 (Equation (5.1)).
In the transformation matrix TN0 , variables governing the movement of the robot are the joint
variables of translation in X, Y and Z modules of the Cartesian robot DX , DY , DZ , the pitch angle
θP and the yaw angle θY of the gimbals. In reality, the two angles are not freely rotated during the
procedure, and they are governed by the position of the rectal sphincter and the centre of the gimbals,
as shown in Figure 5.6.
The centre of the gimbals relative to the frame 0 is 0rGIM =
 DY + LY +DEcosθE−DX − LX − LTH − LEG
DZ + LZ +DEsinθE
from
the kinematics diagram in Figure 5.5, and the position of the rectal sphincter 0rRS =
 b1b2
b3
is mea-
surable from MR images of the patient body. Therefore, the pitch angle θP and the yaw angle θY
can simply calculated by dot product of the vector from the gimbals centre to the rectal sphincter(
0rRS − 0rGIM
)
to its projection vector in X0Y0 and Z0X0 planes, and θP and θY can be in terms of
DX , DY and DZ .
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 Description Range/Value 
 MRI Scanner  
Frame S Frame of the scanner   
 Cartesian Robot  
Frame 0 Frame in the Z module of the robot  
Frame 1 Frame in the X module of the robot  
Frame 2 Frame in the Y module of the robot  
Lz Link in Z module 49.8 mm 
Lx Link in X module 52.7 mm 
LY Link in Y module 52.8 mm 
Dz Movable Range in Z module 0-80 mm 
Dx Movable Range in X module 0-180 mm 
Dy Movable Range in Y module 0-180 mm 
 Extension Arm   
Frame 3 Frame of the extension arm  
LTH Thickness of the arm in 3Y  direction 13 mm 
DE Extension length 0-220 mm 
Eθ  Angle inclination of the extension arm from the vertical axis 0-150
 o
 
 Gimbals   
Frame 4 Frame in the first joint in the pitch direction  
Frame 5 Frame in the first joint in the yawn direction  
Pθ  Gimbals pitch angle -90-90
o
 
Yθ  Gimbals yawn angle 0-90
 o
 
EGL  Link  from the extension arm to the gimbals 52.4 mm 
GIM Centre position of the gimbals. Its coordinate is GIMr
0 in frame 0  
 Haptic Needle Firing Unit  
Frame 6 Frame of the haptic needle firing unit (gimbals centre (GIM))  
Frame 7 Frame of needle insertion  
Frame N Frame of needle trigger  
LGB Perpendicular distance from the centre of the gimbals to the biopsy needle 44.1mm 
α  Angle formed by the needle axis and the line joining centre of the rectal 
sphincter RS and the centre of the gimbals GIM (Refer to Figure 5.6(b)). 
 
DI  Needle insertion depth 0-45 mm 
LI Distance from point 7 to point N 105.9mm 
DF Length of Needle trigger 0 or 22 mm 
N Notch centre position  
RS Centre position of the rectal sphincter. Its coordinate is RSr
0
 in frame 0  
etTr arg
0
 The target point coordinate in frame 0  
 
Table 5.1: Deﬁnition of symbols in the kinematics calculation
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DH Transformation Matrices Descriptions 








+
=
1000
100
0010
0001
1
0
ZZ LD
T  








−−−
−
=
1000
0001
100
0010
2
1
XX LDT  








−−−
=
1000
0010
100
0001
3
2
YY LDT  
Z, X and Y module  
ZD , XD , and YD  are the joint variable of 
translation in Z, X, Y modules of the Cartesian 
robot.  
 
Lz, Lx, Ly are the length of the links in each the Z, 
X, Y modules. They are also equal to the distance 
between point 0 and 1, point 1 and 2, and point 2 
and 3 respectively when ZD = XD = YD =0. 
 








=
1000
cos100
010
sin001
4
3
EE
TH
EE
D
L
D
T
θ
θ
 
Extension Arm 
ThL , ED , Eθ  are the thickness of the arm in 
3y direction, its extension length, and its angle 
inclination from the vertical axis 3z . 








−
−
=
1000
00cossin
100
00sincos
5
4
PP
EG
PP
L
T
θθ
θθ
 








−
=
1000
00sincos
0100
00cossin
6
5
YY
YY
T
θθ
θθ
 
Gimbals- Pitch Angle and Yaw Angle 
The pitch angle Pθ  and the Yaw Angle Yθ can be 
encoded from the two coordinates of the centre 
position of the gimbals GIM and the centre position 
of the rectal sphincter RS. (Refer to Figure 5.6, 
equation 3 and 4) 








−
=
1000
0010
0100
001
7
6
GBL
T  
Needle Insertion Unit 
LGB is the perpendicular distance from the centre of 
the gimbals GIM to the biopsy needle at point 7.  








++
=
1000
100
0010
0001
7
IIF
N
LDD
T  
Needle Insertion and Triggering Axis 
ID  is the needle insertion depth; and 
IL corresponds to the distance from 7 to N. As 
biopsy is either at the stage of “ready to fire” or 
“fired”, FD  has only possible values, i.e. FD = 
22mm or 0mm. Point N is the notch centre of the 
Table 5.2: DH transformation matrices for each connected link in the prostate robot
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







=
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0
111098
765
4321
0
aaaa
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aaaa
T N  
where  
)sin()-sin( YP1 θθ ⋅=a , 
)-cos( P2 θ=a , 
)s(c)-sin( YP3 θθ oa ⋅= , 
YYEEGBYP
IIFYP
LDDL
LDDa
+++⋅⋅−
++⋅⋅−=
)cos(.)sin()sin(
)()cos()sin(4
θθθ
θθ
 
)-cos( Y5 θ=a ,  
)(s Y6 θina = , 
)(
)cos()()sin(7
XXTHEG
GBYIIFY
LDLL
LLDDa
+++−
⋅−++⋅= θθ
, 
)).sin(-cos( YP8 θθ=a ,  
)(s P9 θina = ,  
)).cos(cos( YP10 θθ=a , 
ZZEEGBYp
IIFYP
LDDL
LDDa
++++
++=
)cos(.).sin().cos(
)).(cos().cos(11
θθθ
θθ
 
 
(5.1)
Table 5.3: DH transformation matrices from frame 0 to frame N:
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From Figure 5.6(a) (by dot product), we have
cosθP =
(
0rRS −0 rGIM
)
.0rY Z
|0rRS −0 rGIM | . |0rY Z |
, where 0rRS −0 rGIM =
 b1 − (DY + LY +DEcosθE)b2 + (DX + LX + LTH + LEG)
b3 − (DZ + LZ +DEsinθE)
and 0rY Z is the projection vector of
0rRS −0 rGIM in Y0Z0 plane in frame 0, i.e. 0rY Z =
 0b2 + (DX + LX + LTH + LEG)
b3 − (DZ + LZ +DEsinθE)
.
From Figure 5.6(b) (by dot product), we have
cos (α− θY ) =
(
0rRS −0 rGIM
)
.0rXZ
|0rRS −0 rGIM | |0rXZ |
,where 0rXZ is the projection vector of
0rRS −0 rGIM in X0Z0 plane in frame 0, i.e.
0rXZ =
 b1 − (DY + LY +DEcosθE)0
b3 − (DZ + LZ +DEsinθE)
 and α = sin−1 ( LGB|0rRS−0rGIM |).
5.4.2 Robot-Scanner Registration
Point-to-point Registration
Registration is a mapping operation to transform the coordinate system of one object from one space
into another space, which is an important technique in image-guided interventions to relate the scanner
base frame into the robot base frame. In the case of the prostate biopsy robot, the coordinates of
the suspected target and the centre of the rectal sphincter are obtained from the MRI images, and
transformed from the scanner frame S into the robot base frame 0, where the frame S corresponds
to the data point and coordinate system used in the scanner measured from the isocentre; The rectal
sphincter and target position are then represented in the robot base frame 0 and are used for calculation
of forward and inverse kinematics. The equation governing the transformation from the scanner frame
to the robot base frame can be expressed as:
0r = TS0 .
Sr (5.2)
where TS0 is a 4× 4 transformation matrix from scanner base to robot base; Sr is the point concerned
in the scanner frame, and 0r is the corresponding coordinate in robot base frame 0. To compute the
transformation matrix TS0 , a minimum number of 3 points, which are not collinear, are required to
be measured in both frames. Algorithms are found in literature for the point-to-point registration,
and toolboxes for registration are available in research software, such as Matlab® [Birkfellner, 2001,
Friston, 1995]. The scanner-robot registration was performed with the use of Matlab® and LabView®
based on the registration method of least-squares ﬁtting of two 3-D point sets by Arun and Horn [Arun
KS, 1987, Horn, 1987]. As shown in Figure 5.7, three passive ﬁducial markers were embedded in the
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(a)
(b)
Figure 5.6: (a) Side view and (b) top view of the gimbals, showing the geometric relationship between
the pitch angle θP , the yaw Angle θY of the gimbals, the centre of the gimbals, and the position of the
rectal sphincter.
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Figure 5.7: Three passive ﬁducial markers were embedded in the robot base for registration. The
process for registration involves localisation of the markers in scanner coordinates and maps the points
to the robot coordinates which were pre-obtained with the use of Microscribe®, a digital measurement
device with a maximum error of 0.05mm.
robot base and were localised with a modiﬁed 2D FLASH sequence in the scanner frame, and their
coordinates in the robot frame were measured with Microscribe®, a digital measurement device with
a maximum error of 0.05mm.
Passive Fiducial Marker
A passive marker is a source of MR signals, commonly made from a piece of material which can
appear bright in the image, and localisation is achieved with an image processing technique and does
not necessitate the use of any additional hardware or post-processing steps. Contrast agents and
susceptibility artifacts produced by materials are commonly used in passive markers to generate a spot
in the image that appears brighter than the background.
In the case of the robot-scanner registration, three passive ﬁducial markers were placed within
the robot base and their MR signals were more intense when compared with the plastic robot which
appeared as a dark area, as no signal is generated from plastic materials (Figure 5.8), therefore it
would not be a problem to obtain good contrast to visualise the markers. For the ﬁducial marker
design, Spenco® was chosen as the signal generating material, due to its MR properties being similar
to water but with a solid/gel texture and so more easily adapted. The Spenco® was placed in a micro
coil connected with a capacitor, which acted as an inductor-capacitor (LC) circuit and was tuned to
resonate at 63.6MHz. The micro coil made from 0.46mm enamelled wire with a hand-wound 6 turns
was equivalent to an inductance of 55nH, and was soldered to a small piece of stripboard with a non-
magnetic capacitor of 110pF connected, as illustrated in Figure 5.9. As Spenco® dries out within a
few hours and it is important to maintain the moisture of the signal generating material, the Spenco®
was sealed by resin glue in the coil once it was ﬁne tuned with the network analyser.
This work of ﬁducial marker design was completed at the Radiological Science Unit, Charing Cross
Hospital, London, U.K. The ﬁducial marker and a modiﬁed FLASH 2D image sequence particularly
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Figure 5.8: MR image of the three ﬁducial markers localised for registration. A modiﬁed 2D sequence
was adapted to process the coordinates with accuracy of 0.2mm [Rea, 2008].
 
Figure 5.9: A 3mm×3mm ﬁducial micro-coil marker with Spenco® embedded as a signal generating
material. The LC circuit was tuned to resonate at 63.6MHz.
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designed for ﬁducial tracking and localisation were developed by that research group. A detailed
description of the developed tracking method is beyond the scope of this thesis, and readers who are
interested are recommended to refer to a published paper by Marc Rea, the physicist on the team
[Rea, 2008].
5.4.3 Inverse Kinematics
Forward kinematic problems of determining the position and orientation of the end eﬀector relative
to the base, as a function of given link values, were considered in the previous section. Here inverse
kinematic problems of the prostate biopsy robot are considered, to determine a particular set of link
values that will produce a known and desired end eﬀector conﬁguration. As these types of problems, in
common with other inverse kinematic problems, generally involve solving of nonlinear multi-variable
equations, they contain the questions of existence, uniqueness, and the methods used to solve the
equations. However, the inverse kinematic problem involved in the prostate robot is relatively simple,
as the target point and the centre of the rectal sphincter govern the orientation and position of the
biopsy needle, therefore the solution must be unique, and is either in the range of the robot joint,
or out of the range (meaning that it is geometrically unachievable in reality and repositioning of the
robot is required).
The inverse kinematics of the prostate robot is handled with the use of Matlab®, in which the
target point SrTarget in the scanner frame is localised manually by our radiologist, and its corresponding
coordinate of 0rTarget in the robot base is solved, given that T
S
0 in Equation (5.2) is known after the
scanner-robot registration. Therefore, we have:
0rTarget = TS0 .
SrTarget (5.3)
0rTarget can be calculated from Equation (5.3) and after that, the joint movement DX , DY and DZ
can be calculated from Equation (5.1).
5.4.4 Workspace Analysis
The workspace of a robot is the space which the end eﬀector can access when considering all possible
motions that the joints can execute. This space is governed by the robot kinematic design, and is
obtained by solving the forward kinematics of the robot for every single possible joint value. In the
case of the prostate biopsy robot, an important constraint was added to the workspace analysis, that
is, the movement space available to the robot. As shown in Figure 5.1, the space available is the area
of the scanner bore minus the space taken up by the patient, and is approximately the volume shown
as dotted lines in the ﬁgure. In the workspace analysis, the robot movement should be considered and
if it is outside the volume boundary, the corresponding workspace overlies the scanner bore, and hence
is not achievable in reality.
The robot workspace varies depending on how the patient is positioned, where the centre of the
rectal sphincter is (as the entrance point of the endorectal probe), and where the robot is placed
correspondingly. Clinical data from a patient for prostate biopsy was used in our workspace analysis
to describe the space occupied by a patient in the scanner, so that a CAD model can be developed
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representing the actual location of the robot and the patient as shown in Figure 5.10(a). Workspace
analysis was implemented in Matlab®, in which the centre of the rectal sphincter was located at
a normal distance of 120mm from the gimbals. Figure 5.10(b) and (c) presents the biopsy needle
sampling workspace, where the size of the patient prostate (38mm×42mm×53mm) was obtain from
the MR image, and was 102 mm away from the sphincter centre in Z0 direction of the robot, 39 mm in
Y0 direction, and its height was 112mm from the isocentre (Data were measured from MR images of
the patient). For the given kinematic design of the robot, the whole area of the prostate is covered by
the workspace, showing the capability of the robot to cover all the potential prostate area for biopsy in
the current conﬁguration. For reason of clarity, only the contour of the needle notch and the contour
of the needle ﬁring unit are illustrated in the diagram.
The workspace analysis presented here acts as a measure which can enable a quick visualisation
of the workspace that the prostate robot can achieve on a particular position of the patient and on
a particular robot setup. However, it does not assure the end eﬀector capable of reaching the target
in all cases. Testing the workspace with a speciﬁc patient and robot setup before a biopsy is the only
way to absolutely demonstrate if the target point is accessible by the robot. In any case, workspace
analyses were performed in the biopsy patients in the clinical trials to realise the workspace of the
robot, and most of their biopsy targets were within the accessible area.
The workspace analysis has also indicated two practical considerations of about how the patient
position aﬀects the workspace during clinical trials.
1. A patient with a relatively large prostate (e.g prostate infection and inﬂammation) in which
the biopsy target is at the far anterior side (+Y0 direction) may cause diﬃculty in the biopsy
procedure, as the rear end of the biopsy needle is placed very posteriorly (-Y0 direction)) and
may potentially collide with the scanner bore (Figure 5.11). In this case, the patient needs to be
positioned in such a way that his body is placed away from the scanner's central axis, towards
his anterior side (+Y0 direction) to allow more movement space to be available for the robot.
However this approach can be inhibited if the patient has a relatively large thigh, which would
limit the degree of possible movement to the anterior side (+Y0 direction) before his knee collides
with the scanner bore.
2. A patient with a small hip has his rectal sphincter at a lower position relative to the scanner
table when he is in lateral decubitus position, and the rear end of the biopsy needle may collide
with the scanner table if a higher region is targeted (Figure 5.12). In this situation, the patient
should be setup on the scanner table with his hip lifted up by a cushion, so that his rectal
sphincter is high enough to prevent the collision between the scanner table and the rear end of
the biopsy needle. An alternative solution is to remove the spinal coil and have the patient body
supported by a body cushion. The spinal coil is normally embedded into the slot of 40mm depth
that is built into the scanner table (e.g a Siemens 1.5T MAGNETOM Avanto scanner), and it is
removable if necessary to provide extra space for robot movement.
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(c)
Figure 5.10: (a) CAD model of the prostate biopsy robot placed according to the position of the
patient. Workspace analysis of the prostate robot in (b) Y0Z0 and (c) X0Z0 plane (robot frame 0).
The contour of the needle notch workspace is presented in blue, showing the space covering the whole
prostate.
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Figure 5.11: Potential workspace constraint of the prostate robot: patient with the biopsy target at
the far anterior side (+Y0 direction).
Figure 5.12: Potential workspace constraint of the prostate robot: patient with a small hip and
therefore with his rectal sphincter at a lower position.
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(a) (b)
Figure 5.13: (a) Endorectal probe with a receive coil and two ﬁducial markers embedded. (b) Fiducial
markers appear as bright points in the MR image for localisation of the position of the biopsy needle
notch (yellow box).
5.4.5 Real-Time Tracking
To monitor the orientation of the needle, two passive ﬁducial markers were embedded in the terminal
part of the endorectal probe as illustrated in Figure 5.13, and the positions of the markers formed
a ﬁxed geometric relationship to the position of the biopsy needle notch where prostate tissue will
be sampled. Therefore, tracking of the two ﬁducial markers can provide localisation of the needle
notch for needle alignment. The endorectal probe was designed in Solidworks®, a CAD software and
fabricated with rapid prototyping, and an endorectal receive coil was embedded to enhance prostate
image quality. This receive coil and the ﬁducial marker designs were completed at the Radiological
Science Unit, Charing Cross Hospital Unit, London, U.K.
5.5 Engineering Design
5.5.1 Cartesian Robot
The strong static magnetic ﬁeld in the scanner leads to a large attractive force on ferromagnetic
materials and the switched gradients and RF ﬁelds induces eddy currents on conductive materials. In
consequence, development of an MRI compatible mechatronic system equates to a large amount of work
in hardware design. Standardisation of key MR compatible components can save time and simplify the
robot design. Therefore, a 1DOF robotic module was designed in which an MRI compatible position
encoder and a pneumatic motor as described in Chapter 3, were embedded for implementation of the
closed-loop position control. The dimensions of the module can be varied and the modules themselves
can be connected together to form a multi DOF MR robot for positioning in diﬀerent applications.
A Cartesian MRI compatible robot is formulated by the combination of three of the modules (Figure
5.14(a) and (b)), and is coupled to a haptic needle ﬁring unit linked by gimbals and an extension arm
as illustration in Figure 5.14(c). Figure 5.15 shows the side view and top view of the prostate robot
mounted onto a scanner table.
To ensure the MR compatibility of the system, Delrin® and Ertalon® materials were selected
for the body and components were joined with nylon screws. The performance of the selected optical
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encoders, pneumatic air motors, and their control were mentioned in terms of their MR compatibility
in Chapter 3, and their speciﬁcations and control in Chapter 4. The MRI compatibility issue of newly
developed devices can be roughly estimated in the preliminary design process with the standardised
components, even though the MR compatibility of each medical robotic system is still required to be
quantiﬁed before being used.
5.5.2 Haptic Needle Firing Unit
Needle Firing Unit
Imaged guided interventions in a conventional closed bore scanner impose a necessary separation
distance between the tissue of interest and the workspace accessible by a clinician. This spatial
restriction limits tactile information during the procedure. Force feedback is important in percutaneous
therapy, and therefore a haptic needle ﬁring unit and a force feedback control interface were designed to
retrieve touch sense information during prostate biopsies, with the intention that the clinician performs
the insertion with a hardware control interface to reconstruct the sense of touch. Both parts were built
with the MR compatible force sensors, encoders and ultrasonic motors mentioned in Chapter 3, of
which the performance characteristics and the control strategies were discussed in detail in Chapter 4.
The needle ﬁring unit was developed to be integrated with the Cartesian robot, and a CAD drawing
of the haptic unit is shown in Figure 5.16, which comprises of: (i) a biopsy needle housing design, (ii) a
pair of force sensors for measurement of insertion and retraction of the needle, (iii) a linear encoder for
position tracking, (iv) ultrasonic motors for actuation, and (v) a plastic linear rail guide. The needle
mount was manufactured by rapid prototyping according to the shape and the size of the needle and
the rest of structural components are made from Delrin® and Ertalon® connected with Nylon screws.
Hardware Control Interface
The haptic control interface was designed to be MRI compatible to allow clinicians to operate the
biopsy robot from within the scanner room, providing them with the best accessibility to the patient.
During needle puncturing, the user controls the insertion depth by adjusting the control pad of the
interface, and it correspondingly, reproduces in real time, the amount of force measured by the force
sensors during needle movement, giving a sense of piercing tissue, as it would be felt if performed by
free hand.
The speciﬁcation and control strategy of the haptic needle ﬁring unit and the hardware control
interface has been presented in Section 4.3 in Chapter 4, and part of the haptic unit design has been
published in a journal paper [Tse, 2009].
5.6 System Electronics
5.6.1 Faraday Cage
The biopsy robot together with its control system, was designed to usable in the scanner room, and thus
all supporting electronics were placed in a shielded Faraday enclosure to electromagnetically isolate
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(a) (b)
(c)
Figure 5.14: (a) A Cartesian robot formulated by interconnecting three modules. Each module is
incorperated with a rack and pinion mechanism, a pneumatic air motor and an optical encoder. (b)
Its side view. (c) The robot integrated with a haptic needle ﬁring mechanism for transrectal prostate
biopsy which is linked with the use of gimbals and an extension arm.
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(a)
(b) (c)
Figure 5.15: The side view (a) and (b), and the top view (c) of the prostate biopsy robot mounted
onto the scanner table.
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(a) (b)
Figure 5.16: (a) CAD model of the haptic unit carrying a biopsy needle coupled with an endorectal
probe. (b) Its zoom view: a pair of force sensors embedded for force measurement in two directions
for push and pull. The biopsy needle mounted on the needle housing is moved by the ultrasonic motor
along the plastic linear rails.
the EM noise source from the scanner. The Faraday cage, which comprises of a shielded aluminium
enclosure, is placed 2m from the scanner bore entrance and connected to the ground of the scanner
room. All electrical cables linking to the biopsy robot and the hardware control interface from the
aluminium enclosure are ﬁltered and shielded. Inside the enclosure is: (i) an FPGA processor (NI
CompactRIO 9004) with haptic control and robot position control implemented, (ii) pneumatic motor
and ultrasonic motor drives, (iii) signal ﬁltering and ampliﬁcation circuits for the force sensors , (iv)
AC/DC medical standard power supply, (v) touch screen PC to display real-time MR tracking images
and graphical user interface for the prostate robot, and (vi) an ethernet-optical signal converter for
the touch screen PC to communicate with and receive images from the host computer in the control
room. Figure 5.17 illustrates the electronics within the enclosure and Figure 5.18(a) shows its setup
in the scanner room.
5.6.2 Touch Screen Control PC
A PC (Intel Pentium M, 400MHz, 1GB RAM, Windows XP) interface integrated to a 15inch touch
screen for graphical display and user input was embedded in the Faraday cage. The PC executes
programmes and stores data in a ﬂash disk drive, as preliminary experiments reported that the use
of a PC with a conventional magnetic principle based hard disk drive, which stores digitally encoded
data on rapidly rotating platters with magnetic surfaces, can potentially interfere with the main ﬁeld
resulting in the loss of stored data. The PC incorporates two Ethernet plugs, one for communication
to the FPGA processor and the other for image transmission and remote control of the host computer.
The large aluminium enclosure contains an aperture within which the touch screen was mounted as
shown in Figure 5.18 and which was covered by conductive transparent sheets connected to the ground
of the enclosure to avoid RF leakage from the electronics. The power supply of the PC was placed in
an individual shielded enclosure to avoid EM noise emission. The PC was installed with an application
executable ﬁle which was programmed based on LabView® and Matlab® to provide a graphical user
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Figure 5.17: Electronics components used within the aluminium enclosure.
interface for the robot control, an image tracking display, and to solve the kinematics of the robot.
5.7 Scanner, Robot and Control PC Communications
The prostate biopsy robot was connected to the control hardware in the Faraday cage via standard
shielded Ethernet cables for motor and encoder signal transmission, and pneumatic pipes for airﬂow
supply (Figure 5.19(a)). Every signal cable was properly shielded and low-pass ﬁlters with cut-oﬀ
frequencies of 64MHz were implemented to suppress RF noise picked up from the scanner (Figure
5.19(b)). The control PC in the Faraday cage was connected to a host computer in the control room
to allow our radiologist to control the scanner during the procedure, and to allow image transfer.
Preliminary experiments showed that the scanner is very sensitive to electrical cables passing from
the control room to the scanner room, as the cables act as antennas for stray RF outside the scanner
room and the EM noise is then picked up by the RF receive coils in the scanner. Therefore, the
connection between the control PC and the scanner host computer was achieved using a TCP/IP
protocol over a ﬁber optic cable (TF - STST62DOR10, ST Duplex Multimode) and an optical converter
(ARG100LM/ST2, Techaya), as shown in Figure 5.19(c).
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(a) (b)
Figure 5.18: (a) 15inch touch screen for graphic user interface in the aluminum enclosure for the image
tracking display and robot control interface, and (b) the ﬂash disk PC embedded.
5.8 Conclusion
To make use of the beneﬁts of the high image resolution from MRI for image guidance, a transrectal
prostate biopsy robot has been developed. The design guidelines and speciﬁcations were ﬁrst introduced
in the chapter in the aspects of the required level of MR compatibility, the required robot kinematics,
the robot workspace, the spatial availability for movement, and the robot control. Following this
was a thorough kinematic analysis based on the Denavit Hartenberg coordinate transformation of
the proposed robot, which includes the issue of forward and inverse kinematics, the robot-scanner
registration, workspace analysis, precautions for patients with extreme sizes and image tracking.
After that, the mechanical design of the proposed prostate biopsy robot was presented with the use
of proven MR compatible actuators and sensors as evaluated in Chapter 3, although a test must be
conducted to evaluate its compatibility as a whole system. The biopsy system consists of a Cartesian
positioning robot based on a modular design, with a pneumatic motor and position encoder embedded
on each axis, and a haptic needle ﬁring unit for reconstruction of the sense of touch during the needle
procedure. The needle ﬁring unit is connected to the Cartesian robot using gimbals and an extension
arm, allowing the biopsy needle to be placed in the rectum, and to have the necessary DOF for
movements. The needle can be inserted, ﬁred and retracted in a short time once its alignment has
been conﬁrmed. The needle ﬁring unit incorporates haptic force feedback, and allows reconstruction
of the sense of touch to the user manipulating the needle insertion with a hardware control interface.
This unit has proven the concept of applying haptics in MR-guided interventions. The haptic unit
developed here has been used to insert a biopsy needle, but other functionalities are possible depending
on the needs of surgical interventions [Starkie, 2001, Jakopec, 2001, Rossi, 2005].
Electronics supporting the biopsy robot have been discussed, along with the use of shielding,
earthing, ﬁltering and application of a Faraday cage for electromagnetic insulation from the scanner
ﬁelds. A touch screen control PC with a ﬂash disk drive was adapted for image display and graphic
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Figure 5.19: Standard shielded Ethernet cables connecting the robot to its supporting electronics in
the control enclosure (Faraday cage) and the signals pass though a group of low-pass ﬁlter with cut-oﬀ
frequency of 64MHz to suppress the RF interference. (a) Back view of the control enclosure showing
the electrical and optical cables connectors. (b) Low-pass ﬁlter group. (c) Ethernet optical signal
converter connecting the control PC in the enclosure to the host PC in the control room.
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user interface. The system communication between the scanner, robot and control PC has also be
investigated with the use of optical ﬁbre and shielded Ethernet cables.
Chapter 6
Evaluation and Clinical Experience of
the Prostate System
6.1 Introduction
The kinematic analysis, and the mechanical and electrical design of the prostate biopsy robot have
been reported in Chapter 5. The workspace analysis demonstrated that the robot is capable of driving
the end eﬀector to target any point within a prostate, although it is also subject to the size of the
patient. In this chapter, the MR compatibility of the whole system, including the control enclosure,
is presented in terms of the SNR reduction it leads to when the whole system is introduced into the
scanner room. Two approaches for users to control the robot and align the biopsy needle towards the
suspected tumour target, i.e. auto and manual needle alignment, are presented. Subsequently, clinical
trials on three recruited patients, undertaken at the Royal Marsden Hospital in Surrey are reported,
where the system was implemented for MR guided transrectal prostate biopsy to demonstrate its
functionality. The results reported that the needle alignment accuracy of the robot was 9.7mm on
average with around 40mins taken for the procedure, and the patients did not report any discomfort,
which fulﬁlls the previous system speciﬁcations. The trial procedures, results and an evaluation of the
robot design are discussed in detail.
6.2 MR Compatibility of the System
MRI compatibility tests were performed with the prostate biopsy robot placed in the imaging volume
and connected to the control enclosure located 2m away from the scanner entrance; the setup to be
applied during clinical trials. The purpose of this test was to quantify the SNR reduction caused by
the introduction of the whole system. It was necessary to carry out this further SNR reduction test
due to the additional introduction of the electrical devices within the control enclosure, although all
the core components of the robot were already tested for compatibility, as reported in Chapter 3. The
test was conducted in a 1.5T Siemens MAGNETOM Avanto scanner with the same settings of imaging
sequences described in Table 3.3 and the same procedure described in Table 3.2 in Chapter 3. The
125
CHAPTER 6. EVALUATION AND CLINICAL EXPERIENCE OF THE PROSTATE SYSTEM 126
 TSE  True FISP 
 Power 
off 
Power 
on 
Actuated Power 
off 
Power 
 on 
Actuated 
 
 
SNR 
Reduction 
 
0.11% 5.2% 9.6% 
 
0.10% 5.1% 8.1% 
 
Table 6.1: SNR degradation under diﬀerent test conditions
robot was placed next to a phantom ﬁlled with CuSO4 solution which generated MR signals during
scans. The image sequences used to test the robot were both TSE and True FISP. TSE stands for
Turbo Spin Echo, and is a variation of spin echo image sequence, and has a rather short scan time
[McRobbie, 2003]. True FISP stands for True Fast Imaging with Steady-state Precession, which is a
gradient echo image sequence with balanced rewinding gradients [McRobbie, 2003].
As the force sensor was the only ferromagnetic material used in the robot and its maximum gener-
ated artifact was qualiﬁed to be 42mm, the artifact test was not required to be repeated. As long as
the artifact of the force sensor does not overlie the region of interest, it will not produce a noticeable
distortion within the image. With respect to the SNR reduction test, the SNR of an image with
the whole system introduced along side the phantom was compared to that of the image without the
system, to quantify the interference. The deﬁnition of SNR used is the ratio between the mean signal
in the 40×40 pixel region in the centre of the phantom on the image, and the standard deviation of
the signal in the 40x40 pixel region at the top left corner of the image (as explained in Chapter 3).
To test the variation of the SNR produced by the whole system, it was tested under various
conditions: no power, powered with no actuation, and fully actuated. The test results are listed
in Table 6.1, in which the SNR of the images with the system were compared to that of with the
phantom alone, and the reduction in SNR was calculated as a percentage. The results indicated that
the maximum SNR reduction due to the introduction of the system is 9.6% in TSE and 8.1% in True
FISP, and the amount of image degradation does not aﬀect the biopsy procedure.
6.3 User Control
Needle alignment in the prostate biopsy is achieved by cooperative joint movements of the robot
calculated from the inverse kinematics. The joint movements are separated into two schemes: (i)
auto needle alignment for gross positioning and (ii) manual needle alignment for ﬁne positioning to
correct the target error between the predeﬁned target point and the biopsy projection position. With
the use of kinematics only for the joint movement calculation, the ﬁrst approach can only bring the
needle notch near to the target, due to imperfect localisation of the rectal sphincter location and its
deformation during the endorectal probe movement. However, the approach is good enough for gross
positioning, and the procedure will be followed by manual needle alignment (the second scheme) with
the use of real-time image display plus kinematics to correct the target error.
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6.3.1 Auto Needle Alignment
Trajectory planning in the prostate robot is a speciﬁcation of the desired, time-dependent paths of
the needle notch in the workspace of the robot and is related to optimisation of patient's comfort and
safety. The robot movement must not be hazardous to the patient, and actions such as stretching
and rubbing of the patient rectum wall by the endorectal probe are invasive and avoidable. Also, it is
preferable that the trajectory produces only minimal tissue deformation during the robot movement.
The rectal wall is a sensitive soft tissue and it is easy to cause bleeding by rubbing and stretching;
this commonly happens to patients undergoing ultrasound guided prostate biopsy. Furthermore, ap-
plying shear stress to the rectum wall can deform the prostate, meaning that the target point is shifted
to the deformed location and resulting in the reduced accuracy of the biopsy. To minimise rubbing of
the rectum wall and deformation of the prostate during the endorectal probe movement, each axis in
the robot is actuated sequentially following the scheme below:
1. The probe is inserted manually, set in an orientation such that it does not stress any particular
direction of the rectum, and then attached to the prostate device. This can minimise the friction
exerted on the tissue when the robot moves the probe in and out.
2. The Z module of the robot, which governs a large amount of inward/outward movement of the
probe in the rectum as illustrated in Figure 6.1, is ﬁrst actuated toDZ , where
[
DX DY DZ
]
is the joint movement in the each Cartesian axis computed by inverse kinematics such that the
needle notch is targeting the target point of SrTarget.
3. The Y module of the robot, which governs a large amount of the pitch direction movement of
the probe, is actuated to DY after the Z axis. Then lastly, the X axis, which largely governs
the yaw direction movement, is actuated to DX . It is because the probe is designed with a
large rectangular endorectal coil embedded which forms a large surface area facing the anterior
direction, that rubbing of the rectum surface and compression can be minimised when the X axis
is kept to be actuated last. A schematic diagram illustrating the sequence of the actuation axes
is shown in Figure 6.1.
4. A scan is taken to conﬁrm that the needle projection is aligned closely to the target. If the
target point is shifted signiﬁcantly due to tissue deformation, steps (1) to (3) are repeated with
the newly selected target point until the needle is well aligned. This procedure may take a few
iterations, and the deformation is subject to the stiﬀness, size and geometry of the prostate and
the rectum, as well as the location of the suspected target relative to the prostate. If the needle
alignment is close enough to the deﬁned target point, the manual needle alignment is then applied
by the user to bring the needle alignment further closer to the target.
6.3.2 Manual Needle Alignment
There are two assumptions in the kinematics calculation: (i) the pivot point is approximately the
centre of the patient's rectal sphincter. Yet it is supported by the rectal sphincter which is actually a
ring of muscle in a shape of a tube, (ii) the pivot is approximately a ﬁxed point. When the robot is
actuated, the pivot point of the endorectal probe changes due to deformation of the rectal sphincter
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Figure 6.1: The movement sequence of the prostate biopsy: in/out direction (Z module), pitch direction
(Y module), and yaw direction (X module) to minimise friction exerted to the rectum wall and to reduce
prostate deformation caused by the endorectal probe.
in reality. Although these are the necessary two assumptions to be made in order to work out the
forward and inverse kinematics of the robot, these are also the source of errors in the needle targeting.
Manual control is an additional and essential step to correct the error, and to bring the needle into a
good alignment with the target point, after gross positioning is achieved by auto targeting according
to the joint movements derived from the inverse kinematic calculation.
Manual control is basically required to move the end eﬀector a small incremental distance along
the pitch and yaw direction, where the probe movement is tracked by ﬁducial markers. To allow the
user to perform the in-plane movement of the biopsy needle, three situations are considered.
1. Angular movement in the yaw direction:
The biopsy needle is able to move at an incremental angle in the yaw direction of the robot gim-
bals. The needle performs angular movement about the rectal sphincter and is aligned manually
by the user who sets which side in the yaw direction and how far the needle should move. As the
current position of the needle notch is known from encoders and forward kinematics, the new
target point is deﬁned as φY degree away from the current position (refer to Figure 6.2(a)), and
with inverse kinematics, the joint movements are determined for the new target position. The
new target point 0rTargetis calculated as follows:
0rTarget =
 x0dY ZtanφY + y0
z0

where x0, y0 and z0 are the current needle notch position, and the sign of the movement φY is
subject to the movement direction. dY Z is the projection distance of a vector from the rectal
sphincter centre to the needle notch
(
0rN −0 rRS
)
in the YZ plane in frame 0.
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(a) (b)
Figure 6.2: Schematic diagram of an angular movement of the needle projection in (a) yaw direction
and (b) pitch direction
2. Angular movement in the pitch direction:
The deﬁnition of this movement is similar to the previous one but is operated in pitch direction in
terms of angular motion (refer to Figure 6.2(b)). The new target 0rTargetis calculated as follows:
0rTarget =
 dXZtanφP + x0y0
z0

where the sign of the movement φP is subject to the movement direction and is the dXZ projection
distance of a vector from the rectal sphincter centre to the needle notch
(
0rN −0 rRS
)
in the XZ
plane in frame 0.
3. Linear movement in the direction of depth:
Forward and backward movement of the endorectal probe is necessary for needle alignment to
the target tissue, and this movement is equivalent to one that in which the clinician pushes the
probe further into or out of the rectum for better alignment in an ultrasound guided prostate
biopsy procedure. The translational movement of the endorectal probe is deﬁned as a movement
h along the principle axis of the probe represented by an unit vector directing from the rectal
sphincter centre to the needle notch
0rN−0rRS
|0rN−0rRS | . The new target point is calculated as follows:
0rTarget =
0rN −0 rRS
|0rN −0 rRS |h+
0 rN
where the sign of the movement h is subject to the movement direction, and 0rN is the current
needle notch position.
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6.3.3 Control Setting
The pneumatic motors in the Cartesian robot were operated at 1.3bar and PID control was imple-
mented and tuned for each axis as described in Section 4.4 in Chapter 4. When the position commands
on each robot joint are computed by the inverse kinematics in auto needle alignment, they are set to
be the reference points in three individual PID control loops controlling each axis of the Cartesian
robot; whereas the reference point in manual needle alignment is user speciﬁed. The haptic needle
ﬁring unit and its control interface were implemented with the control strategy proposed in Section
4.3 in Chapter 4.
6.4 Functional Hazard Assessment and Safety Measures
Medical devices should be designed with redundant safety features, particularly devices designed for
interventional procedures, as failure of the equipment be potentially dangerous to both patients and
clinicians. Functional hazard assessment was conducted on the prostate biopsy system to provide a
list of system failure conditions, and to highlight its critical safety features. They can be summarised
into the conditions of structural failure, control failure, electrical failure, and MR environment induced
hazards, which were all taken into consideration when the robot was designed.
1. Structural failure of the prostate robot and the endorectal probe:
Standard safety tests for MRI devices were conducted on the biopsy system to evaluate the
safety of the system and were all documented at the Royal Marsden Hospital, Surrey (Ref. no:
RMH/MRI/PB1-4). The system, in particular the endorectal probe, was ﬁled and sanded to
remove any sharp edges, and therefore presented no sharp corners or other features that might
in themselves cause damage to the patient. The mechanical design of the robot mainly consists
of a Cartesian robot, a haptic needle ﬁring unit, and a endorectal probe. They are all suﬃciently
strong, so that if used with reasonable care there is little chance of structural failure. Any
conductor which potentially has a voltage applied to it was insulated in such a manner that it
could not be touched by either the patients or the clinicians. Safety checks are conducted every
time before the use of the system to ensure that it functions properly and shows no signs of
damage. The system is stored safely in hospital after use.
2. Control failure of the robot movement and the needle insertion:
In terms of the robot movement, needle alignment is achieved by three pneumatic motors with
a maximum speed of 5mm/s, and the slow movements are monitored by a programme as well as
by clinicians who can override the robot movement command anytime with the control interface.
An emergency stop button is mounted on the control console to halt any robot movement if
necessary. In terms of the needle insertion, the procedure is designed in a way that the insertion
can only be performed if (i) the mechanical lock holding the needle is opened by the clinician, and
(ii) the insertion command is conﬁrmed by the clinician in the control interface. Insertion depth
is monitored by an encoder embedded in the needle ﬁring unit which ensures the accurate needle
placement without overshoot, whilst another mechanical lock is available to limit the insertion
depth to 45mm, and to avoid overshooting of the needle.
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3. Electrical failure of the power supply and the control console:
Electrical components in the control console are powered by a clinical-standard power supply
connected to the main power of the scanner room. The power supply is placed in a non-conductive
case in the console, and has an individual earth cable to the main power. The main power is
electrically isolated from the rest of the electronics. The control console was examined and passed
the electrical safety test by a registered electrician.
4. MR environment induced hazards:
In terms of MR safety, Chapter 3 has covered in detail the potential interferences between the
robot components and the scanner, as well as the potential hazards, including the aspects of (i)
magnetically induced force and torque, (ii) signal to noise ratio reduction, (iii) artifact generation,
(iv) image geometric distortion, and (v) thermal eﬀect.
6.5 Clinical Trial with Patients
A series of clinical trials were preformed on three patients to verify the functionality of the prostate
biopsy robot. Written informed consents were given by the patients to have the biopsies performed,
and recorded for research proposes. An ethical approval was granted for the clinical trials and the
procedures were carried out using a 1.5T Siemens MAGNETOM Avanto scanner at the Royal Marsden
Hospital in Surrey, U. K. Patients with high Prostate Speciﬁc Antigen (PSA) value were recruited,
some of whom had undertaken TRUS guided biopsy before.
6.5.1 Trial Procedure
The complete procedure involved insertion of the endorectal probe into the patient's rectum, applying
the robot to align the biopsy needle to the suspected target point with real-time MR image guidance,
and then ﬁring the biopsy needle and obtaining the tissue sample. Conventional TRUS guided biopsy,
requires taking several samples from the prostate under general anaesthetic to decrease the likelihood
of false-negative. The idea of an MR guided prostate biopsy is to reduce the number of biopsies to just
one or at most a handful with the robotic assistance, and to make the biopsy procedure less invasive
and painful for the patients. The clinical procedures are as follows:
1. Preoperative scans:
High resolution images of the prostate were taken from the patient in the supine position with a
Medrad 1.5T prostate endorectal balloon coil [Medrad, 2009]. The balloon coil was inserted in
the rectum and then inﬂated, which made the rectum wall clearly visible in the image as a circle
next to the prostate. The acquired MR image which shows clearly the location of a suspected
target, are shown in Figure 6.3. The MR image shows a suspicious prostate lesion which was
localised by our radiologist in the acquired high resolution images. It appeared at the prostate
peripheral zone which is a common area to have prostate cancerous tissue. After the brief location
of the lesion was identiﬁed, the endorectal coil was retrieved and the high resolution MR images
were used as a reference for MR guided or TRUS guided biopsy.
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Figure 6.3: The acquired prostate image shows clear the suspected cancerous target.
2. Robot setup:
The robot and its control hardware were designed to be as plug-and-play as possible. The robot
was set up onto a base plate with two ﬂexible mounts and the base plate had four ﬂaps to plug
into the special ﬁxture of the scanner table for immobilisation. The setup overview is shown in
Figure 6.4.
3. Patient setup:
After the setup of the robot, the patient was introduced into the scanner room and placed onto
the scanner bed in the left lateral decubitus position. The custom design endorectal probe, which
was sterilised and covered with a condom, was inserted by our radiologist into the rectum of the
patient, and the needle ﬁring unit was then attached to the gimbals of the Cartesian robot. The
robot was placed close to the patient to maximise the available space for movement, and the
patient together with the robot were then moved into the scanner bore. The patient setup with
the robot is illustrated in Figure 6.5. With the use of a condom to cover the endorectal probe,
only the needle channel is required to be sterilised for each biopsy, and the channel can be made
disposable if necessary for future clinical applications.
4. Robot registration:
Three passive ﬁducial markers embedded into the robot base were used for robot-scanner reg-
istration, in which coordinate values of the markers were obtained, and this procedure would
normally take only a few seconds, given that the ﬁducial markers at the robot base were always
at a ﬁxed height of 72mm below the isocentre of the scanner. The coordinates of the markers were
then imported to the kinematic programme in Matlab® to calculate the robot-scanner coordi-
nate transformation matrix TS0 . Figure 6.6 illustrates the MR image taken for the registration
where the ﬁducial markers appeared as bright spots.
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Figure 6.4: Robot and integrated hardware panel setup
 
Figure 6.5: Endorectal probe inserted in a patient rectum.
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(a) (b)
Figure 6.6: (a) Fiducial markers embedded in the robot base for registration. (b) MR image taken for
robot-scanner registration where ﬁducial markers appears as bright spots for localisation.
5. Localisation of the prostate lesion target and the rectal sphincter:
As mentioned in Chapter 5, the rectal sphincter is one of the input parameters for kinematic
calculation, and it works as a pivot for the endorectal probe. A set of 20 transverse slices
with thicknesses of 5mm were taken, and the rectal sphincter was displayed in the slices as
a clear circular proﬁle and was localised manually. For localisation of the biopsy target, the
same technique was used for target lesion selection. To achieve greater accuracy of the spatial
coordinates, a set of 30 slices with thicknesses of 3mm in both transverse and sagittal planes
were taken for veriﬁcation. Obtaining coordinates from diﬀerent orientations can enhance the
accuracy of localisation, as the lesion coordinates obtained in a scan plane are only exact in the
two dimensions along the plane but not the dimension perpendicular to the plane. Combining the
measured coordinates from two perpendicular scan planes can provide more accurate coordinates
of the lesion than those coordinates measured only from one scan plane. The coordinates of the
prostate lesion target and the rectal sphincter were then imported to the kinematic programme.
6. Fiducial tracking setup:
Two scan planes are required to be set up manually to contain the two ﬁducial markers embedded
in the head of the probe before the tracking protocol starts. One is a sagittal plane and the other
is a ﬁducial plane, shown in Figure 6.7, and they are deﬁned based on the requirement that both
planes contain the two ﬁducial markers and that they are perpendicular to each other, meaning
that the intersection axis of the two planes concurrently pass though the two markers. Once the
tracking algorithm has started, the 3D ﬁducial positions were extracted from the current scan
planes and used to locate the new scan planes where the ﬁducial markers appear at the centre
of the image. A graphical outline showing the needle projection, position of the needle notch
and the suspected lesion was overlaid on the images and displayed on the host computer in the
control room. The tracking algorithm can always keep the scan planes aligned automatically
with the markers and track the needle movement by the robot at up to 5mm/s. The robot speed
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Figure 6.7: Sagittal plane, ﬁducial plane and needle plane in the endorectal probe
was controlled to avoid losing the tracking of the ﬁducial markers.
7. Needle alignment and ﬁring:
Needle alignment with the lesion was achieved: (i) ﬁrstly by the auto needle alignment approach
for gross positioning and then by (ii) the manual approach to correct the error. At ﬁrst, the
coordinates of the lesion and the rectal sphincter were imported, and checked to determine if the
target was achievable in terms of the workspace of the needle notch and the spatial availability
for robot movement inside the scanner bore. If found to be feasible, the robot joint movements
calculated using inverse kinematics were conﬁrmed by the radiologist before being implemented.
Movements were then implemented , with the sequence of: (i) in/out direction, (ii) pitch direction
and (iii) yaw direction to minimise the stress applied to the rectum wall and to minimise the
prostate tissue deformation. Real-time tracking images were displayed on the touch screen control
PC where the needle notch projection was overlaid on the MRI images, showing the relative
distance and direction from the needle notch to the target point. The tracking algorithm always
kept the scan planes aligned with the two ﬁducial markers, and was updated every 2.4 seconds.
The update rate can be speeded up, if necessary, by reducing the image resolution or increasing
the slice thickness. After the auto needle alignment, the needle notch was brought close enough
to the target point, for the clinician to manually correct the discrepancy between the current
notch projection and the target point. With manual needle alignment, the user controls the robot
to move the needle at increment distances in sagittal and needle planes respectively, to align the
needle. The position correction was conducted until the needle notch position indicated by the
tracking algorithm approximately coincides with the desired lesion position. The tracking steps
are illustrated in Figure 6.8. After that, a quick scan was taken to provide ﬁnal conﬁrmation
that the position of the needle notch would be coincident with the lesion position after ﬁring.
The needle was then introduced, ﬁred to the sample and retracted in a short time within 5s.
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Figure 6.8: MR Tracking images showing the needle aligned step by step towards the target point.
The tracking sequence kept the two ﬁducial always at the centre of the Field of View.
6.5.2 Results and Discussion
Phantom trials were ﬁrst conducted to evaluate the functionality of the biopsy system. After that,
three patients were administered the complete procedure by our radiologist Prof. Nandita deSouza,
with technical support provided by the research team. An ethical approval was granted for clinical
trials on the three patients.
Phantom Trials in MRI Scanner
In order to evaluate the functionality of the robotic system as well as the ﬁducial tracking algorithm
for imaged guided biopsy, phantom trials were carried out inside an 1.5T Siemens Avanto scanner
at Charing Cross Hospital, London, UK, which is the same type of scanner used for the following
clinical trials. A gelatine prostate model, a latex formed rectum, and a latex formed rectal sphincter
were mounted on a plastic frame. A 2mm thick layer of vinyl plastisol gel material was put on the
prostate model to represent the capsule of the prostate. At the phantom prostate gland, a plasticine
formed phantom tumour was embedded in the peripheral zone in which 99% of tumours are located
[Blue, 2009]. A biopsy was taken on the prostate phantom, with the clinical procedure mentioned in
Section 6.5.1, and was repeated 15 times with the gelatine prostate model replaced each time with a
new one. Bottles ﬁlled with CuSO4 were placed in the shape of a human torso to simulate the MR
signals generated from a patient body during scans. Gross needle alignment was ﬁrst performed by the
robot joint movements calculated from the inverse kinematics, and the target error was then manually
corrected by the user, as ﬁne needle alignment with the visual feedback provided by the ﬁducial
CHAPTER 6. EVALUATION AND CLINICAL EXPERIENCE OF THE PROSTATE SYSTEM 137
tracking algorithm. Once the alignment of the needle was conﬁrmed, the needle was inserted, and then
an extra scan was taken before its retraction. The biopsy target error was measured in the MR image
from the needle notch to the desired target (centre of the phantom tumour). The total time taken to
run though a phantom trial was 24.6mins on average, with the mean target error being 2.2±0.3mm.
Although there were several sources of error caused by the backlash of the system, registration error,
tissue deformation and needle bending during the insertion, the needle notch placements were shown
to be within a good accuracy with the time taken for the procedure being slightly shorter than that
of the ultrasound guided equivalent (30-40mins). However it was noted that the latex formed rectum
and rectal sphincter used in the experiment were of a uniform elasticity and were symmetric. In reality
these tissue regions have their own non-uniform elasticity and also vary according to the anatomy of
diﬀerent patients, and the rectal sphincter in reality is not a clearly deﬁned point in the MR image.
The result of all of this is that (i) the actual deformation of the rectum and the rectal sphincter, and
(ii) the approximation made of the rectal sphincter position as a ﬁxed pivot point of the endorectal
probe, may cause an increase in the target error during the clinical trials, causing the procedure in
reality to potentially take a longer time for needle alignment.
Procedure Time taken in the Clinical Trials
The whole procedure took 41mins on average and it is anticipated that the procedure could be speeded
up, through the experience of further clinical trials. The time taken for each task within the procedure
is shown in Table 6.2. The most time consuming of the tasks, is the setup of the patient on the scanner
table, which involves the steps of: insertion of the endorectal probe into the patient's rectum, ensuring
the patient is comfortably placed in the left lateral decubitus position, and mounting of the robot as
close to the patient as possible; this task took around 22mins on average. The second longest task was
the localisation of the prostate lesion target and the rectal sphincter, taking around 12mins, a large
part of what was taken for acquisitions of images of the anatomies in transverse and sagittal planes.
Despite the time taken, this task was of signiﬁcant importance, as precision of the lesion localisation
greatly aﬀects the accuracy of the biopsy result, and is the primary motivation of this research into the
use of MRI guidance rather than the ultrasound counterpart. In addition, the kinematic calculations
also require the coordinates of the target and the rectal sphincter to determine the joint movements.
Setup of the ﬁducial tracking took about 2mins to adjust the tracking sequence parameters and to
align the tracking image planes to include the two ﬁducial markers. Needle alignment and ﬁring took
4mins in total: 0.5mins for gross positioning using the auto alignment, 3mins to correct the error by
manual alignment, and a couple of seconds for a quick scan to verify the needle alignment, and another
few seconds for the needle to be inserted, triggering, and retracted. The robot registration took the
shortest time, around 1min, as it required only a single scan with the image tracking sequence in the
horizontal plane at a deﬁned height for acquisitions of the ﬁducial coordinates in the scanner frame.
A problem was encountered with patient 1, when it was found that the target position was out of the
workspace achievable by the biopsy robot as the patient was positioned too posteriorly in the scanner
bore, and the robot movement availability was insuﬃcient to achieve the target. The patient setup
was redone in that case to provide more available space to the robot.
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Step Task P1 P2 P3  
 Preparation     
1 Preoperative scans     
2 Robot setup     
 Biopsy procedures with the patient Time (min) Average time (min) 
3 Patient setup 18.2/10 18 19 21.7 
4 Robot registration 1/1 1 1 1.3 
5 Localisation of prostate lesion target and 
rectal sphincter 
9/9 9 9 12 
6 Fiducial tracking setup 2 2 2 2.0 
7 Needle alignment and firing 4 3.5 3.5 3.7 
 Total Time 54.2 33.5 34.5 40.7 
/ : Patient setup was redone as the robot movement availability was not sufficient to achieve the 
target in the first patient setup. 
P: Patient 
 
Table 6.2: Summary of the procedure time in each task
Fiducial Marker Tracking in the Clinical Trials
The coordinates of the two ﬁducial markers embedded in the endorectal probe were obtained with an
image processing algorithm embedded in the tracking sequence, to calculate the needle notch position
which was then overlaid on the tracking image, shown as the yellow box in the Figure 6.8. The target
position is presented as a yellow crosshair, and the user was instructed to align the yellow square with
the yellow cross hair. Spatial alignments in image guidance interventions are normally diﬃcult to be
performed free hand due to the high-DOF movement cooperation required, but our radiologist reported
that manual needle alignment was easily done, especially with the assistance of the robot to hold the
biopsy needle steadily. Figure 6.8 also shows a series of tracking images taken as the endorectal probe
was aligned step by step toward the target point, and Figure 6.9 shows the MR images of the needle
alignment before it was inserted. They were taken from one of the patients during the trial.
System Accuracy and Sources of Error in the Clinical Trials
The initial distances and ﬁnal distances from the needle notch projection to the target during the
procedure on three patients are listed in Table 6.3, where the distance is measured from the MR
image. The needle notch projection, shown as the centre of the yellow box in the Figure 6.9, is the
expected needle notch position after the needle insertion, and is calculated from the probe-needle
geometry and the positions of the two ﬁducial markers. The needle notch projection error is deﬁned as
the distance between the desired target position (yellow crosshair in Figure 6.9) and the needle notch
projection (centre of the yellow box). It is diﬃcult to quantify the actual needle placement error during
the procedure, as the biopsy needle was retracted from the patient's body as soon as the sample was
obtained, in order to minimise the time the needle stayed in the patient body. Keeping a needle in the
patient body is a potential danger to the organ tissue surrounding it. Taking into consideration the
patient's safety, it was not preferable to interrupt the procedure for an extra scan to measure the actual
needle placement error after the needle insertion. This is in contrast with the situation of phantom
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(a)
 
(b)
Figure 6.9: (a) MR image of the prostate showing the target tissue. (b) Images taken in two perpen-
dicular planes showing the needle alignment before a biopsy sample was taken.
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 Initial distance from  needle 
notch projection to the target 
Rectal sphincter 
movement 
Final distance from  needle 
notch projection to the target 
Patient 1 62mm 16mm 11.8mm 
Patient 2 49mm 6mm 9.2mm 
Patient 3 48mm 5mm 8.1mm 
 
Table 6.3: Details of biopsy procedures on three patients. Needle notch projection refers to the
expected position of the needle notch after it is inserted to the prostate, and it is shown as the centre
of the yellow box in Figure 6.9.
trials, in which extra scans were allowed and the needle was kept in the phantom after the insertion.
The actual needle placement error in the clinical trials was not measured, and was approximated from
the needle notch projection error.
The procedure was ﬁrst performed with auto needle alignment, which relies solely on the kinematic
calculation to determine robot joint movement and align the needle close to the target point. This
approach could only, on average, bring the needle notch projection to around 1-1.5cm of the target
point due to the mobility and ﬂexibility of the rectal sphincter, and movement of the patient body.
A case was reported in the ﬁrst patient that a maximum movement of 16mm occurred in the rectal
sphincter position during the whole procedure. The ﬁrst column in Table 6.3 indicates the initial
distance from the needle notch projection to the target point measured from the MRI images, and
the third column was the best alignment of the needle notch projection to the target that the robot
achieved which were 11.8mm, 9.2mm and 8.1mm from the initial distance of 62mm, 49mm and 48mm.
Those ﬁnal distances were agreed upon by our radiologist to be close enough for biopsy and were
conﬁrmed from the MR tracking images. The average error of the needle notch projection was 9.7mm,
which is larger than the average error of 2.3mm in the phantom trials (measured from the actual needle
notch to the target in MR images). The error discrepancy can be accounted for the physical diﬀerence
between the rectal tissue of the patients and the phantom used. It was found that the level of tissue
deformation or movement of the rectal sphincter greatly aﬀected the accuracy of the needle alignment.
During the procedure, the endorectal probe was surrounded tightly by the rectal wall, and stress and
friction were exerted on the rectal sphincter when the probe was moved, causing the deformation and
movement of the sphincter. As the movement of the robot joint was calculated with inverse kinematics
assuming a ﬁxed rectal sphincter position, it entails that a high degree of sphincter deformation can
cause a relatively large error in the needle alignment, as which occurred in patient 1 (16mm sphincter
movement). During the procedure, the rectal sphincter acted as a ﬂexible tube covering the endorectal
probe, and was deformed easily when the probe was moved inside, which makes it diﬃcult to predict
the actual probe movement and to align the probe exactly to the target point. Also, it was observed
that a higher accuracy was achieved with a shorter initial distance as in patient 2 and 3, which can be
explained by the fact that a short initial distance results in less required probe movement, to bring the
needle notch projection to the target point, and hence less tissue deformation of the rectal sphincter.
However, the initial distance is not the only explanation, as the results were aﬀected by the mechanical
properties of the rectal tissue and its geometry.
Other sources of error in the procedure can be attributed to the following: (i) The mechanical
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backlash of the robot. Compliance and unwanted bending in the plastic components of the robot were
potential sources of inconsistency in the kinematic calculation of the needle notch coordinate. (ii)
Robot-scanner registration error. An average registration error of 2mm was computed from the 3 ﬁdu-
cial markers used for the registration (approximately 0.67mm per each marker [Kozak, 2002]); however
this error is likely to be reduced by an increase of the number of ﬁducial markers used for registration.
(iii) Joint position control. The control accuracy is around 0.5mm in each pneumatically actuated joint
of the Cartesian robot. Although pneumatic devices always complicate the issue of accuracy control,
actuation in an MRI compatible robot has to be a compromise between its compatibility, speed/torque
required for speciﬁc tasks, and its accuracy.
It was reported from the patients that holding decubitus posture inside the scanner bore for around
40mins was tiring and more pillow supports were needed to support their back so that the body could
lean on the scanner bore. Among the three clinical cases, it was reported in patient 1 and patient 2
that the rear end of the needle ﬁring unit was only a few centimeters away from collision with the
scanner bore. Long upper legs in these two patients did not allow them to be positioned in the centre
line of the scanner to leave suﬃcient space for the robot movement (in which the patient body was over
the centre line and placed in their posterior side), and the robot had to be placed at a more posterior
position to ﬁt the body. Therefore, it will be part of the future work to reduce the size of the robot to
give more ﬂexibility of the system for a variety of patient body sizes. Also, an additional robot joint
will be required to pivot the endorectal probe ﬁrmly, rather than solely relying on the support of the
rectal sphincter. Despite the movement of the rectal sphincter aﬀecting the accuracy of the system,
the auto and manual needle alignment approaches were able to orientate the needle close enough for
biopsy, the ﬁducial tracking algorithm provided a high precision to conﬁrm the needle notch position,
and the procedure time of around 40mins was comparable with the ultrasound guided counterpart.
6.6 Conclusion
Chapter 6 has reported a series of functional veriﬁcation tests of the prostate biopsy robot. The
MR compatibility of the whole system including the control unit placed inside the scanner room, was
quantiﬁed showing the SNR reduction to be within an acceptable level. The auto and manual needle
alignment schemes have been introduced for gross and ﬁne positioning. The clinical procedures were
described, and phantom trials were undertaken to verify the accuracy and the functionality of the
biopsy system before clinical trials were undertaken with patients.
Three clinical trials have been reported to demonstrate the functionality of the robot for MR guided
biopsy. The needle was ﬁrst automatically aligned according to the robot joint movement calculated
by the inverse kinematics, then corrected by the manual alignment with the use of real-time tracking
images with a 2.2s update rate. Despite the target alignment error, mainly due to the mobility and
tissue deformation of the rectal sphincter, the prostate biopsy robot has demonstrated its capability
in performing MR guided biopsy with needle alignment accuracy of 9.7mm on average, and with
comparable procedure time of around 40mins to the ultrasound guided biopsy alternative.
Chapter 7
System for Magic Angle Study in Man
and its Evaluation
7.1 Introduction
Tendons and cartilages appear dim in conventional MR images due to their highly ordered and dense
structure. Large increases in T2 relaxation time with the use of the magic angle eﬀect can make the
tissue more clearly visible and provide clinically useful information for diagnosis of certain tendinous
disease [Marshall, 2002]. This eﬀect is achievable by positioning and orienting tendons and cartilages
at 55degrees relative to the main ﬁeld, coined the magic angle; an image contrast in the tissue can be
enhanced, although placing a target tissue at a speciﬁc angle inside the conﬁned space in the scanner
bore is always time-consuming and iterative. In this chapter, two mechatronic systems for lower and
upper extremity positioning are presented to facilitate magic angle eﬀect related study and tendinous
diagnosis, and the required kinematics for limb positioning are studied, with the design criteria that the
system can generate: (i) a trajectory for limb movement without patient's discomfort; (ii) placement of
the target tissue at the desired orientation; and (iii) minimised distance between the target tissue and
the isocentre of the scanner to guarantee that good image quality is obtained. A 3DOF positioning
system for lower limbs and a 1DOF positioning system for upper limbs have been developed. They
are actuated with pneumatic air motors, to assure their MR compatibility and high actuation power
for moving patient's limbs. The positioning accuracy of 1degree in the lower limb positioning system
and 0.5degrees in the upper limb positioning system is demonstrated.
The cubic segment trajectory method for controlling joint movement was implemented and eval-
uated in the lower limb system, and SNR reduction tests were performed individually to quantify
the overall EM interferences caused by the two systems. Flexibility studies for applications of both
systems in tendon imaging exploiting the magic angle eﬀect were performed in a group of volunteers
with their Achilles tendons, patellar tendons, quadriceps tendons, elbow tendons and vincula brevia
tendons in foreﬁnger studied, and the preliminary results are presented. Parts of the system designs
and experimental results have been published in a journal paper [Tse, 2008].
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7.2 Design Objectives and Guidelines
The aim of the mechatronic system is to position a target tendon in a musculoskeletal structure, at
the magic angle relative to the main ﬁeld of an MRI scanner, by controlling the movement of the
patient's limb. The design speciﬁcations of the system in terms of kinematics and MR compatibility,
were identiﬁed as follows:
Kinematics speciﬁcations
 Due to the spatial constraints of the scanner, the system has to be small, compact and must
cooperate well with the patient's limbs in an MR scanner bore of 60cm diameter. The height of
the system is limited, as a tall system would restrict the movement area of a limb in the bore,
especially in the case of positioning lower extremity with the patient at lateral position in which
the knee is likely to collide to the inner wall of the scanner at a premature angle. A schematic
diagram is shown in Figure 7.3(b).
 The tissue of interest is placed nearest to the centre of the Diameter Spherical Volume (DSV)
for good image quality, which is the volume of the best ﬁeld homogeneity.
 The system should be able to oﬀer patients a trajectory for the limb motion with his/her comfort
guaranteed.
MR Compatibility and MR Safe speciﬁcations
 Components used should all be non-ferromagnetic to ensure minimal sizes of artifacts generated
and no force or torque induced by magnetic attraction [Chinzei, 1999].
 The Signal to Noise Ratio (SNR) reduction caused by electronics, if any, has to be quantiﬁed
to guarantee that the presence of the system does not suﬃciently aﬀect the image quality for
diagnosis.
 The system is usable inside the bore of a conventional cylindrical MR scanner with a strength of
1.5Tesla, independent of the model and make.
7.3 Kinematics for Limb Positioning
Due to the diﬀerence of the length of the upper and lower extremities, diﬀerent approaches are taken
for positioning and orientation to maximise the space available for movement in the bore.
For lower extremity positioning, the patient's body and upper and lower leg form a 3-joint structure
(Figure 7.1(a)), and the patient in the lateral position can maximise the range of movement in the
horizontal plane of the scanner, which is approximately the diameter of the scanner bore. Considering
the patient's hip as a ﬁxed point, the upper and lower leg can be placed at a wide range of orientations
and positions by simply controlling the the position of the ankle. Therefore a mechatronic system with
at least 2 DOF in the X, and Z direction of the scanner and a rotary DOF about the Y direction as
shown in Figure 7.1(a), is required to deﬁne orientation and positioning of any tissue along the lower
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(a) (b)
Figure 7.1: Schematic diagram showing the required DOF for: (a) low extremity positioning and (b)
upper extremity positioning.
extremity; a further DOF in the scanner table, if available, can assist to keep the imaged tissue within
the imaging volume, and optimise the distance from the scanned tissue to the isocentre.
For upper extremity positioning, the patient is placed in a supine position on the scanner table
with their bent arms moved along the coronal plane about the shoulder as shown in Figure 7.1(b).
This gesture is chosen, because the range of arm motion in the coronal plane using this gesture is
maximised. This is basically a natural gesture and only 1DOF is required in the kinematics of a
positioning system, to rotate the arm about the shoulder, in addition to the extra DOF in the scanner
table movement, to keep the target tissue within the DSV and nearest to the isocentre. As shown in
Figure 7.9(c), the upper extremity system is a four bar linkage mechanism, and its required kinematics
for the limb motion are relatively simply compared with the kinematics of the lower extremity system;
as such it will not be discussed in this Chapter.
The following kinematic studies will focus on positioning of tendons in the ankle and knee at the
magic angle with the use of the lower extremity system. Investigating the inverse kinematics of the
corresponding limb structure coupled with the mechatronic system allows us to:
 Find out the kinematic relationship between the 2DOF in the X, and Z direction, and the
rotational DOF about the Y direction of the positioning system, to allow the target tissue, upper
leg and lower leg following a trajectory that reaches the user deﬁned position without causing a
patient's discomfort.
CHAPTER 7. SYSTEM FOR MAGIC ANGLE STUDY IN MAN AND ITS EVALUATION 145
 Decide the necessary movements of the patient's ankle in the X and Z directions to position the
target tissue at a place where the magic angle is achieved and the distance from the isocentre is
minimised.
 Calculate the minimum distance of the target tissue from the isocentre at a particular orientation
of the tendon.
 Estimate the necessary movement of the scanner table to further reduce the minimum distance
if a better image quality is required.
 Assist the implementation of a control scheme on the air motors if the kinematic relationships
are known.
7.3.1 Kinematics of a Lower Extremity Structure
A system, which consists of: (i) 2DOF to provide movements along the XZ plane (horizontal plane) of
a scanner at any point in the DSV and (ii) a rotational DOF for rotating a target at least 90degrees
in clockwise and anticlockwise directions relative to the main ﬁeld, was considered and its kinematics
studied. The system is attached to the low leg near to the ankle (shown in Figure 7.1(a)), and the 2
translational axes and the rotational axis are actuated together to place the target tissue at the magic
angle in which the target tendons can be the one attached to the upper leg or low leg. An additional
DOF is made available by controlling the movement of the scanner table inward or outward with
relation to the scanner, to further minimise the distance between the target tissue and the isocentre of
the scanner. As tendons are connections between muscles and bones, and are largely concentrated in
the ankle and the knee, the following kinematic analysis presents the approach to orientate the tendons
attached, at the magic angle with the imaged anatomy closest to the isocentre. Table 7.1 indicates the
nomenclature used for the diﬀerent parameters and variables involved in the analysis.
Tendons in the Ankle
The ankle is a hinge joint connecting the distal ends of the tibia and the proximal end of the talus bone
in the foot. As shown in Figure 7.2, the ankle joint is bound by the Achilles tendon and three lateral
ligaments: the anterior taloﬁbular ligament, the posterior taloﬁbular ligament, and the calcaneoﬁbular
ligament. The Achilles tendon is the thickest tendon in the body with a length of about 15 cm in
adults. It is a tendinous extension from three synergistic muscles, the gastrocnemius, the soleus, and
the plantaris, in the lower leg, and is quite parallel to the tibia [Kettelkamp, 1969]. Due to overuse
of the aﬀected limb or strain injury, partial or complete rupture commonly occurs in the Achilles
tendon in clinical cases and its complications are Achilles tendinitis (inﬂammation of the tendon)
[Oatridge, 2001]. The following kinematics focuses on orientation of the ankle tendon, particularly
the Achilles tendon, at diﬀerent angles relative to the main ﬁeld and always with the aim to have the
ankle positioned closest to the isocentre of the scanner. In any case, the same kinematic analysis is
still applicable to the ankle ligaments, with an oﬀset angle considered from the tibia.
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Parameters used in a transverse view in Figure 7.3(a) 
h
 
Vertical distance from the centre of the knee joint to the 
scanner table 
1h
 
Vertical distance from the scanner table to the isocentre 
2h
 
Vertical distance from the centre of the knee joint to the 
isocentre 
D
 
Diameter of the scanner bore 
B
 
Width of the scanner table 
U
 
Maximum horizontal distance available for the cnemis to be 
position while oriented 
kneeD  Diameter of the knee 
Parameters used in coronal view in Figure 7.3(b) 
WDSV Width of the Diameter Spherical Volume at the sagittal plane 
at the height of the centre of the knee 
hipD  Diameter of the hip 
tL
 
Length of the thigh 
cL
 
Length of the cnemis 
P Centre of rotational axis of the device 
2L
 
Length from centre of rotational axis (P) to ankle 
0α
 
Angle of the femur relative to the main field of a scanner at 
initial patient position 
 
( )0αα +
 
Angle of femur relative to main field 
β
 
Angle of the tibia relative to the main field of a scanner 
Ziso  Distance from the centre of the hip joint to the isocentre 
Dist
 
Distance from the ankle to the isocentre 
[ ]kk XZ  Z and X coordinates of the centre of the knee 
[ ]aa XZ  Z and X coordinates of the centre of the Angle 
Table 7.1: List of symbol deﬁnitions
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(a) (b)
Figure 7.2: (a) Anatomy of musculoskeletal structure in the ankle joint [HuAnat, 2009] and (b) its
MR image.
 
(a)
(b)
Figure 7.3: (a) Geometric view of the knee in a transverse view of the scanner bore, and (b) geometric
view of a patient's leg in the scanner coronal view.
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Consider triangle IOE in Figure 7.3(a), we have(
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The coordinate of point A, centre of the ankle in Figure 7.3(b), is[
Za Xa
]
=
[
(Ltcos (α+ α0) + Lccosβ) (Ltsin (α0)− Ltsin (α+ α0) + Lcsinβ)
]
(7.2)
Equation (7.2) is a key equation that relates α, β, Za and Xa together. In the case of positioning an
ankle tendon with a speciﬁc orientation β, the equation suggest that the movement in the Z and X axes
in the positioning robot is a function of α, and β can be any arbitrary value, as long as the positions of
the knee and the ankle are within the scanner bore and are geometrical sensible. Therefore, the next
step is to ﬁnd an α such that the distance of the ankle position to the isocentre can be minimised to
assure good image quality. The distance from the ankle to the isocentre in the plane of Figure 7.3(b)
is,
Dist =
√
X2a + (Ziso− Za)2 + h22)
Dist =
√
[Ltsin (α0)− Ltsin (α+ α0) + Lcsinβ]2 + [Ziso− (Ltcos (α+ α0) + Lccosβ)]2 + h22 (7.3)
Distance Dist determines how far away the ankle is from the isocentre, and its minimum possible value
for a speciﬁc desired orientation β, correlates with the best possible image quality. Minimisation of
Dist follows the constraints below:
 Constraint (I): Knee must not hit scanner wall:
|Xk|+ Dknee2 ≤
U
2
where Xk = Ltsinα0 − Ltsin (α+ α0). To ﬁnd out the corresponding for minimum distance
Dist, ∂Dist∂α = 0 is set and thus:
α| ∂Dist
∂α =0
= tan−1
(
Ltsinα0 + Lcsinβ
Ziso− Lccosβ
)
− α0 (7.4)
where α| ∂Dist
∂α =0
is an angle of the femur orientation relative to the main ﬁeld such that the
minimum distance between the tendon and the isocentre is achieved. This is the function of the
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desired orientation of the tendon β. Now, the constraint is applied considering the Equation
(7.4) for two cases:
Case 1: The knee does not hit the wall at ∂Dist∂α = 0
|Xk|+ Dknee2 ≤
U
2
⇔
∣∣∣Ltsinα0 − Ltsin(α ∂Dist
∂α =0
+ α0
)∣∣∣+ Dknee
2
<
U
2
where U is calculated from Equation (7.1). Then,
αmindist = α| ∂Dist
∂α =0
= tan−1
(
Ltsinα0 + Lcsinβ
Ziso− Lccosβ
)
− α0 (7.5)
Case 2: The knee hits the wall before ∂Dist∂α = 0∣∣∣Ltsinα0 − Ltsin(α ∂Dist
∂α =0
+ α0
)∣∣∣+ Dknee
2
>
U
2
where U is calculated from Equation (7.1). Then the knee is set to be in touch with the wall to
give the maximum range of β for the ankle movement (Refer to Figure 7.4). Then,
αmindist = sin−1
U −
(
Dknee+Dhip
2
)
Lt
 (7.6)
 Constraint (II): Motion of Z Axis (ΔZ) must be within joint range:
−340 ≤ ∆Z = Ltcos (α+ α0) + (Lc − L2)cosβ − Ltcosα0 − (Lc − L2) ≤ 0 (7.7)
 Constrain (III): Motion of X Axis (ΔX) must be within joint range:
−100 ≤ ∆X = Ltsinα0 − Ltsin (α+ α0) + (Lt − L2) sinβ ≤ 100 (7.8)
The kinematic equations derived for ankle tendon positioning are summarised in Table 7.2.
Tendons in Knee
The human knee is a complex and compound joint where the femur and the tibia are linked together
by the patellar tendon, the patella (kneecap), the quadriceps tendon, and a few small ligaments, as
illustrated in Figure 7.5. The patellar tendon connects the bottom of the patella to the tibial tubercle
on the front of the tibia. The opposite side of the patella is connected to the quadriceps tendon which
is linked to the large muscle on the front of the thigh; the quadriceps muscle. The quadriceps tendon,
the patella and the patellar tendon are under tension when the quadriceps muscle contracts and the
tibia is pulled to move the knee from a bent position to a straight position. Conversely, the knee moves
from a straight position to a position of ﬂexion when the muscle relaxes [Ahmad, 1998]. Patellar and
quadriceps tendon ruptures are commonly found in patients with sport related injuries, in which the
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1). The position of the ankle for a desired orientation of the Achilles tendon β : Equation (7.2) 
[ ] [ ])sin)sin(sin()cos)cos(( 000 βαααβαα cttctaa LLLLLXZ ++−++=  
2). The minimum distance from the ankle tendon to the isocentre: Equation (7.3) 
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Constrain (II): Motion of Z Axis (∆Z) must be within joint range: Equation (7.7) 
 
0)(coscos)()cos(340 2020 ≤−−−−++=∆≤− LLLLLLZ ctct αβαα  
 
Constrain (III): Motion of X Axis (∆X) must be within joint range: Equation (7.8) 
 
100sin)()sin(sin100 200 ≤−++−=∆≤− βααα LLLLX ttt
 
 
Table 7.2: Kinematics equations for positioning Achilles tendons
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Figure 7.4: Constraint I: The knee collides with the scanner wall before the angle of the femur is
optimised. In this case, orientating the ankle tendon to a larger β can be achieved only by rotating
the tibia about the knee which is kept in touch with the wall.
knee is likely to buckle when the patients tries to stand up due to the patella losing its support from
the tibia or femur [Marder, 1991]. In this situation, the body weight can no longer be supported by the
knee in a standing position. As the patellar tendon and the quadriceps tendon are attached to the tibia
and the femur respectively, the approaches taken in their orientation are diﬀerent and their optimised
position inside the imaging volume are also slightly diﬀerent. The following kinematic analysis focuses
only on these tendons, but can also be adapted to the ligament in the knee with slight modiﬁcations.
I. Patellar Tendon The coordinate of the knee in Figure 7.3(b) can be expressed as
[
Zk Xk
]
=
[
Ltcos (α+ α0) Ltsin (α0)− Ltsin (α+ α0)
]
(7.9)
The distance from the knee to the isocentre in the plane of Figure 7.2(b) is,
Dist =
√
X2k + (Ziso− Zk)2 + h22
Dist =
√
[Ltsinα0 − Ltsin (α+ α0)]2 + [Ziso− Ltcos (α+ α0)]2 + h22 (7.10)
Minimisation of Dist follows the constraints similar to the one in the case of the kinematics in angle
positioning but the ﬁrst constraint is slightly diﬀerent as shown in the following:
 Constraint (I): Ankle must not hit the scanner wall:
To ﬁnd out the corresponding α for minimal distance Dist, Set ∂Dist∂α = 0 and then
α| ∂Dist
∂α =0
= tan−1
(
Ltsinα0
Ziso
)
− α0 (7.11)
where α| ∂Dist
∂α =0
is the angle of the femur orientation relative to the main ﬁeld such that the min-
imum distance between the patellar tendon and the isocentre is achieved. Now, the constraint is
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(a) (b)
Figure 7.5: (a) Anatomy of musculoskeletal structure in the knee and (b) its MR image in a lateral
view.
applied considering Equation (7.11) for two cases:
Case 1: The ankle does not hit the wall at α = α| ∂Dist
∂α =0
(Refer to Figure 7.3(b))
∣∣∣Xa|α| ∂Dist
∂α
=0
∣∣∣ ≤ U
2
where U is calculated from Equation (7.1), and
where Xa|α| ∂Dist
∂α
=0
= Ltsin (α0)−Ltsin
(
α| ∂Dist
∂α =0
+ α0
)
+Lcsinβ is from Equation (7.2). Then
αmindist = α| ∂Dist
∂α =0
= tan−1
(
Ltsinα0
Ziso
)
− α0 (7.12)
Case 2: The ankle hits the wall before α = α| ∂Dist
∂α =0∣∣∣Xa|α| ∂Dist
∂α
=0
∣∣∣ > U
2
where U is calculated from Equation (7.1).Then the ankle is set to be in touch with the wall,
and sliding along it to vary the orientation of the patellar tendon attached to the tibia β, which
gives the maximum range of β for the knee movement, as illustrated in Figure 7.6. Considering
the triangle FKA in Figure 7.6 (by sine law),
KA
sin (α+ α0)
=
KH +HF
sinβ
⇒ Lc
sin (α+ α0)
=
Lt +
Dhip
2
sin(α+α0)
sinβ
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Figure 7.6: The ankle collides with the scanner wall before the angle of the femur α is optimised in
constraint I. In this case, the ankle is kept in touch with the wall and slides along to orientate the tibia
and to achieve a larger β.
Then,
αmindist = α = sin−1
[
sinβ
Lt
(
Lc − Dhip2sinβ
)]
− α0 (7.13)
 Constraint (II) and (III): Motion of Z axis and X axis must be within joint range, and these
constraints are same as the one in ankle tendon positioning.
The kinematic equations derived for patellar tendon positioning are summarised in Table 7.3.
II. Quadriceps Tendon For the tendons of the upper part of the knee, the angle of the femur relative
to the main ﬁeld (α+ α0), is of interest; whereas the angle of the tibia β is arbitrary. Therefore, the
cnemis is set to be always parallel to the main ﬁeld, i.e , β = 0 to maximize the spatial area available
for knee movement. A schematic diagram to illustrate this case is given in Figure 7.7. The coordinates
of the ankle become:[
Za Xa
]
=
[
(Ltcos (α+ α0) + Lc) (Ltsin (α0)− Ltsin (α+ α0))
]
(7.14)
from Equation (7.2). The distance Dist from the knee to the isocentre in the horizontal plane shown
in Figure 7.2(b) is exactly the same as that used in Equation (7.10), but the only way for the distance
to be minimised is by movement of the scanner table, as (α+ α0) is no longer an arbitrary parameter
in this case. The constraints applied to the position of the robot are the same as constraints (II) and
(III), in relation to the robot movement in the previous section, but constraint (I) is that the knee
must not hit the scanner wall, i.e. |Xk| + Dknee2 < U2 . The summary of the kinematic equations in
this case is presented in Table 7.4.
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1). The position of the ankle for a desired orientation of the patellar tendon β : Equation (7.2)   
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Constraint (II) and Constraint (III) are the same as in Table 7.2 
 
 
Table 7.3: Kinematics equations for positioning patellar tendons
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Figure 7.7: The femur is kept parallel to the main ﬁeld to avoid any collision of the ankle to the scanner
wall at a small angle of femur α and to provide maximum space for the knee movement.
1). The position of the ankle for a desired orientation of the quadriceps tendon )( 0αα + :   
___Equation (7.14) 
[ ] [ ])sin(sin)cos( 000 ααααα +−++= ttctaa LLLLXZ  
2). The minimum distance from the quadriceps tendon to the isocentre: Equation (7.10) 
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Constraint (II) and Constraint (III) are same as in Table 7.2 and Table 7.3 
 
 
Table 7.4: Kinematics equations for positioning quadriceps tendons
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Device Error (Microscribe®) Max. Error (Fiducial) 
• Upper limb system 0.4deg 0.5deg  
• Lower limb system   
-Rotation axis 0.6deg 1.0deg 
-X direction 0.4mm 1.1mm 
-Z direction 0.9mm 2.8mm 
 
Table 7.5: Accuracies of the two systems as measured on the bench in the laboratory using conventional
metrology equipment and in the MRI scanner using ﬁducial markers
7.4 Mechanical Design
Kinematic study provides an insight of how a robotic system should be designed to fulﬁll the speciﬁ-
cations. Both of the magic angle positioning systems for upper and lower limb were developed with
the kinematic guidelines, made from engineering plastics Delrin® and Ertalon®, and actuated with
the pneumatic air motors mentioned in Chapter 3. Optical quadrature encoders were adapted in both
of the systems for position tracking.
For the lower extremity system, it comprises of a 3DOF movement platform as shown in Figure
7.8, which consists of a linear axis in the X direction of the scanner and a rotational axis about the Y
direction at the centre of the platform. The platform is mounted on a wooden baseboard and movable
in the Z direction. Z and X axes are actuated by a rack-and-pinion mechanism on two aluminium
slider rails and the rotational axis is coupled with a worm gear set to minimise backlash. Each axis
is actuated by an individual pneumatic air motor as shown in Figure 7.8(b). During scanning, the
patient is placed on the scanner table in the lateral position, with his scanned leg strapped to a limb
ﬁxture with a surface coil wrapped around the target tissue; the other leg is placed on a limb support,
allowing enough space for the bottom leg to move without physical collision between them. The limb
is moved by the platform and follows a computed trajectory to ensure that the target tendon is placed
at its magic angle and as close to the isocentre as possible.
The upper extremity system is a 1DOF positioning platform, and is placed on the patient with
his arm strapped on the rotary platform as shown in Figure 7.9, and actuated by a rack-and-pinion
mechanism with a range of movement of 70degrees. The movable platform is designed with adjustable
arm holders for diﬀerent size of arms, and is usable for both arms by changing the pivot point of
rotation, as illustrated in Figure 7.9(a).
The accuracy of both systems were quantiﬁed in a lab environment by comparing the position
encoder reading with a mechanical tracking arm (Microscribe®) which has a measurement error of less
than 0.23mm, and the measurement was repeated in the MRI scanner with the use of ﬁducial markers
mentioned in Chapter 5 which has a measurement error of less than 0.2mm. The measurement results
of 30 sample points in each actuated axis are listed in Table 7.5: the 3DOF system has a maximum
error of 1.0degree, 1.1mm and 2.8mm in the rotational, X and Z axes respectively; whilst the 1DOF
system has maximum error of 0.5degree in the rotational axis.
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(a) (b)
(c) (d)
Figure 7.8: (a) CAD rendering of the low limb system. (b) The underside view of the platform. (c)
Photo of the system. (d) The system is mounted on a scanner table and the patient is placed with left
position and has his leg strapped on the limb ﬁxture of the system.
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(a) (b)
(c)
Figure 7.9: (a) CAD rendering of the upper limb system (setup for left hand positioning). (b) Photo of
the system mounted on a scanner table with the patient placed in supine position and his arm strapped
on the arm holder of the system (setup for right hand positioning). (c) A four bar linkage mechanism
connecting the linear motion in the rack and pinion mechanism to the rotational movement in the arm
holders about the pivot point.
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Figure 7.10: Block diagram of the control scheme in the both limb positioning system.
7.5 Control Hardware and Electronics
Cables from the encoders are connected to a shielded aluminium box to convert digital electrical pulses
to optical signals and then transmit them through the waveguide to the auxiliary equipment in the
control room. The shielded box, as shown in Figure 7.12, which is 2m away from the entrance of the
scanner bore, acts as a Faraday cage to block any electromagnetic interference between the electronics
inside the box and the scanner. The auxiliary equipment includes: (i) a circuit which converts the
optical signals back into electrical pulses, (ii) an FPGA processor (NI CompactRIO 9004) which is in
charge of movement control, (iii) six solenoid valves controlling the three pneumatic motors (two for
each motor, one for each direction) and (iv) a control PC linked to the FPGA processor controlling the
movement of the system with a graphical user interface developed in LabView®. A block diagram of
the system communication is presented in Figure 7.10 and the auxiliary equipment setup is illustrated
in Figure 7.11. A diagram of the optic converter circuits is shown in Figure 7.12(b) and (c).
Position tracking is ensured by PID position control in each individual axis, which adjusts the
airﬂow to the air turbine by pulse-width modulating the solenoid valves. The PID parameters were
auto tuned with the approach mentioned in Chapter 4 with a limb mounted on the system as a load
condition. The synchronisation of each axis is achieved by the trajectory control discussed in Section
7.6. Control algorithms of the system including the trajectory control and PID control are implemented
in the FPGA processor.
7.6 Movement Trajectory in Lower Limb Positioning
As discussed in the kinematic speciﬁcations in Section 7.3, the joint movement of the robot needs to
follow a geometric path from a start to an end position to avoid causing discomfort to the patient, and
in deriving this path the length of the upper and lower legs must be taken into consideration, such
that the hip of the patient can be kept stationary. To maintain synchronisation of each actuated axis
for the trajectory, a time function was adapted for generating N position points in the trajectory.
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(a) (b)
Figure 7.11: (a) Auxiliary equipment in the control room. (b) Hardware devices inside the electronics
box: FPGA processor (NI CompartRIO 9004), solenoid valves and circuitry to converts optical pulses
from the position encoders into electrical pulses. Optical pulses are transmitted via optic ﬁbres through
the wave guide to the control room.
Let us take Equation (7.2) for Achilles tendon positioning as an example, Za(t)Xa(t)
β(t)
 =
 Ltcos(αmindist + α0) + LccosβLtsinα0 − Ltsin(αmindist + α0) + Lcsinβ
f
(
t = iN T
)

, where β is the orientation angle of the Achilles tendon, and (αmindist + α0) is a speciﬁc angle of
femur such that the distance from the scanned tendon to the isocentre is minimised, f(t) presents a
time function, T is the period of the trajectory and i is the ith point out of N . A cubic polynomial
function as the time function f(t) was adapted, which can ensure the smoothness of the movement
by specifying its velocity at the start and end points, and is based on a Cubic Segment Method (CS).
The robot joint movement can be deﬁned to be accelerated smoothly along each axis from its starting
position, such as β0 in the rotational axis to angular velocity Ω, and furthermore decelerate from Ω to
zero velocity at βf , and we have 
β(t = 0)

β(t = 0)
β(t = T )

β(t = T )
 =

β0
0
βf
0

, where slopes at t = 0 and t = T are set to be zero to ensure the smoothness of the movement. A
simple polynomial function of time to satisfy the four constraints with a minimum number of terms is
a cubic polynomial, which is identiﬁed by four parameters as shown in Equation (7.15).
f(t) = a+ bt+ ct2 + dt3 (7.15)
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(a) (b)
(c)
Figure 7.12: A custom design electrical-optical converter capable of dealing with six channels (two for
each encoder), (b) its circuit diagram in one channel. The device converts electrical pulses from the
encoders to optical pulses and transmits the signals to the receiver in the control room via optical
ﬁbres. (c) The circuit diagram of the optical-electrical converter (receiver) in one channel.
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where a, b, c and d follow the relations as follows [Wolovich, 1987]:
For a smooth trajectory,. Then we have
a = β0
b =

β0 = 0
c =
3(βf − β0)− (

2β0 +

βf )T
T 2
=
3(βf − β0)
T 2
d =
2(βf − β0) + (

β0 +

βf )T
T 3
=
2(βf − β0)
T 3
Figure 7.13(a) illustrates a diagram of the trajectory control. With this method, β(t = iN T ) for
diﬀerent points in the trajectory can be calculated, and as can the corresponding
 Za(t =
i
N T )
Xa(t = iN T )
β(t = iN T )
.
The trajectory algorithm was implemented in Matlab®, and the positions of the N points pertaining
to the path were passed into LabView® and stored in a N × 4 array including the 3 rows of position
values for each axis and a row of the corresponding time. The position points were then sent to the
PID control of each of the three axes in the robot as the setpoint, and from these a trajectory of
movement was generated. Figure 7.13(b) shows the time history of the three axes moving in a planned
trajectory.
7.7 Signal to Noise Degradation Test
Five diﬀerent tests were discussed in Chapter 3 to quantify the MR compatibility of a device to be
used in the MR environment, in terms of SNR reduction, image artifact generation, image geometrical
distortion, magnetically induced force and torque, and thermal eﬀect. As the pneumatic motor and
the encoder are the only active components in the magic angle systems and their compatibility have
been demonstrated in Chapter 3, only the SNR reduction test was required to be performed again to
quantify the image degradation when the system as a whole is presented and actuated in the scanner.
A cylindrical phantom ﬁlled with a CuSO4 doped solution was placed at the isocentre of the scanner,
and images with a turbo spin echo (TSE) sequence and a True FISP sequence were taken, both with
use of the spine coil. The image sequences adapted are listed in Table 7.6, and the experiments were
conducted in a 1.5T Siemens MAGNETOM Avanto scanner. The SNR reduction of the image was
computed using the method discussed in Table 3.2 in Chapter 3. The test was repeated: (i) when the
system was introduced and unpowered inside the scanner with the phantom, (ii) with the system's
active components powered but not actuated and (iii) with the system actuated. Results of these
experiments are shown in Table 7.7. The maximum reduction in SNR was found to be always under
4%, which veriﬁes the MR compatibility of the upper limb and lower limb devices with no signiﬁcant
SNR reduction.
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Figure 7.13: (a) Block diagram of the trajectory control in the low extremity positioning system.
Cubic Segment method is adapted to ensure the joint movement smoothness and synchronisation of
each actuated axis. (b) Measured position for all three axes following a deﬁned trajectory.
 TR 
(ms) 
TE 
(ms) 
FA 
(degree)
No. of 
slice 
Thickness 
of slice (mm)
Spacing 
(mm) 
Resolution FOV 
(mm) 
BW 
(Hz/px) 
TSE 3600 120 180° 15 5 5 256 ×256 300 130 
True FISP 22 10 30° 15 5 5 256 ×256 300 130 
 
Table 7.6: Details of the image sequences
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                                        TSE True FISP 
  Power 
off 
Power 
on 
Actuated Power  
off 
Power  
on 
Actuated 
3DOF 
system 
1.7% 3.2 3.5% 2.3% 3.5 3.9% 
1DOF 
system 
 
SNR  
Reduction 
 
1.4% 1.6 1.31% 
 
1.3% 2.64 1.76% 
 
Table 7.7: SNR reductions in image sequences of TSE and True FISP
7.8 Functional Hazard Assessment and Safety Measures
To evaluate the potential hazards, functional hazard assessment was conducted in the upper and lower
limb positioning systems as listed below, and the corresponding safety features in the system designs
were highlighted.
1. Structural failure of the devices:
The two positioning devices were ﬁled with all sharp edges removed. Being designed to support
and position human limbs, the devices have suﬃciently strong mechanical structures which are
unlikely to fail when used in reasonable care.
2. Control failure of the limb positioning trajectory:
The two devices were designed to facilitate the magic angle eﬀect by positioning and orientating
the scanned tendinous tissue at the magic angle. The movement trajectory is monitored by the
clinician who can override the robot movement command if necessary. An emergency stop button
is available to immediately stop the movements in case of failure. In addition, the pneumatic
motors were designed to slip and decouple with the gears involved in joint movements when they
encountered any strong resistive force. This safety feature intends to avoid damaging patient
limbs when the control fails.
3. Electrical failure of the devices and the control electronics:
The two limb positioning devices are actuated by pneumatic motors, and optical position encoders
are the only electronics embedded. These are powered by a 5V battery source. All conductors
in the devices were insulated in such a manner that they could not be touched by either the
patients or the clinicians. The positioning devices are electrically safe, containing no exposed
conductive parts, and the low voltages and currents mean they are very unlikely to cause sparking
or burning. The electronics box containing all of the control electronics, is placed in the control
room, and powered by a standard 24V power supply. The two devices and the electronics box
were tested and passed the electrical safety test by a registered electrician.
4. MR environment induced hazards:
Detailed analysis has been performed in Chapter 3, in the aspects of MR safety and potential
inferences between the robot components and the scanner.
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7.9 Preliminary Trials
7.9.1 Procedure
Preliminary clinical trials were performed on a group of volunteers with a variety of body sizes to
demonstrate the functionality of the designed system in orientating target tissue at desired angles.
Five types of tendons: the Achilles tendon, the patellar tendon, the quadriceps tendon, the elbow
tendon and the vincula brevia tendon in foreﬁnger, were selected to be the imaged targets, as our
radiologist suggested that tendon ruptures and inﬂammation commonly occur in those tendons. MR
images were taken in a 1.5 T Siemens MAGNETOM Avanto scanner, with a turbo spin echo sequence
(TSE) used to image the tendons (Table 7.8). The tendons were then oriented from γ0 (the initial
angle relative to the main ﬁeld) to angles of 20, 30, 40, 45, 47, 49, 50, 51, 53, 55, 57, 59 and 61degrees
with respect to the main ﬁeld of the scanner and γf (the angle that the patients' knees or ankles
collided to the scanner wall), with an image taken each time.
The desirable image format is that the plane of the image is always the same relative to the target
tissue, for every angular orientation of the tissue. This means that images are initially sagittal, when
the tendon is approximately parallel to the main ﬁeld, and then become nearer to transverse after
movements of the tendon are made and its angle relative to the main ﬁeld increases. As the surface
coil sensitivity is potentially aﬀected by its magnetisation and its location with respect to the scanner
isocentre, the signal intensity at the tendon received by the coil was also aﬀected. To consider only
the image contrast variation, that was caused by the magic angle eﬀect, the signal of the tendon was
normalized with the signal of a proximal structure in the tissue of which the intensity was only subject
to magnetisation; for example, bone marrow, which consists of a large percentage of lipids (Refer to
Figure 7.14). Magic angle eﬀects are insigniﬁcant in bone marrow, and thus, its change in signal
intensity is dominantly due to the change of its relative position to the isocentre. The experimental
setups of the two systems in the MRI scanner are illustrated in Figure 7.15. Figure 7.15(a) shows
the 3DOF lower limb system placed on the scanner table with the patient left leg strapped tightly
to the rotational platform with a Velcro strap. The patient was in left lateral position and a ﬂexible
surface coil was attached around his ankle for better image signal from scans of his Achilles tendon.
Figure 7.15(b) shows the patient in right lateral position with a similar system conﬁguration, but with
the surface coil strapped around his knee for scans of his patellar tendon and the quadriceps tendon.
Figure 7.15(c) shows the setup of the 1DOF upper limb system on the table with the patient in supine
position. His forearm and upper arm were stabilised ﬁrmly on the rotational platform with an angle
formed between the elbow tendon attached to the forearm and the main ﬁeld, and a similar posture
was used for imaging the vincula brevia tendon in the foreﬁnger, in which the hand was kept open
and stabilised with a plane ﬁxture. The ﬂexible surface coil was used during scans, although it is not
shown in Figure 7.15(c) for clarity reason.
7.9.2 Results and Discussion
The experimental results obtained from imaging the Achilles tendon are illustrated in Figure 7.16,
showing the normalised signal of the tendon plotted against at its orientation, in four volunteers. The
experiments started at an initial orientation of the tendon γ0, at which the platform was at its start
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Figure 7.14: Average signals in the region of interest RIO1 at the tendon is normalized with that at a
proximal structure RIO2 which is only subject to magnetisation (such as bone marrow).
 TR 
(ms) 
TE 
(ms) 
FA 
(deg) 
No. of 
slice 
Thickness 
of slice (mm) 
Spacing 
(mm) 
Resolution FOV 
(mm) 
BW 
(Hz/px) 
Scan 
Time (s) 
TSE 1800 83 180° 9 5 1 256 × 256 300 130 1m33s 
 
Table 7.8: Details of the TSE image sequence
position, parallel to the main ﬁeld, and ended at the angle γf , at which the patients' knees had collided
with the scanner wall. For the four patients, the end angle γf , was always larger than 65degrees. The
end angles in the four cases were 69, 68, 65 and 72degrees, and were subject to the size of the patients'
legs. It is reported that even for the largest patient (height 182cm) of the four, it was possible to
have his ankle tendon placed at 65degrees with the use of the limb positioning system, before his knee
collided with the scanner wall; although the ankle images were slightly aﬀected by artifacts due to the
close distance of the surface coil to the body coil of the scanner.
As shown in Figure 7.16, it is demonstrated in the trial results that almost a two-fold increase
in signal intensity was observable at around 40-45degrees on average, after which the signal largely
increases and peaks at 55degrees with a 12-24 times signal intensity increase. The MR images of
the Achilles tendons at the magic angle and at the initial orientation γ0 in Figure 7.17, illustrate the
signiﬁcant increase in signal intensity achieved by exploitation of the magic angle eﬀect; the tendon
is clearly visible in Figure 7.17(b), compared with the apparent void in the same region of the ankle
at the initial orientation in Figure 7.17(a). At greater than the magic angle of 55degrees, the signal
intensity then reduces in value swiftly, as the scaling factor of the dipolar interaction between protons,
which is proportional to 3cos2θ − 1, is minimal at the magic angle of 55degrees. The results obtained
are consistent with the magic angle theory discussed in Section 1.2.2 in Chapter 1.
The experiments were repeated to examine the magnitude of the magic angle eﬀect with the patellar
tendon and quadriceps tendon, using the lower limb system; the elbow tendon and vincula brevia
tendon in foreﬁnger were also imaged with the use of the upper limb system. Figures 7.20-7.24,
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(a)
 
(b)
(c)
Figure 7.15: The 3DOF lower limb system with patients set up for scans of: (a) the Achilles tendons,
(b) the patellar tendons and quadriceps tendons. (c) The 1DOF upper limb system for scans of elbow
tendons and vincula brevia tendons in foreﬁnger.
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Figure 7.16: Signal intensity at the Achilles tendons from four volunteers normalised to bone marror.
Increase in the signal is observed from around 40degrees, peaks at around 55degrees, and then decreases
rapidly. Subjects had their knee in touch with the scanner wall at diﬀerent angles when the experiments
ended, but all were at greater than 65degrees. The ﬁnal angle γf is subject to the size of patients.
(a)
 
(b)
Figure 7.17: (a) and (b) respectively show the 0degrees and 55degrees images of a slice through the
Achilles tendon of a volunteer acquired using the 3DOF system.
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Figure 7.18: Signal enhancement ratios of diﬀerent tendons at the magic angle. Comparison between
the signal intensity at magic angle and that at their initial orientation γ0.
illustrate the results of the experiments with an obvious increase of tendon signal intensity at the
magic angle; their signal enhancement ratios are plotted in Figure 7.18. The ratio is a comparison
between the signal intensity at the magic angle and that at the initial orientation γ0, and it was found
to have a maximum value of 24 times in the case of the scans of the Achilles tendon of the fourth
patient, and a minimum of value 5.5 times in the case of the scans of the vincula brevia tendon.
This ratio varies signiﬁcantly in diﬀerent tendons and even in diﬀerent patients, subject to the tissue
structures and properties of a particular tendon. The magic angle eﬀect in the vincula brevia tendon
is visualised in Figure 7.24, in which the tendon orientations varied incrementally from 0degrees to
59degrees are depicted and the tendon is seen to become gradually more visible as the magic angle is
approached (Figure 7.23).
Examination time taken to perform the entire procedure for each subject, is another factor required
to evaluate the eﬀectiveness of the two systems to be applied in clinical environments for diagnostic
purposes. Figure 7.25 shows the hardware setup time and the time for acquisition of the entire set of
images for diﬀerent angles. For the Achilles tendon scans, the time taken for the whole procedure on
the ﬁrst volunteer was 78mins and remained around 45mins for the third and fourth; these were the
longest procedure times. The next longest times taken were for the patellar and quadriceps tendon
scans, which were around 42-43mins. Although a large time was reported for the ﬁrst subject, the
successive scans were drastically reduced due to the development of an optimised method of performing
the procedure, found through experience. For the elbow tendon and vincula brevia tendon scans, the
times taken for both the hardware setup and the image acquisition were shorter using the 1DOF
system (around 35-36mins in total), due to the simpler design of the system, and the existence of
no redundant joints and components leading to a shorter learning curve. In each of the trials, no
signiﬁcant discomfort was reported during the motion of the systems, but more cushion support was
suggested to help the subject maintain their position in the scanner.
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Figure 7.19: Normalised signal intensity at the patellar tendon, quadriceps tendon, elbow tendon and
vincula brevia tendon in foreﬁnger plotted against their orientation to the main ﬁeld.
 
(a)
 
(b)
Figure 7.20: (a) and (b) respectively show the 0degrees and 55degrees images of a slice through the
patellar tendon of a volunteer, acquired using the 3DOF system.
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(a) (b)
Figure 7.21: (a) and (b) respectively show the 0degrees and 55degrees images of a slice through the
quadriceps tendon of a volunteer, acquired using the 3DOF system.
(a) (b)
Figure 7.22: (a) and (b) respectively show the 0degrees and 55degrees images of a slice through the
elbow tendon of a volunteer, acquired using the 1DOF system.
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(a) (b)
Figure 7.23: (a) and (b) respectively show the 0degrees and 55degrees images of a slice through the
vincula brevia tendon in foreﬁnger of a volunteer, acquired using the 1DOF system.
7.10 Conclusion
Two mechatronic systems for upper and lower extremity positioning have been presented in this chapter
as a diagnostic tool for tendinous diagnosis and magic angle related research. The kinematics of a 3DOF
lower limb system was ﬁrst studied to relate each axis in the system design. Kinematic relationships
of each DOF and the required joint movements were derived to optimise the distance from the target
tissue to the scanner isocentre at diﬀerent orientations, although the kinematics of the 1DOF upper
limb system was not discussed due to its simplicity.
The development of the two mechatronic systems based on the design speciﬁcations and guidelines
was presented: (i) a 1DOF device to facilitate magic angle eﬀect diagnostic procedures in the upper
extremities including the hand, forearm and elbow, in which a patient has his elbow strapped in a
rotary platform; and (ii) a 3DOF device for lower extremity procedures including the knee, the ankle,
and the foot, in which a patient's ankle is strapped in a movable platform and the three axes work
together to position the target. Surface coils can be added to enhance the image quality of the scanned
tissue. Both systems are coupled with highly geared down pneumatic motors, and optical encoders,
and their performance and MR compatibility have been evaluated in Chapter 3 and 4.
Both systems have had their overall SNR reduction quantiﬁed, and a wide range of tendons, in-
cluding the Achilles tendon, patellar tendon, quadriceps tendon, elbow tendon, and vincula brevia
tendon in foreﬁnger were studied in the preliminary trials from a group of volunteers, to demonstrate
the functionality of the two systems in assisting tendinous related diagnosis with exploitation of the
magic angle eﬀect. The selected tendons are the type of commonly injured tendons suggested by clin-
ical professionals and radiologists. The functionalities of the systems have been veriﬁed in imaging
tendons on a group of volunteers with diﬀerent lengths of upper and lower limbs. The results showed
a 4-24 times increase in signal intensity of the diﬀerent tendons at 55degrees, as anticipated in theory.
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(a) 0deg (b) 20deg
(c) 40deg (d) 50deg
(e) 53deg (f) 55deg
(g) 57deg (h) 59deg
Figure 7.24: MR images of an vincula brevia tendon taken from 0degrees to 59degrees
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Figure 7.25: Time taken for hardware setup and image acquisition for diﬀerent tendinous imaging
studies
The two mechatronic systems have demonstrated their excellent performance in positioning limbs
inside the scanner, and their ease of control and capability of reducing diagnostic time by quick
and accurate orientation of target tissue to the magic angle. The systems are designed as scanner
independent, which means that they are suitable for scanners of diﬀerent makes and models and with
no problems of interfacing and system connection. Even though only two general limb positioning
systems were presented here, more speciﬁc designs can be developed with a similar methodology, and
tailor designed medical devices equate to a reduction of design complexity, redundant movement joints
and functionality, allowing more robust and simpler systems with less training time for clinicians to
adapt to the technology.
Chapter 8
Conclusions and Future Work
8.1 Introduction
This chapter provides a concise summary of the research presented in this thesis, followed by a dis-
cussion of the conclusions that can be drawn and future work foreseen. Reﬂecting on the scope of the
research objectives as stated in Section 1.3 in Chapter 1, the conclusions are divided into the following
four main topics, which comprise:
 The investigation of a systematic approach to evaluate the MR compatibility of actuators, force
sensors and position sensors usable in the MR environment. Those components which can operate
whilst suﬀering from no mutual interference are the fundamental elements for general MR robots.
 The investigation of control strategies for use with the adapted actuators being implemented
for interventions with diﬀerent speciﬁcations, an actuator for ﬁne positioning and fast response
suitable for haptics and force control in an MR robot, and a diﬀerent actuator for high force and
speed suitable for general positioning.
 The development of a robotic system to perform transrectal prostate biopsy under real-time
image guidance. The system is incorporated with a 1.5T scanner to display tracking images to
the users, for achieving needle alignment to the suspected target tissue.
 The development of robotic systems to facilitate tendinous related diagnosis and studies with the
exploitation of the magic angle eﬀect in a 1.5T scanner. The two systems, one for upper limb,
and the other for lower limb application, are capable of positioning tendons at the magic angle,
whilst optimising the spatial constraints imposed by the scanner bore.
Finally, suggestions for future work in all four areas are given, and a list of publications based on this
research follows.
8.2 Chapter Summary
Chapter 1 started by describing the research motivation and objective of the integration of medical
robotics with the MR imaging modality for image guided diagnosis and therapy, which is driven by the
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beneﬁts of MRI, in that high resolution preoperative scans of target tissue and intraoperative real-time
images are available without the exposure of patients to ironising radiation. The design and devel-
opment of MRI compatible robots is the way to achieve the objective, but this produces the major
problem that many conventional mechatronic components in actuation and sensing cannot perform
acceptably in the MR environment and interfere with the RF signal from the scanner. Thus, develop-
ment of a systematic approach to evaluate the MR compatibility of active mechatronic components,
and investigation of control strategies in MR compatible actuators are the ﬁrst two objectives. This
approach and the technology developed were adapted to develop two medical robots; one to perform
transrectal prostate biopsy with MR guidance, and the other to position tendinous tissue inside the
scanner bore to make use of the magic angle eﬀect for better diagnostic images. They are the second
and third objectives of this research work.
Chapter 2 commenced by providing a brief background knowledge of MR imaging techniques, to
assist the reader in understanding the approaches used in the research for the development of an
MR robot. This information included a brief synopsis of the MRI working principle, the elementary
components of the scanner including the main magnet, the gradient, the RF transmit and receive
coil, and the computer system. Due to its imaging principle, the MR environment imposes stringent
constraints on MR robot designs in terms of the electromagnetic interferences that can be caused and
the limited free space in the bore which restricts the access of the clinician. The spatial restriction
inhibits the ability of the clinician in performing free hand interventions in the imaging volume, as
well as the tactile information available during the procedure. After the technical descriptions of
MRI, there was an overview of the state of the art of the mechatronics solutions for use in MR
robotics, which are classiﬁed into: MR compatible actuators based on the principles of ultrasonic
motor, electromagnetic coil, pneumatic and piezoelectric principles; position sensors based on optical
principles with ﬁbre optic cables for communication to and from the scanner room; and force sensors
also based on optical principles and with the same signal transmission method. At the end of this
chapter, a review focused on the current development of MR percutaneous robots was presented; those
robot required the characteristics of accurate positioning and needle manipulation, and their review
provided an insight into the design of a robotic system with diﬀerent speciﬁcations and the clinical
needs that must be taken into consideration.
Chapter 3 focused on the descriptions of a systematic approach to evaluate the usability and
compatibility of active mechatronics components in the MR environment. It commenced by introducing
the concepts of MR compatibility and MR safety, and continued with an explanation of magnetic
susceptibility as an important material property relating to artifact generation. A series of tests were
then presented to evaluate the components in terms of their magnetically induced force/ torque, SNR
reduction, artifact generation, geometrical distortion and thermal eﬀect caused in the MR environment.
Chapter 4 related to the control issue of using MR compatible actuators for positioning and force
control related functions. Due to the challenges imposed by the MR environment, compatible actuators
must be based on non-magnetic actuation principles. A proposed alternative was to use a special type
of ultrasonic motor, the Piezoleg, which is highly compatible compared with other ultrasonic motors,
and is possible to be adapted for use in/near to the isocentre of the scanner. Its working principle
and custom design control circuit were presented. Its fast response makes its ideal for implementation
CHAPTER 8. CONCLUSIONS AND FUTURE WORK 177
to force control related applications; whereas its non-backdrivable and nonlinear characteristics raise
practical diﬃculties that must be overcome. As such, a neural network based speed controller was
proposed to linearise the performance of the actuator, and a haptic control scheme was implemented
and evaluated, demonstrating the feasibility of use of this motor for haptic applications in an MR robot.
Despite the excellent MR compatibility and fast response of the Piezoleg, its actuation principle limited
the force and speed output, and therefore a pneumatic rotary motor was proposed for applications
where higher generated force and speed were required, ideally for positioning heavy loads. The actuator
was characterised in open and closed loop control tests, and a PID control scheme was implemented
in the motor, which controls its speed by pulse-width modulating the airﬂow. The PID controller
was designed to have its parameters automatically tuned for diﬀerent load conditions, and its control
performance was demonstrated in a test unit to position a variety of load conditions, from 0N to 50N,
with accuracy of up to 0.25degrees.
Chapter 5 and 6 narrated the development of a robotic system for transrectal prostate biopsy
under MR guidance as well as the evaluation of its functionality in three cases of clinical trials. The
research motivation was driven by the limitations of the conventional transrectal ultrasound biopsy,
i.e. poor image quality for guidance and high rate of false negative diagnoses. Therefore a prostate
biopsy system was developed, which comprised of an endorectal probe, a haptic needle ﬁring unit, and
a Cartesian robot to move the probe within the rectum for needle alignment to the suspected target
tissue. The needle ﬁring unit consists of two actuated DOF to insert, ﬁre and retract the biopsy needle
in a quick time, when the needle alignment is conﬁrmed. The Cartesian robot and the needle ﬁring
unit are actuated by the pneumatic motors and ultrasound motors respectively. The needle movement
is tracked by both optical encoders embedded in each axis of the robot and ﬁducial markers embedded
in the head of the endorectal probe. A detailed kinematics study and a workspace analysis of the
system were also presented, together with a description of its supporting electronics. The user controls
the robot movement inside the scanner room by means of a touch screen console, linked to a PC,
embedded in a shielded enclosure. The needle alignment approach was ﬁrstly performed by the robot
joints moving to the required position according to the calculation from the inverse kinematics after
the input of the target position by the user. This constituted a gross positioning step which was then
followed by manual control for ﬁne alignment. The whole system was evaluated in terms of its MR
compatibility and targeting accuracy, followed by full clinical trials on three patients to examine its
functionality.
Chapter 7 focused on the development of two robotic systems to facilitate tendinous related di-
agnosis with exploitation of the magic angle phenomena, and their preliminary trials. Two systems,
one with 3DOF for positioning tendons in the lower limbs, and the other with 1DOF for positioning
tendons in the upper limbs, were actuated by the pneumatic motors with tracking achieved using the
optical encoders. The components adapted had been evaluated in terms of their MR compatibility
and control performance in Chapter 3 and 4. The two systems are capable of positioning tendons in
the ankle, knee, elbow and hand. Kinematics studies were presented to allow orientation of the target
tendon at a speciﬁc angle, and to have the tendon positioned closest to the isocentre for good image
quality, and to avoid collision between the patient body and the scanner bore. The MR compatibility
of both of the systems were demonstrated in a 1.5T scanner with no signiﬁcant SNR reduction. An
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accuracy of 1degree and 0.5degrees were achieved in the lower and upper limb systems respectively,
showing the capability of the robot designs for repeatable and robust positioning. The functionality
of both systems were further veriﬁed with preliminary trials on four volunteers with their Achilles
tendons, patellar tendons, quadriceps tendons, elbow tendons, and vincula brevia tendons in foreﬁnger
positioned and imaged. The target tissues were imaged at diﬀerent orientations to observe the incre-
mental increase in signal intensity brought about by the magic angle eﬀect, and an increase of 4 to 24
times was reported in accordance with the theory. The time taken for the whole procedure including
hardware setup and image acquisition, was reported to be within 35 to 45mins, showing the ability
and the clinical value of the devices to assist in magic angle related diagnosis.
8.3 Conclusions
8.3.1 MR Compatibility Evaluation
MR Compatibility of an mechatronic component depends on a large number of the factors, inherent
to the component itself as well as to the scanner. A systematic approach was adapted based on ﬁve
individual tests to evaluate the usability of a component in the MR environment. The conclusions that
can be drawn with respect to the eﬀectiveness of the approach are:
 A series of tests to evaluate the usability of mechatronic components were presented, which
include: (i) to determine the magnetically induced force and torque on the components by the
main magnetic ﬁeld, if any magnetic material is involved; (ii) to quantify the signal to noise ratio
reduction due to the electromagnetic noise emitted from electrical and electronic components
involved; (iii) to evaluate the level of artifact generation (seen as an void in an MR image)
and (iv) to evaluate geometrical distortion (seen as image warping), caused by materials with
high susceptibility; and (v) to determine any thermal eﬀect induced by switched gradients on
conductive materials which potentially form a closed loop for induction of eddy currents. Based
on the presented methods, an ultrasonic motor, a pneumatic motor, and a position and force
sensor were thoroughly evaluated in terms of their MR compatibility.
 Selection and evaluation of mechatronic components usable in the MR environment without gen-
erating mutual interferences, are much more diﬃcult than the selection and evaluation of passive
components, which can be found in plastic or non-magnetic and non-conductive materials. In any
case, active components such as actuators, position sensors and force sensors are the fundamen-
tal elements in any general robot systems. Commercially available components generally contain
magnetic and electrical parts, aﬀecting the image quality at a certain level. Although it is pos-
sible to custom design all robot components with compatible materials and with nonmagnetic
principles, careful screening and systematic evaluations of commercially available components
can also assist robot design to achieve a speciﬁc good level of MR compatibility. A good MR
robot design should be a balance of system simplicity, cost eﬀectiveness, and an acceptable level
of resultant image quality.
 The impact which a mechatronic component causes to the scanner is subject to a large number
of factors both inherent to the component itself such as its electrical conductivity, shielding,
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magnetic susceptibility, geometry, and to the scanner such as ﬁeld strength, image sequence,
and the scanner calibration. Performing a rigorous analysis of each of these factors for diﬀerent
components would be impossible within the time constraints of a PhD research. The ﬁve tests
presented act as measures to enable preliminary evaluation of the usability of a component,
and provide a very brief estimation of the MR compatibility of an assembled robot design with
those components. However, the only way to conclusively demonstrate the MR compatibility
is by testing of the operating robot prototype on a speciﬁc scanner. In any case, the proposed
test methods were applied to the selected components for the robot designs, which were later
demonstrated to be MR compatible at an acceptable level for their particular interventions
intended.
8.3.2 Control Strategies of MR Compatible Actuators
A special type of ultrasonic motor, the Piezoleg, and a pneumatic rotary motor, were adapted for
applications with diﬀerent requirements. The conclusions that can be drawn with regard to their
individual control strategies are:
 Due to the higher level of MR compatibility compared with other ultrasonic motors, the Piezoleg
was applied to generate actuation in percutaneous interventions because of its greater usability
in/near the isocentre, and was also applied to reconstruct force feedback at the master control
interface during prostate biopsies, because of its fast control response. Due to its nonlinear
characteristics, a neural network based speed controller was developed to learn the characteristics
and to linearise its performance. Due to its non-backdrivable characteristics, a haptic control
scheme based on explicit force control was implemented in a master-slave test unit to demonstrate
the feasibility of implementing haptics in an MR percutaneous robot.
 Despite its excellent MR compatibility, the force and speed which a Piezoleg motor can generate
are limited, and commercial compatible actuators with the characteristics required for positioning
a heavy load were not available. Therefore, a pneumatic motor based on the rotation of a turbine
rotor driven by a pulse-width modulated airﬂow, was adapted, and the high speed of the rotor
was geared down by a set of modular gearboxes. The motors have a simple design, very cheap
manufacturing cost, and are possible to reproduce by the rapid prototyping technique in a short
period of time. Open loop and closed loop control tests were performed to characterise the motor,
and its maximum speed and torque were 15.5rpm and 2.2Nm, with an accuracy of 0.25degrees.
This torque was equivalent to generating 55N at the mount arm of 40mm, suﬃcient for most
of the medical applications. An optimised duty period of 150ms was selected as a compromise
between the linearity of the motor speed and the motion smoothness for good position control.
Despite its desirable speed and torque output, the motor performance varies subject to the load
conditions. A PID auto tuning control scheme was implemented to the motor, for selection
of optimal control parameters under varying load conditions, and a signiﬁcant improvement of
motor performance was demonstrated.
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8.3.3 Prostate Biopsy System
The MR compatible biopsy system was designed to perform transrectal prostate biopsy under real-
time image guidance. The conclusions that can be drawn with regard to the feasibility of the proposed
biopsy system are:
 An MR compatible robot prototype was developed with compatible components veriﬁed in Chap-
ter 3, and the compatibility of the system as a whole was veriﬁed as well, to demonstrate its
usability in MR interventions with no noticeable interference to the image quality. The robot
consists of a Cartesian positioning robot made by connection of 1DOF modules, and a haptic
ﬁring unit incorporating a force sensor to provide force feedback to the user during the procedure.
Needle alignment was achieved by ﬁrst moving the robot joint to a desired position calculated
from the inverse kinematics. As this step required the position of the rectal sphincter centre
and assuming it as a ﬁxed position, the automatic approach for needle alignment was used only
for gross positioning. Manual needle alignment then followed for ﬁne positioning, with the use
of the real-time tracking images as a visual feedback to the user for navigation. The tracking
was achieved with a modiﬁed FLASH 2D sequence, to detect the 3D coordinates of two ﬁducial
markers embedded in the endorectal probe. The robot prototype and the proposed alignment
approaches led to three successful clinical trials, with the procedure time around 40mins, which
achieved our system speciﬁcations.
8.3.4 Magic Angle Positioning Devices
The presented upper limb and lower limb positioning systems, are two practical mechatronics systems
to facilitate magic angle related study, and have a large clinical application in tendinous diagnosis.
The conclusions that can be drawn with respect to their designs and preliminary trials are:
 Both limb positioning systems were designed to be used in 1.5T closed bore scanners which
are commonly applied in hospitals. The devices were actuated by pneumatic motors because
of the high force required for movement of a limb and also the availability of air supplies in
most MRI suites. Kinematics for limb positioning were studied to orientate a target tendon to
a speciﬁc angle, placing it as close as possible to the isocentre to assure good image quality,
whilst taking into consideration the spatial constraint imposed by the conﬁned scanner bore.
By placing the supporting electronics in the control room and transmitting a PWM airﬂow and
optical position signals via a waveguide, the system demonstrated excellent MR compatibility.
To demonstrate the functionality of the systems to enhance image quality in tendinous tissues,
preliminary trials were carried out on four volunteers to have their Achilles tendons, patellar
tendons, quadriceps, elbow tendons and vincula brevia tendons in foreﬁnger imaged at diﬀerent
angles. Results were reported to show a 4 to 24 times increase in the signal intensity of the
tendons with the exploitation of the magic angle eﬀect, and the time taken for the whole of
any of the procedures was around 35-45mins. This result shows the feasibility of applying these
systems into clinical environments in the future.
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8.4 Future Work
8.4.1 Adaptation in 3Tesla Scanners
A systematic approach was presented to evaluate the mechatronic components and further work on
this subject could include the following topic:
 With the use of higher magnetic ﬁelds, 3T scanner can provide better image quality over their
1.5T counterparts, and they have started to be adapted in hospital environments, although 1.5T
scanners are still prominent in clinical diagnosis. Adaptation of the MR robot to a 3T scanner
would be the future trend, meaning that the used mechatronics components as well as the whole
system must be evaluated once more in the 3T environment before the compatibility claims can
be made at the new ﬁeld strength. Low-pass ﬁlters adapted in the 1.5T environment are favorable
in the 3T environment for RF elimination with their greater noise attenuation at the new Larmor
frequency of 128MHz. Endorectal coils and ﬁducial markers are required to be tuned at the new
resonance frequency, and the scanner tracking sequence also needs to be adapted to a 3T scanner.
8.4.2 Investigations into Position and Force Control Strategies
With respect to the accuracy of the pneumatic motor and the further applications of the ultrasonic
motor, the following points should be considered for future work:
 The ultrasonic motor together with a pair of piezoresistive force sensors were embedded in the
needle ﬁring unit to generate force feedback to the user in the master control handle during needle
insertion, which compensates for the loss of tactile information due to the separate between the
imaging volume and the workspace which the clinician can access. Besides the tactile realisation,
by combining the force and position information, a force proﬁle can be generated when the needle
is introduced to the prostate. A future application is to use the proﬁle as an indicator of when
the needle is piercing the prostate capsule, and to investigate the correlation of diﬀerent force
proﬁles acquired during the procedure and the pathological results from the biopsy sample, as it
is reported in literature that malignant tissue is at least several times harder than the healthy
tissue surrounding it. Analysis of the tissue mechanics with the use of the force information may
be useful to extract additional pathological information [Taylor, 2005, Souchon, 2003].
 With the current PID controller implemented in the pneumatic motor, accuracy of 0.25degrees
was achieved in the test unit, and accuracies of 1degree and 0.5degrees were achieved in the
lower limb and upper limb positioning systems. The PID controller is considered adequate for
current interventions in prostate biopsy and limb positioning, but an increase in accuracy of the
motor would be beneﬁcial for the actuator to be adapted to other interventions. A more complex
control algorithm could reduce the error in the motor, and compensate for the backlash and
unwanted bending of the plastic components, making it suitable in an application that requires
high torques as well as high accuracy. In terms of the mechanical design, the motor bandwidth
could be improved by using piezovalves, to control the airﬂow to the motor, as piezovalves are
controlled by non-magnetic principles and hose length for air transmission can be largely reduced
by placing the piezovalves close to the scanner bore.
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8.4.3 Improved Prostate Biopsy System
The prototype of the prostate biopsy system in its current design, constitutes a ﬁrst step towards the
clinical application of the MR transrectal prostate biopsy in a conventional closed bore scanner. Based
on what were achieved up to this point, proposed steps for future development are as follows:
 The system accuracy and maneuverability can be improved by introducing a ﬁxed mechanical
pivot in the movement of the endorectal probe, to replace the use of the rectal sphincter as part of
the system kinematics. As it was reported the movement and deformation of the rectal sphincter
aﬀected the maneuverability of the probe in the rectum and was a main source of error in the
kinematic calculation. A mechanical pivot placed right outside the sphincter would provide a
stable pivot position in the system kinematics, and negate the eﬀect of sphincter deformation
from the calculation. Besides this, a future design modiﬁcation of the biopsy system would be to
include a rotational DOF in the endorectal probe to allow a larger workspace for biopsy and to
provide a higher degree of ﬂexibility for targeting, meaning more than one way to position the
robot joints for the end eﬀector to achieve the same target. A more compact robot design with
the added DOF should be favorable for a wide range of patients of diﬀerent body sizes.
 In the current ﬁducial tracking algorithm, the fastest update time is 2.4s and the maximum
movement speed must be below 5mm/s with the use of the modiﬁed FLASH 2D sequence.
The ﬁducial positions can be lost if the robot speed is beyond this limit. Reducing the slice
thickness allows the robot to move faster, but will compromises the accuracy of the tracking.
An alternative could be to implement the tracking with a faster pulse sequence, such as TRUE
FISP, which would considerably reduce the update time without compromising the accuracy.
With an increase in the update rate, another interesting option in future work would be to use
the 3D ﬁducial coordinates from the tracking algorithm to servo the movement of each robot
joint when the ﬁducial markers are close enough to the isocentre. Combining the ﬁducial tracking
and position encoders in the closed loop position control could increase the system accuracy by
providing a time to time calibration of the encoder reading (to compensate for the accumulative
error inherent in incremental encoders). This method could also compensate for any deﬂection
of the structure and backlash in the system, which can be important for MR robots, as they are
generally made from a large amount of plastic parts.
 Based on the knowledge developed in this research, it is possible to adapt the current robot
with simple engineering modiﬁcations to other transrectal modalities, such as brachytherapy in
which a radioactive seed is inserted to the target lesion within the prostate. In addition, the
modular stage of the robot design with a pneumatic actuator and encoder embedded forms a
basic robot actuation unit, and makes it possible to use as a basic building block to develop other
MR compatible robots to perform biopsies or other similar interventions on other organs.
8.4.4 Improved Magic Angle Positioning Devices
To implement the systems into clinical environments for further validation of their clinical value,
proposed continuative steps with regards to the clinical considerations are as follows:
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 Literature has indicated how the magic angle theory can enhance diagnostic results in the study
of tendon, nerve and muscle [Fullerton, 1985, Marshall, 2002]; proposed devices have achieved the
objective of providing accurate positioning inside the scanner. Ease of use, high repeatability and
being time and cost eﬀective are of importance for clinical justiﬁcation of the system functionality.
The system must be made to be intuitive and robust, and the procedure should be performed in
a signiﬁcantly short amount of time, as the MR suite is already a very scarce and costly resource
shared for clinical and research proposes. The system should be designed to be as plug-and-
play as possible and require no presence of technical staﬀ to supervise and monitor it during a
procedure. Also the training time required to learn the system should be reduced to a period
aﬀordable by the already busy clinicians, meaning a system with relatively simple design and
shorter learning curve is preferable.
 Another future work would be to collaborate with interested orthopedic specialists and clinicians
in muscular-skeletal research, and a more function speciﬁc device can be designed for particular
study targets. A design based on the positioning of particular regions of tendons can mean a
reduced number of components and joints, and a simpliﬁed system design is beneﬁcial to shorten
its setup time and learning curve, and also make it more cost eﬀective and feasible for use inside
the MRI suite.
8.5 Publication Output
Parts of this research work have been accepted and published in journal papers, and two patents have
been ﬁled relating to the robot designs. The details are as follows:
1. Journal Papers
 Tse, Z. T. H., Elhawary, H., Zivanovic, A., Rea, M., Paley, M., Bydder, G., Davies, B. L.,
Young I., Lamperth, M. U. ,
A 3 Degree Of Freedom MR Compatible Mechatronic System for Magic Angle Related
Diagnosis in vivo. Mechatronics, ASME/IEEE Transactions on Mechatronics, vol. 13, pp.
316-324, 2008.
 Tse, Z. T. H., Elhawary, H., Rea, M., Young, I, Davies, B. L., Lamperth, M. U. ,
A Haptic Unit designed for Magnetic-Resonance-Guided Biopsy. Proceedings of the IMECHE
Part H Journal of Engineering in Medicine, vol. 223, pp. 159-172, 2009.
 Tse, Z. T. H., Janssen, H., Hamed, A., Ristic, M., Young, I., Lamperth, M. U.,
Magnetic Resonance Elastography Hardware Design: A Survey. Proceedings of the IMECHE
Part H Journal of Engineering in Medicine, vol. 223, pp. 497-514, 2009.
 Tse, Z. T. H., Elhawary, H., Zivanovic, A., Rea M., Paley, M., Bydder, G., Davies B. L.,
Young I., Lamperth, M. U. ,
System to Facilitate Magic Angle Experiments in Man. Journal of Magnetic Resonance
Imaging. (Submitted)
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2. Patents
 2008 Patent Oﬃce: MRI Compatible Pneumatic Actuator;
Application No.: PCT/GB2007/004362; Pub. No: WO/2008/059253
 2008 Patent Oﬃce: MRI Compatible Manipulators;
Application No.: PCT/GB2007/004376; Pub. No: WO/2008/059263
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